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The  purpose  of  this  contract  was  to  further  the  development  of 
the  Hughes  Rotating  Gravity  Gradiometer  (RGG);  this  effort  is  a direct 
continuation  of  two  prior  Air  Force  contracts  (F19628-72- C-0222  and 
F19628-75-C-0201).  The  stated  performance  objective  for  these  con- 
tracts was  the  design,  construction  and  demonstration  of  the  Rotating 
Gravity  Gradiometer  capable  of  operating  in  an  airborne  environment 
and  producing  no  more  than  one  (1)  Eotvos  Unit  (EU)  of  noise,  at  an 
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equivalent  ten  second  integration  time,  in  the  determination  of  the 
components  of  a gravity  gradient  tensor. 


The  scope  of  effort  in  this  contract  was  limited  to  studies  and 
performance  tests  and  demonstrations  in  the  laboratory  environment. 
Two  RGG  sensors  were  involved.  The  first,  RGG-1,  was  built  in  1974 
and  1975  under  the  prior  contracts.  The  second,  RGG-2,  was  designed 
and  built  during  the  course  of  this  contract.  The  initial  scope  of  work 
included  various  tasks  to  test  and  modify  RGG-1,  with  the  goal  of  deter- 
mining configuration  changes  to  be  incorporated  in  RGG-2. 


The  design  for  RGG-2  was  frozen  in  April  1976;  however,  RGG-1 
testing  continued  through  November  1976.  RGG-2  was  assembled  and 
ready  for  grooming  and  initial  performance  evaluation  by  December  1976 
Since  this  contract  was  completed  on  31  January  1977,  the  period  of 
RGG-2  performance  evaluation  was  limited  to  a brief  span  of  a few  weeks, 
However,  during  that  short  time,  it  was  conclusively  demonstrated  that 
significant  progress  had  been  made  toward  achieving  the  ultimate  per- 
formance goals. 


Specifically,  the  performance  results  obtained  with  RGG-2  demon- 
strate that:  (1)  The  design  goals  have  been  met  for  thermal  and  elec- 
tronics noise.  (2)  The  sensor  output  noise  goals  have  nearly  been  met 
for  the  vertical  spin  axis  orientation.  (3)  Considerable  optimism  is 
warranted  that  the  sensor  output  noise  goals  can  be  met  for  the  hori- 
zontal spin  axis  orientation.  (4)  Continued  development  is  both  neces- 
sary and  warranted. 


A second  purpose  of  this  contract  was  to  study  the  requirements  of 
a platform  needed  to  stabilize  up  to  three  RGG  sensors  in  an  airborne 
mapping  environment.  The  results  of  this  study,  conducted  under  sub- 
contract by  Incosym,  Inc.  , is  reported  in  Volume  II  of  this  Final 
Report.  The  study  results  are  encouraging,  particularly  because  an 
existing  DoD  platform  has  been  identified  as  being  suitable  to  support  a 
triad  of  RGG  sensors. 


In  summary,  the  availability  of  a platform  and  the  performance 
success  of  RGG-2  permit  immediate  consideration  of  a follow-on  pro- 
gram which  would  test  and  demonstrate  all  the  components  of  a gravity 
gradiometer  system.  It  is  the  recommendation  of  this  report  that  the 
Hughes  RGG  sensor  be  integrated  with  a platform  at  the  earliest  possi- 
ble time,  and  tested  in  the  laboratory  environment.  It  is  also  the 
recommendation  of  this  report  that  the  RGG-1  sensor  be  retrofitted  up 
to  the  RGG-2  configuration  to  permit  simultaneous  development  and  test 
efforts. 
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SECTION  1 


SUMMARY  AND  ACCOMPLISHMENTS 


A,  INTRODUCTION  j 

This  report  documents  the  progress  made  during  this  18-month, 

$958,880  contract  to  continu<&|  the  development  of  the  Hughes  Rotating 

GravityjORadiometer  (RGG).  Because  the  scope  of  work  included  both 

the  development  oLthe^R GG^and  studies  of  platform  requirements,  this 

Final  Report  is  written  in  two  volumes  to  better  distinguish  between 

these  two  major  tasks.  Volume  l addresses  the  tasks  associated  with 

"I 

the  sensor  development  and  Volume  Ji*,  written  under  subcontract  by 
Incosym,  Inc.  , presents  the  findings  and  preliminary  specifications  for 
an  inertial  platform  to  support  the  RGG  in  an  airborne  environment. 

The  performance  goals  for  the  RGG  remain  identical  to  the 
original  AFGL/DMA/DARPA  statements  made  for  the  two  prior  AFGL 
contracts.  Specifically,  Hughes  has  been  directed  toward  achieving 
gravity  gradiometer  performance  in  an  airborne  environment  such  as 
that  provided  by  a C-135/C-141  aircraft  flying  in  benign  weather  condi- 
tions. The  gradiometer  system  performance  goal  is  to  determine  the 
components  of  the  gravity  gradient  tensor  to  an  accuracy  such  that  the 
individual  RGG  contributes  no  more  than  one  (1)  Eotvos  Unit  (EU)  of 
noise  when  measured  with  an  equivalent  10- second  integration  time, 
Three  RGG  sensors  are  required  to  measure  all  the  components  of  theT 
tensor.  The  sensitive  axes  of  these  three  RGG  sensors  must  be  pre- 
cisely aligned  with  respect  to  each  other  and  with  respect  to  the  earth's 
gravity  field,  and  isolated  from  angular  and  translational  disturbances. 
Thus,  a requirement  exists  for  a Vibration  Isolation  Alignment  and 
Leveling  System  (VIALS). 

When  the  RGG  triad  is  mounted  on  a VIALS,  at  least  two  of  the 
RGGs  must  be  oriented  with  their  sensitive  axes  tilted  in  the  g-field. 
Hence,  the  requirement  that  a gradiometer  be  capable  of  operating  in 
any  orientation.  For  this  reason,  this  Report  will  separate  perform- 
ance results  for  the  RGG  fixed  in  the  two  extreme  positions:  spin  axis 
vertical  (SAV)  and  spin  axis  horizontal  (SAH). 


PRECEDING  PAGE  BLANK-HOT  FIIMED 


It  is  important  to  recognize  that  all  Hughes  RGG  performance 
data  are  stated  in  terms  of  10-sec  data  sampling  intervals  and  a 
total  integration  time  equal  to  10.  1 sec.  Also,  all  Hughes  RGG  gravity 
gradient  test  results  are  recorded  in  terms  of  the  EU  magnitude  at 
the  tensor  element. 

The  10-sec  integration  time  is  relatively  short  compared  to 
requirements  for  other  gradiometer  missions  such  as  those  involving 
surface  vehicles.  The  reader  is  cautioned  as  to  the  difficulties  of 
interpretation  if  10- sec  data  is  to  be  compared  with  data  taken  for  a 
different  integration  time.  However,  random  noise  figures  are  easily 
compared  using  a square-root  time  ratio.  Thus,  the  equivalent  of 
one  £U  of  thermal  noise  at  10  sec  is  0.4  EU  at  1 min,  or  to  0.2  EU 
at  4 min,  etc,  Ten  seconds  is  one  of  the  stringent  requirements  that 
is  made  necessary  by  the  operating  parameters  of  the  airborne  mis- 
sion. As  stated  in  earlier  Hughes  reports,  the  airborne  environment 
is  still  considered  to  be  the  most  difficult.  It  is  encouraging  to  note 
that  the  results  of  this  contract  continue  to  indicate  that  the  airborne 
mission  is  feasible,  practical,  and  achievable. 

B.  RGG  SENSOR  DEVELOPMENT  OVERVIEW 

Two  RGG  sensors  were  involved  in  the  conduct  of  this  18-month 
effort.  The  first  Hughes  gradiometer,  designed  and  built  under  the 
prior  AFGL/DMA/DARPA  contracts,  is  referred  to  as  "RGG-l," 
Rotating  Gravity  Gradiometer  serial  No.  1.  The  second  sensor, 
designed  and  built  during  the  course  of  this  contract,  is  designated 
"RGG-2."  A third  sensor  will  be  referred  to  as  "RGG- IS.  " This 
gradiometer  is  really  nothing  more  than  the  RGG-l  modified  such  that 
the  stator  and  rotors  contain  the  pivot-arm  (sensing)  structure  which 
was  built  as  a spare  component  under  the  prior  contract.  Thus,  during 
the  course  of  this  contract  RGC--1  has  evolved  into  RGG- IS,  and  only 
two  Hughes  gradiometer s currently  exist:  RGG- IS  and  RGG-2. 
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At  the  start  of  this  contract  RGG-1  was  not  operational  due  to 
lubrication  problems  with  the  original  hydrodynamic  oil-lubricated 
journal  bearings  (Mod  A spin  bearings).  Procurement  of  a set  of 
modified  bearings  was  initiated  under  Contract  F19628-75- C-0201: 
under  this  contract  the  new  bearings  ("Mod  B")  were  installed  and 
tested  in  RGG-1.  The  test  results  were  very  encouraging  in  terms  of 
both  the  spin  bearing  performance  and  the  operation  of  the  RGG  sensor. 
Thus,  September  1975  was  the  milestone  date  when  the  basic  RGG-1 
sensor,  in  the  ungroomed  state,  was  first  demonstrated  in  the  vertical 
and  horizontal  spin  axis  orientations  (SAV  and  SAH).  The  specific 
performance  results  are  shown  in  Table  1-1. 

The  terminology  "grooming,"  used  throughout  this  report,  is 
meant  to  describe  those  adjustments  and  modifications  made  to  the 
operational  RGG  sensor  which  improve  on  the  as -manufactured  condi- 
tion of  the  sensor.  The  purpose  of  grooming  is  to  minimize  Lhe 
RGGs  responsiveness  to  environmental  disturbances. 

Typically,  grooming  is  an  iterative  operation  which  starts  with 
measuring  the  RGG  output  phase  and  magnitude  while  the  RGG  is  being 
subjected  to  translational  or  rotational  vibrations.  The  RGG  outputs 
can  be  converted  to  estimates  of  specific  error  coefficients,  which  can 
then  be  stated  in  adjustment  nomenclature  (e.g.  , turns  of  a balance 
screw).  The  RGG  is  partially  disassembled  so  that  the  trimming 
operations  can  be  made.  After  reassembly,  the  process  is  repeated. 
Error  coefficients  are  masured  both  for  the  rotating  and  nonrotating 
conditions  and  for  many  SAV  and  SAH  orientations.  This  process  is 
described  in  a contract  report  entitled  "RGG  R&D  Design  Evaluation 
Report,"  dated  March  1976,  and  in  Appendix  C of  this  report. 

Significant  progress  has  been  made  during  the  past  18  months 
in  the  art  of  grooming  the  RGG.  At  the  outset,  studies  of  the  vibration 
test  equipment,  known  as  the  "laboratory  VIALS,"  were  required  prior 
to  making  needed  equipment  modifications  to  eliminate  unwanted  struc- 
tural resonances  and  motion  cross-couplings.  This  was  accomplished 
successfully.  A significant  grooming  achievement  concerned  the  use 
of  the  nonrotating  vibration  tests.  First,  a test  technique  was 
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Table  1-1.  Hughes  RGG  Performance  History 


Magnitude(EU) 

SAV 

SAH 

Output 

cr 

Output 

cr 

RGG-  1 

1975  Marcha 

12, 500 

300 

150,000 

400 

Junea 

8,000 

50 

120,000 

300 

Sept 

4,000 

10 

120,000 

100 

1976  Jan 

3,200 

5 

120,000 

25 

April 

- — 

2 

120,000 

25 

Aug 

— 

178,000 

— 

Nov 

— 

— 

30, 500 

— 

(5  hours) 

Drift 

ITT  I /a  n , r 

(5  hours) 

Hi  U / aay 

RGG-2 

1977  Jan 

46 

1.2 

1.5 

35,500 

15 

aPrior  AFGL  Contract 

T2137 
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developed  which  obviated  the  need  to  disassemble  the  RGG;  this  not 
only  accelerated  the  task  of  grooming  but  resulted  in  more  accurate 
test  results.  Second,  it  was  then  shown  that  the  estimates  made  in  the 
nonspinning  and  spinning  modes  could  be  correlated.  This  fact  further 
accelerated  the  grooming  process.  It  is  this  type  of  progress,  plus 
the  increased  understanding  and  familiarity  with  the  techniques  that 
has  made  the  grooming  process  relatively  straightforward. 

The  progress  made  with  the  spin  bearings  has  been  demonstrably 
successful.  The  Mod  B bearings  were  tested  soon  after  the  start  of 
this  contract  and  proved  effective  when  installed  on  RGG-1.  Several 
design  changes  were  made,  however,  before  the  ' Mod  C"  bearings 
were  fabricated  for  RGG-2.  The  changes  resulted  from  an  intensive 
review  of  the  Mod  B design  and  the  early  test  results  by  Hughes, 

Shaker , and  Incosym  personnel.  Two  pairs  of  Mod  C bearings  were 
fabricated,  thus,  a spare  set  is  readily  available  in  case  of  need  in 
either  RGG- IS  or  RGG-2.  To  date,  the  second  (spare)  set  has  not 
been  used.  This  fact  particularly  demonstrates  that  the  Mod  B bear- 
ings have  operated  in  RGG- IS  for  the  past  16  months  without 
failure,  and  operated  sufficiently  well  that  it  has  not  yet  been  necessary 
to  replace  them,  and  that  no  major  problems  have  been  encountered 
with  Mod  C bearings. 

The  early  success  with  the  Mod  B bearings  permitted  achievement 
of  the  second  major  RGG-1  milestone  in  early  January  1976:  the 
decision  to  authorize  unattended  24-hour,  7-day-per-week  operation  of 
RGG-1.  This  decision  is  a reflection  of  the  confidence  in  both  the 
RGG  safety  features  and  the  lubrication  retention  capability  of  the 
Mod  B bearings.  The  new  mode  of  operation  also  had  a very  practical 
and  beneficial  effect  in  accelerating  the  grooming  process.  Continu- 
ous operation  of  the  RGG  sensor  meant  that  test  continuity  could  be 
maintained  from  day  to  day  and  throughout  the  weekends.  As  a result, 
knowledge  of  the  RGG  performance  characteristics  was  gained  at  a 
very  rapid  rate  from  that  date  on. 

One  of  the  accomplishments  made  in  February  1976,  soon  after 
authorization  of  continuous  operation  of  RGG-1,  was  the  discovery  of 
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a previously  unidentified  magnetic  sensitivity.  Two  closed  loops  had 
been  unintentionally  designed  into  the  RGG-1  pivot-arm  structure.  One 
loop  is  formed  by  the  two  arm  plates  and  the  two  proof  masses.  The 
fact  that  the  loops  are  "closed"  means  that  they  have  a very  low  dc 
resistance  which  permitted  circulating  eddy  currents  to  be  created 
when  the  loops  were  rotated  in  the  earth's  magnetic  fi  eld . The  problem 
was  easily  fixed  by  providing  insulation  to  electrically  "open"  the  loops. 
The  first  open-loop  test,  in  August  1976,  proved  the  effectiveness  of 
this  simple  solution  (this  fix  was  also  incorporated  in  RGG-2).  The 
August  test  results  were  ironic  in  that  they  proved  that  the  magnetic 
effect  had  been  canceling  the  RGG-1  output,  rather  than  adding  to  it. 

This  fact  is  shown  in  Table  1 - 1 by  observing  that  the  SAH  output 
increased  from  120,000  EU  to  178,000  EU  after  incorporation  of  the 
fix. 

Also  in  February  1976,  the  RGG-1  g-squared  sensitivity,  i.e.,  the 
large  output  magnitude  (120,000  EU)  in  the  SAH  orientation,  was  recog- 
nized to  be  a significant  problem.  It  was  originally  intended  that  the 
anisoelastic  properties  of  the  arm  plates  would  be  trimmed  by  altering 
the  dimensions  of  the  slots  in  the  arm  plates.  However,  before  any  such 
attempts  were  made,  a test  was  made  of  sample  arm  plate  deflections 
under  static  loads.  This  test  soon  revealed  the  difficulty  and  undesir- 
ability of  the  slot  trimming  method.  It  was  then  decided  that  the  arm 
plates  of  RGG-2  should  be  made  without  slots,  and  that  the  anisoelastic 
properties  could  be  adjusted  with  devices  attached  to  the  arm  plates. 
These  devices  are  called  "ACAs,"  anisoelastic  coefficent  adjusters. 
Although  it  was  impossible  to  convert  the  slotted  RGG-1  arm  plates  to 
the  unslotted  condition,  a test  of  the  ACA  concept  was  made.  The  test 
result  is  reported  in  Table  1-1  where  it  is  shown  that  the  RGG-1S 
output  was  reduced  from  178,000  EU  to  30,500  EU.  The  ACAs  used  for 
this  demonstration  were  incorrectly  sized;  had  they  been  correctly 
sized,  the  SAH  output  would  have  been  reduced  to  less  than  10,000  EU. 
Then,  b^  trimming  the  ACAs,  the  SAH  output  could  have  been  further 
reduced,  Unfor tunately  time  did  not  remain  to  either  resize  or  trim; 
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in  fact,  all  RGG-1  testing  was  terminated  in  November  1976  in  favor 
of  assembling  the  new  RGG-2  sensor.  Nevertheless,  the  effectiveness 
of  the  ACA  concept  was  demonstrated  successfully  in  the  November 
1 976  test. 

As  stated  above  and  described  in  Section  2,  RGG-2  was  built  with 

2 

unslotted  arm  plates.  During  assembly,  very  small  (less  than  200  EU/g 
ACAs  were  installed  on  the  RGG-2  arm  plates.  The  intent  was  to  have 
the  small  ACAs  for  balance,  yet  be  able  to  observe  the  RGG-2  g- 
squared  sensitivity  properties  essentially  in  the  nonadjusted  condition. 

As  seen  in  Table  1-1,  the  RGG-2  as -manufactured  SAH  output  magni- 
tude is  almost  as  low  as  the  RGG-1S  output  magnitude  (with  the 
"first'cut"  ACAs  installed).  Thus,  we  can  say  that  the  g-squared  sen- 
sitivity of  the  nonadjusted  RGG-2  is  improved  over  RGG-1S  by  a 
factor  of  approximately  five  (178,000  versus  35,500).  Time  did  not 
remain  on  this  contract  to  demonstrate  the  effectiveness  of  the  ACAs 
on  RGG-2,  thereby  proving  that  the  SAH  output  can  be  reduced  to  the 
goal  values. 

In  February  1976,  the  RGG-1  SAH  performance  was  recognized  to 
be  a serious  g-squared  sensitivity  problem.  From  that  date  on, 
prioiity  was  given  to  studies  and  experiments  to  develop  a better  under- 
standing of  the  basic  error  mechanism.  These  activities  led  to  the 
development  of  the  compliant  transducer  amount  (discussed  in  Section  2), 
the  ACA  concept,  and  replacement  of  the  RGG-1  pivot-arm  sensing 
assembly  with  an  identical  pivot-arm  assembly  (originally  manufac- 
tured as  a spare  component).  Although  these  and  other  activities 
were  helpful  in  exonerating  many  components  such  as  the  spin  bearings, 
transducers  and  mounts,  electronics,  spin  speed,  and  a possibly- 
damaged  pivot-arm  assembly,  etc.  , the  exact  source  mechanism  for 
the  sensitivity  problem  remains  to  be  identified.  Despite  this  fact, 
the  eftectiveness  of  the  ACA  demonstration  in  November  1 D 7 1>  and  the 
improved  SAH  performance  demonstrated  by  the  nonadiusted  RGG-2, 
provide  a high  degree  of  confidence  that  ACA -ad lusted  RGG-2  SAH 
performance  will  match  the  excellent  January  1977  SAY  performance 
results  (see  Iable  1-1). 
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The  RGG-2  performance  data  in  Table  1-1  is  very  limited  because 
only  one  month  remained  for  testing  after  the  sensor  was  fabricated: 
all  laboratory  test  work  on  this  contract  had  to  be  completed  by 
1 February  1977.  The  detailed  test  results  are  reported  in  Section  9 
of  this  report.  They  are  highly  encouraging.  As  pointed  out  through- 
out this  report,  development  tasks  remain.  However,  the  accomplish- 
ments under  this  contract  have  been  significant.  The  January  1977 
demonstrations  prove  that  RGG-2  instrument  is  superior  to  its  RGG-1 
predecessor,  and  that  the  performance  goals  are  within  reach. 
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SECTION  2 


RGG-2  DESIGN  FEATURES 

A.  MECHANICAL  CONFIGURATION 

The  mechanical  configuration  of  the  RGG-2  is  described  in  the 
following  pages,  along  with  the  design  rationale  that  led  to  the  choice 
of  that  configuration.  The  RGG-2  was  based  strongly  on  the  design  of 
the  RGG-1,  with  changes  made  only  as  deemed  necessary  to  provide 
needed  improvements.  It  should  not  be  necessary  to  refer  to  previous 
RGG-1  documents  in  order  to  understand  the  description  of  RGG-2. 

1.  Sensing  Structure 

The  heart  of  an  RGG  is  the  sensing  structure.  The  masses, 
arms,  pivots,  and  flanges  of  the  sensing  structure  are  seen  in 
Figure  2-1.  The  flanges  are  tied  together  by  the  inner  rotor  shells 
shown  in  Figure  2-2.  Figure  2-3  shows  a complete  sensing  structure 
with  all  accessories  added. 

a,  Pivot-Arms 

The  basic  part  of  the  sensing  structure  is  the  pivot-arm, 
seen  in  Figure  2-4  m two  early  stages  of  manufacture.  The  pivot  arm 
consists  of  four  arms,  six  pivots,  two  end  flanges  and  one  center 
flange,  all  machined  in  one  piece  from  a specially-forged  billet  of 
alluminum  alloy  6061-T6.  Following  rough  machining  to  within 
0.  06  inch  of  final  sine,  a heat  stabilization  was  applied.  This  con- 
sisted of  overaging  at  425  F for  8 hours,  Uien  cycling  10  times  fxom 
t212  F to  -100  F,  The  pivot  arm,  as  shown  in  Figure  2-4,  was 
treated  for  stress  relief  at  37  3 F for  4 hours  just  before  final 
machining. 

The  final  sizing  of  the  pivots  was  done  by  electrical  discharge 
machining.  During  this  machining  process  specially  titted  spacers 
were  attached  between  the  arms  to  support  the  weight  as  the  pivots 
became  increasingly  small  and  compliant.  Following  inspection,  the 
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end  masses  were  attached,  thus  adding  rigidity;  the  assembly  seen  in 
Figure  2-1  was  stored  and  transported  in  the  special  box  shown  in 
Figure  2-5, 

Non-magnetic  cutting  tools  were  used  for  all  finish  cuts.  Ail 
tolerances  were  held  on  this  complex  part,  the  largest  tolerance 
being  ±0.  002  inch. 

Rather  than  the  single-bar  type  arm  depicted  in  functional  dia- 
grams, each  sensing  arm  is  actually  a pair  of  plates  joined  by  pivots 
and  bolted  end  masses  to  form  a rigid  box  structure.  The  plates  are 
interleaved  to  bring  the  centers  of  mass  nearer  to  a common  plane  and 
to  provide  better  support  by  the  torsion  pivots. 

Two  of  the  pivots  are  between  the  plates  of  the  different  arms. 
Two  pivots  support  each  arm  by  attachment  through  the  flanges  to  the 
rotor  structure.  This  arrangement  supports  each  arm  rigidly  about 
all  axes  except  for  rotation  about  the  common  pivot  axis.  Having  the 
flanges,  pivots,  and  arm  plates  made  from  one  piece  avoids  a difficult 
assembly  process  and  promotes  dimensional  stability,  as  compared  to 
an  assembly  built  up  from  many  parts. 

b.  End  Masses 

A high-density  tungsten  alloy,  Mallory  1000,  is  used  to 
fabricate  the  end  masses.  Each  of  the  four  masses  weighs  1 pound. 

The  end  masses  of  RGG-2  are  one-piece  compared  to  the  two  pieces 
used  in  RGG-1.  The  two-piece  end  masses  were  necessary  for  assem- 
bly of  RGG-1,  as  can  be  seen  by  comparing  Figures  2-1  and  2-6.  The 
one-piece  end  mass  provides  improved  dimensional  stability  and  per- 
mits a symmetrical,  dynamically-balanced  arrangement  of  coarse- 
balance  screws. 

The  balance  screws  for  the  sensing  arms  are  located  in  the  end 
masses.  There  are  four  fine-balance  screws  and  eight  coarse-balance 
screws  in  each  end  mass.  The  balance  screws  are  made  of  Mallory 
1000  and  have  rolled  threads  to  avoid  a fit  problem  experienced  on 
RGG-1. 
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The  RGG-1  utilized  Vibra-tite  as  a thread  lock  for  the  balance 
screws.  This  material  became  hard  on  long-term  exposure  to  vacuum, 
making  it  difficult  to  adjust  the  screws.  The  balance  screws  of  RGG-2 
are  locked  into  the  end  masses  with  nylon  rods  inserted  through  cross 
holes  in  the  screws  at  mid-length.  Screwing  the  balance  screw  into 
the  tapped  hole  in  the  end  mass  causes  the  nylon  rod  to  shear  off  flush 
with  the  thread  at  both  ends;  thus  it  provides  a tight-fitting  lock  with 
constant  torque.  The  debris  from  the  shearing  is  readily  cleaned 
away. 

A beryllium  copper  bolt  0.  3125  in.  in  diameter  holds  each  end 
mass,  Aluminum  bushings  are  pressed  into  each  end  of  each  end  mass 
to  control  the  temperature  coefficient  of  the  assembly  such  that  the 
1700  pound  preload  on  each  bolt  stays  constant. 

c,  Eddy  Current  Loops  Opened 

The  box  structure  formed  by  each  sensing  arm  will  develop 
eddy  currents  when  rotated  in  a magnetic  field  unless  the  conductive 
loop  is  broken.  Paralene  C insulation  0,0005-inch-thick  is  therefore 
applied  to  the  shanks  of  the  beryllium-copper  bolts,  and  0.  005-inch- 
thick  mica  washers  are  used  on  both  sides  of  each  arm  plate  where 
the  bolt  goes  through,  This  results  in  complete  electrical  isolation  of 
the  bolts  and  the  end  masses  and  significantly  reduces  the  sensitivity 
of  RGG-2  to  magnetic  fields.  This  improvement  was  retrofitted  to 
RGG-1S  as  well  as  being  used  on  RGG-2  as  originally  assembled. 

d.  Arm  Compliance  Minimized 

The  R&D  Design  Eva'uation  Report  reports  on  testing 
intended  to  result  in  an  isoelastic  arm  structure.  This  was  to  be 
accomplished  by  special  slots  in  the  arm  plates.  It  was  later  decided 
to  eliminate  all  slots  in  the  arm  plates  for  the  following  reasons: 

• The  anisoetastic  coefficient  adjuster  (ACA)  was 
developed,  permitting  adjustment  of  the  effective  arm 
compliances  to  be  done  much  more  readily  than 
lengthening  of  the  slots  in  the  arm  plates, 

• The  suffer  arm  structure  requires  less  compensation. 
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• The  expected  lower  radial  compliance  would  tend  to 
compensate  for  other  sources  of  g-squared- 
sensitive  torques  that  have  the  same  polarity  as 
high  radial  compliance. 

Figure  2-7  shows  test  results  obtained  with  four  configurations 
of  arm  plate.  For  the  RGG-2  candidate  configuration  it  can  be  seen 
that  the  arm  plate  passes  through  the  isoelastic  condition  (compliance 
difference  equals  zero)  with  the  slot  edge  distance  somewhere  between 
0.  68  and  0.  87  inch.  It  would  be  expected  that  both  the  radial  and  bend- 
ing compliances  woula  be  lower  for  the  RGG-2  final  configuration. 
Improved  measurement  techniques  will  apparently  be  required  to  obtain 
better  accuracy  of  prediction  of  the  anisoelastic  torques. 

Simplified  calculations  of  the  expected  compliances  gave  values 
much  lower  than  those  measured.  Two  reasons  for  this  are: 

• The  press  fit  between  the  test  arm  plates  and  the 
arbor  is  a factor  in  the  measurements. 

• Simplified  beam  theory  is  not  adequate  for  analysis 
of  the  arm  plates.  Local  deflections  near  the  points 
of  load  application  are  a significant  part  of  the  total 
compliance. 

Additional  effort  towards  the  understanding  and  control  of  anis  - 
elastic  torques  is  desirable.  However,  the  ACA  concept  effectiveness 
has  been  successfully  demonstrated  and  is  discussed  later  in  this 
Section. 

e.  Pivot  Resizing 

Loads  on  the  transducers  due  to  lateral  deflections  of  the 
pivots  should  be  as  small  as  possible  to  avoid  anisoelastic  effects. 

This  is  discussed  in  the  R&D  Design  Evaluation  Report  starting  on 
page  75.  The  design  improvements  listed  there  were  incorporated. 

One  of  these  was  to  incorporate  end  effects  into  the  pivot  design  calcu- 
lations. The  end  effects  given  in  texts  were  not  well  suited  to  the  RGG 
pivot  configuration,  so  tests  were  conducted  for  pivot  sizes  in  the 
range  expected  for  the  RGG-2  and  an  expression  for  the  end  effects 
was  fitted  to  the  data.  The  test  set-up  is  .ketched  in  Figure  2-8  and 
the  results  are  tabulated  in  Table  2-1  for  the  following  expression: 
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Figure  2-8.  Set-up  for  lateral  deflection  testing  of  pivots. 
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is  the  lateral  spring  constant  (K^)  for  pivots  of  the  approximate  sizes 
used  in  the  RGG. 

Estimates  of  the  mass  distribution  of  a sensing  arm  indicated 
that  the  3.  76  pound  weight  of  an  arm  would  be  distributed  1.  29  pounds 
on  the  outboard  pivot  and  2.47  pounds  on  the  inboard  pivot.  The  out- 
board pivots  attach  to  the  inner  rotors  and  the  inboard  pivots  attach 
to  the  center  flange.  See  Figure  2-1.  1 his  factor  determined  the 

relative  sizes  of  the  inboard  and  outboard  pivots. 


Table  2-1.  Pivot  End  Effects  Data  Versus  Calculation 


Pivot  Size 

Spring  Constant 

Error  in 
Calculation 

Dia 

in. 

Length 

in. 

Measured 
lb /in. 

Calculated 
lb/  in. 

0.  1000 

0.  1275 

70,  OUO 

o'»,  896 

-0.  15 

0.  1250 

0.  127  5 

1 18,  000 

1 18,  548 

-0.  29 

0.  1 26  5 

0.  1640 

bo, 044 

00, 714 

-0.  24 

J * 7 -> 

0.  1 2f)0 

27'),  loo 

2oo, 680 

- 3.  7o 

Another  goal  of  the  pivot  resizing  was  to  increase  the  sum  mode 
frequency  to  remove  it  further  from  the  one-omega  rotation  frequency 
while  retaining  the  two-omega  frequency  near  35  Hz. 

Thus,  there  were  three  requirements: 


K + 4K2  + K3  + 2Kt  = w2  I 


2.  Kj  + K3  = w“I 

3.  K1L  = 0.5238K3L 


where 
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GJ 


L 1 + 0.  289 
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Ly  , 


= torsional  stiffness 
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= torsior.al  stiffness  of  outboard  pivot 
= torsional  stiffness  of  differential  pivot 
= torsional  stiffness  of  inboard  pivot 

- torsional  stiffness  of  tranrducer s 
= 92.  6 in  Ib/raa 

= difference  mode  frequency 
= „ ~ 35  rad/sec  desired 

= sum  mode  frequency 
= ? tt  22.  5 rad/sec  desired 

= Moment  of  inertia  of  sensing  arm 

- 15.  509  lb-in^ 

= lateral  stiffness  of  outboard  p^vot 
= lateral  stiffness  of  inboard  pivot 


1 2933 

0.  5238  = x ’ a / nn  = ratio  of  lateral  loads  on  inboard  and 
2.  4690  . , . , 

outboard  pivots 
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Table  2-2.  Pivot  Sizes  for  RGG-2 


Outboard 

Differential 

Inboard 

L._  

Length,  inches 

0.  167 

0.  125 

0.  125 

Dia-  eter,  inches 

0.  1069 

1 

0. 1000 

0..  1225 

T2139 


Table  2-3.  Natural  Frequencies 


Diff(2u>),  Hz 

Spin(lw).  Hz 

Sum,  Hz 

T ransver se 
Hz 

RGC  - 1 

35.  5 

17.  75 

19 

708 

RGG-2  calculated 

35.  1 

17.  55 

/.z.  ' 

674 

RGG-2  measured 

34. 667 

17. 334 

22.  045 

— 

T2140 


The  RGG-2  measurements  were  made  on  8 December  1976  with 
the  stator  temperature  control  set  at  1 10  F. 

The  vertical  deflection  of  RGG-2  sensing  arms  with  the  spin  axis 
horizontal  is  calculated  to  be  21.  5 microinches.  The  I;,'fer ential 
pivots  in  this  orientation  should  have  deflections  'ess  than  one  micro- 
inch. It  is  believed  that  the  pivot  resizing  contributed  substantially  to 
2 

the  reduced  g -sensitivity  of  RGG-2  (discussed  m a subsequent  part  of 
this  section). 

f.  Inner  Rotors  Control  Tension  and  Twist  in  Pivots 

The  initial  twist  in  the  pivots  is  thought  to  have  an  effect 
upon  the  axial  acceleration  sensitivity  of  the  RGG,  based  on  the  results 
of  tests  with  RGG-1.  Therefore,  RGG-2  incorporates  features  to  per- 
mit a controlled  twist  to  be  added,  and  to  permit  control  of  the  initial 
tension  in  the  pivots  and  the  alignment  of  their  axes. 


The  inner  rotor  end  bells  seen  in  Figure  2-2  have  diameters 
with  precision  fits  to  mating  diameters  on  the  end  flanges  and  the  center 
flange  of  the  pivot  arm.  The  end  bells  thus  support  the  outboard  pivots 
with  respect  to  the  center  flange.  The  concentricities  of  the  end  bells 
and  the  pivot-arm  are  held  to  0.  0002 -inch  total  runout  so  that  the 
alignment  of  the  pivot  axes  is  rigidly  maintained.  While  holding  this 
axis  alignment,  however,  the  end  bells  can  be  rotated  through  small 
angles  about  the  pivot  axis  with  respect  to  the  center  flange.  It  is 
intended  that  at  some  future  time  the  pivots  will  be  twisted  by  rotating 
the  end  bells  one  milliradian  in  each  direction  from  their  initial  setting, 
and  the  effects  on  the  axial  vibration  sensitivity  will  be  noted. 

The  inner  rotor  end  bells  were  designed  with  flat  tops  to  provide 
axial  compliance.  The  outboard  support  pivots  were  placed  in  the 
plane  of  this  flat  top  so  that  shear  loads  on  the  pivots  would  produce 
only  radial  loads,  and  not  moments,  in  the  end  bells.  This  can  be 
seen  in  Figure  2-9.  Note  that  the  outboard  pivots  attach  to  the  end 
bells  by  means  of  stepped  plates.  The  steps  in  these  plates  are 
matched  with  the  measured  compliances  of  the  end  bells  to  provide 
10  pounds  of  preload  in  the  outboard  pivots. 

Ten  pounds  was  chosen  as  the  initial  preload  because  it  will  sup- 
port the  two  3.76-pound  sensing  arms  at  one  gravity  and  all  pivots  will 
remain  in  tension.  Also,  10  pounds  causes  a stress  of  only  1273  psi 
in  the  smallest  pivot.  The  total  stretch  in  all  six  pivots  at  this  load  is 
less  than  100  microinches.  Assembly  of  the  end  masses  between  the 
arms  using  the  proper  spacing,  to  be  described  in  a later  section,  was 
expected  to  result  in  a fairly  uniform  10-pound  axial  tension  in  the 
pivots  when  the  pivot  axis  was  placed  in  the  horizcntal  orientation, 

2.  Rotor  Assembly 

The  sensing  structure  described  above  must  be  supported  for 
rotation,  the  output  signal  must  be  generated  and  transmitted,  and 
other  functions  must  be  mechanized  on  the  rotor  assembly.  A cross 
section  of  the  rotor  assembly  is  shown  in  Figure  2-9. 
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Figure  2-9.  Cross  section  of  RGG-2  rotor  assembly. 
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a,  Compliant  Transducer  Mounts 

A pair  of  piezoelectric  bender  transducers  are  connected 
between  the  two  sensing  arms  such  that  differential  rotation  between 
the  sensing  arms  causes  bending  of  the  transducers.  The  transducers 
are  isolated  from  most  other  forms  of  differential  motion  between  the 
sensing  arms  by  the  so-called  "compliant"  transducer  mounts  pictured 
in  Figure  2-10. 

The  central  bar  in  Figure  2-10  is  a stainless  steel  bar  that  sub- 
stitutes for  the  relatively  brittle  barium  titanate  ceramic  transducer 
while  the  transducer  mounts  are  aligned  and  bolted  down  to  the  sensing 
arms.  The  mica  insulators,  clamping  blocks,  screws  and  nuts  are 
also  pictured. 

The  arrangement  of  the  transducers  between  the  sensing  arms 
is  sketched  in  Figure  2-11.  Each  transducer  extends  through  the  pivot 
axis  by  virtue  of  the  rectangular  holes  placed  in  the  central  hubs  (seen 
in  Figure  2-1).  Each  transducer  mount  has  a counterweight  such  as 
seen  in  Figure  2-12. 


b.  Differential  Torque  Generator 

The  small  wedge-shaped  parts  seen  in  the  foreground  of 
Figure  2-10  act  as  mechanical  stops  for  the  end  masses.  They  attach 
to  the  inside  of  the  inner  rotor  and  are  set  to  permit  each  end  mass  to 
travel  0.  005  inch  (approximately  2 milliradians)  in  each  direction  from 
its  rest  position.  A pair  of  such  stops  brackets  each  end  mass.  The 
stops  avoid  arm  rotations  or  lateral  deflections  that  might  cause  the 
pivots  to  yield.  They  offer  great  protection  to  the  pivots  when  balance 
screws  are  being  adjusted.  They  also  protect  the  pivots  against  sudden 
rotor  stops  and  other  shocks. 

Fhe  mechanical  stops  also  serve  a second  very  important  func- 
tion. They  are  insulated  from  the  sensing  structure  and  form  Uie 
plates  tor  electrostatic  torquing  of  the  sensing  arm.  They  are  con- 
nected electrically  for  either  differential  or  sum  mode  torquing.  In  the 
luture  tney  could  also  be  used  as  differential  or  sum  mode  capacitive 
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Figure  2-10. 


Transducer  mounts,  stops  for  end  masses,  and  thermis 
to  mount. 


pickoffs.  Changing  modes  requires  only  the  changing  of  four  jumpers 
at  the  equatorial  terminals  seen  in  Figure  2-3.  The  stops  are  normally 
connected  for  use  as  a differential  torque  generator  (DTG),  a highly 
valuable  feature  of  the  RGG-2  that  is  discussed  elsewhere  in  this  report. 

c.  Anisoelastic  Coefficient  Adjustors 

2 

The  as -manufactured  g sensitivity  of  RGG-2  is  estimated 

2 

to  be  approximately  33,  000  EU/g  . This  compares  very  favorably 

2 

with  the  178,  000  EU/g  estimated  for  RGG-1  before  installation  of  the 

anisoelastic  coefficient  adjusters  (ACA's).  Thus,  the  basic  design  of 

RGG-2  achieved  a 5: 1 reduction  of  this  sensitivity  compared  with  the 

2 

prior  design.  The  178,  000  EU/g  sensitivity  was  subsequently  reduced 

2 

to  approximately  30,  000  EU/g  with  the  addition  of  the  ACA's.  It  is 

significant  to  note  that  only  one  attempt  was  made  to  size  the  ACA's 

in  RGG-1S;  time  did  not  permit  the  trimming  operations  which  would 

have  further  reduced  the  30,  000  EU/g  figure.  The  important  fact  is 

that  the  success  of  the  RGG-2  design,  coupled  with  the  demonstrated 

success  of  the  ACA  concept,  suggests  that  RGG-2  can  be  adjusted  to 

2 

demonstrate  a residual  g sensitivity  at  or  near  the  goal  value, 

2 

The  g sensitivity  adjustment  will  require  modification  of  the 
anisoelastic  coefficient  adjusters  seen  at  the  right  and  the  left  in 
Figure  2-12.  Machining  of  the  arm  plates  is  not  required.  Instead, 
the  adjusters  are  removed  and  reworked  or  replaced.  The  mass  can 
be  trimmed  or  the  compliance  of  the  flexures  altered.  After  adjust- 
ment, the  adjusters  are  bolted  back  in  place  on  the  arm  plates. 
Rebalancing  of  the  sensing  arms  is  then  required. 

The  location  of  the  adjusters  on  the  sensing  arms  just  inside  the 
end  masses  is  shown  in  Figure  2-13.  There  are  four  ACA's  in  an  RGG, 
two  on  each  sensing  arm.  The  configuration  presently  installed  in 
RGG-2  is  depicted,  with  the  flex  such  that  the  maximum  compliance  is 
radial.  The  base,  the  dual  flex  and  the  carrier  for  the  mass  are 
machined  from  one  piece  of  aluminum.  The  majority  of  the  mass 
comes  from  a cylinder  of  Mallory  1000  press-fitted  and  bonded  into 
the  carrif’. 
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Fine  tuning  of  the  adjusters  is  accomplished  by  measuring  the 
mass  and  the  compliance  of  the  flex  on  each  adjuster,  then  removing  a 
controlled  amount  of  mass  to  achieve  the  desired  torque  per  acceleration- 
squared.  The  mass  is  removed  by  drilling  a hole  through  the  axis  of 
the  Mallory  1000  cylinder. 

Table  2-4  shows  some  parameters  of  the  adjusters.  The  existing 

2 

ACA's  in  the  RGG-2  are  contributing  slightly  to  the  g -sensitivity 

instead  of  counteracting  it.  The  ACA's  to  be  installed  later  will  have 

flexure  axes  oriented  perpendicularly  to  the  present  ACA 's,  thereby 

giving  the  effect  of  softening  the  arm  plates  in  bending.  The  flexes 

will  be  electrical  discharge  machined  to  a thickness  of  0,0071  inch. 

The  mass  will  initially  be  10  grams  to  permit  margin  for  tuning.  The 

initial  average  mas  of  the  RGG-1S  adjusters  was  16.  57  grams.  This 

was  trimmed  to  14.  93  grams  average  after  the  compliances  of  the 

flexes  were  measured.  Each  adjuster  was  expected  to  generate 
2 

3.  389  dyne  crn/g  . 

The  anisoelastic  coefficient  can  be  calculated  using  the  following 
expression. 

K = N-I 2 * *t~(K  -K,  )g2/((I  -I  ) x 10'9) 

4 r b'b  yy  xx'  ' 

where 

2 

K = desired  adjustment  of  anisoelastic  coefficient  EU/g" 

N - Number  of  adjusters  - 4 

m - mass  ot  each  adjuster,  grams 

K - radial  compliance  of  flex,  cm/dyne 

- bending  compliance  of  Ilex,  cm/ dyne 
> 

g - 980,  7 cm/sec“ 

I -I  - 37,  d94  gm-c  m" 

yy  xx 

) 

K 32,400  ELT/g“  (bcsed  on  initial  test  data) 
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It  is  expected  that  at  least  two  ACA  trimming  iterations  will  be 
required  to  reduce  the  residual  g2-?ensitivity  of  RGG-2  to  a value  that 
is  compatible  with  the  present  state  of  the  RGG  development. 


Table  2-4,  Parameters  of  Anisoelastic 
Coefficient  Adjusters 


U se 

Mass 

grams 

Flex 

Thickness 

inch 

Resonant 

Frequency 

Hz 

Radial5' 

Displacement 

inch 

Anisoelastic5'"- 

Coefficient 

EU/g2 

RGG-  lSf 

14.  93 

0.  0165 

Is  1 

0.  00018- 

- 165,000 

RGG-2  present 

10.  0 

0.  0400 

5289 

0. 000019 

191 

Example  only 

5.  0 

0.  0135 

1462 

0.  00024 

2,  500 

Example  only 

10.  0 

0.  0135 

1034 

0.  00048 

10,  000 

RGG-2  first 
adjust 

9.  0 

0.  007  1 

4)5 

0.  0030 

- 33,  000 

Maximum  for 
RGG-2  size 
adjuster 

10.  0 

0.  0046 

207 

0.  012 

1 25,  000 

’•‘The  radial  displacement  listed  occurs  where  an  adjuster  is  used  with  its 
maximum  c impliance  directed  radially.  For  the  RGG- IS  and  the 
RGG-2  adjustments  the  maximum  compliances  are  perpendicular  to 
the  centrifugal  force  and  the  radial  displacements  v .11  be  less  than 
1%  of  those  listed. 

’■•>!The  coefficient  is  based  on  the  use  of  tour  adjusters. 

*The  RGG- IS  adjuster  design  uses  a larger  mass  and  a longer,  more 
narrow  flex  than  RGG-2  in  order  to  obtain  the  large  adjustment 
needed. 
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d.  Improved  Heat  Dissipation  for  Rotating  Electronics 


The  rotating  electronics  circuit  boards  for  RGG-2  were  made 
in  a flat  configuration  for  ease  of  fabrication.  They  incorporate  a 
copper  cladding  that  collects  the  heat  dissipated  by  the  components  and 
conducts  it  to  the  four  mounting  spacers.  The  cladding  faces  the  inner 
rotor  assembly  so  that  the  sensing  structure  is  isolated  from  the  hot 
spots  caused  by  the  components. 

The  beryllium  copper  mounting  spacers  for  the  electronic  boards 
collect  the  heat  from  the  cladding  and  carry  it  to  the  outer  rotor.  The 
only  contacts  between  the  electronic  boards  and  the  inner  rotor  assem- 
bly are  small,  flexible  loops  of  wire  that  connect  from  the  electronics 
to  standoffs  on  the  inner  rotors.  These  may  be  seen  in  Figure  2-3. 

The  majority  of  the  heat  dissipated  by  the  electronics  (about 
0.  5 watt  in  the  top  board  and  0.4  watt  in  the  bottom  board)  is  thus  con- 
ducted directly  through  the  ends  of  the  outer  rotor  to  the  bearings.  The 
bearings  are  the  only  significant  heat  energy  conductors  between  the 
rotor  and  stator.  This  is  in  contrast  to  the  RGG-1  configuration  where 
the  heat  energy  of  the  electronics  must  be  conducted  through  the  inner 
rotors  to  the  center  flange,  then  back  through  the  separate  outer  rotor 
end  bells  and  finally  to  the  bearings. 

A thermal  simulation  of  the  RGG-1  showed  that  the  average  tem- 
perature difference  across  each  pivot  for  the  electronics  mounted  to 
the  inner  rotor  is  0.  185  F.  This  value  is  reduced  to  0.  0044  F tem- 
perature difference  in  RGG-2  because  the  electronics  are  mounted  to 
the  outer  rotor. 

e.  Windage  Shield 

The  outer  rotor  of  RGG-2  shields  the  sensing  arms  from 
air  currents  caused  by  shearing  of  the  residual  gases  in  the  gap 
between  the  rotor  and  the  stator.  Appendix  A describes  the  estimation 
of  the  windage  torque  and  heat  transfer  at  various  low  pressures.  At 
10  microns  of  mercury  pressure  (1  x 10^  Torr)  the  windage  torque  is 
stiU  13%  of  that  at  atmospheric  pressure. 


The  RGG-1S  is  sensitive  to  changes  in  the  internal  pressure 
because  of  openings  in  the  outer  wall  of  the  rotor.  The  openings  were 
eliminated  in  RGG-2  by  the  outer  rotor  design  seen  in  Figure  2-14. 

A change  of  pressure  in  the  RGG-2  from  9 microns  to  200  microns 
caused  a change  in  output  magnitude  of  only  2 EU. 

This  low  sensitivity  demonstrates  the  effectiveness  of  the  wind- 
age shield.  The  RGG-2  typically  operates  at  less  than  10  microns  of 
mercury. 

f.  Alignment  of  Torsion  and  Spin  Axes 

The  effective  axis  of  the  torsional  pivots  is  defined  by  the 
inner  rotor  assembly  seen  in  Figure  2-3.  The  spin  axis  is  determined 
by  the  bearing  pintles.  The  pintles  are  mounted  on  the  ends  of  the 
outer  rotor.  The  inner  rotor  assembly  can  be  positioned  within  the 
outer  rotor  to  obtain  precise  alignment  of  the  pivot  axis  with  the  spin 
axis. 

Figure  2-15  shows  the  inner  rotor  assembly  in  place  in  the  outer 
rotor.  It  is  held  in  alignment  by  special  pins  until  the  eight  screws 
that  secure  the  center  flange  to  the  outer  rotor  are  fastened.  Fig- 
ure 2 - 1 6 shows  the  inner  rotor  assembly  being  lowered  into  the  outer 
rotor. 

The  special  pins  seen  in  Figure  2-15  provide  an  estimated  initial 
alignment  of  the  spin  and  torsion  axes  to  within  200  microradians. 
Misalignment  of  these  axes  creates  a sensitivity  to  angular  velocities 
of  the  stator  at  spin  harmonic  frequencies.  It  is  desirable  to  reduce 
this  ''skew  axis  misalignment"  to  less  than  10  microradians.  This 
adjustment  will  require  test  data  and  a special  test  fixture  as  sketched 
in  Figure  2- 17. 

The  assembly  of  the  inner  rotor  in  the  outer  rotor  plus  the  motor 
drag  cups,  rotary  transformer  rotors,  capacitor  plate  tor  DTG,  bear- 
ing pintles  and  dynamic  balance  screws  completes  the  rotor  assembly. 
This  assembly  has  proven  to  have  the  accessibility  for  balance  adjust- 
ment and  the  durability,  rigidity  and  accuracy  envisioned  during  its 
design. 
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g.  Mass  Properties 

The  mass  of  each  rotor  part  was  measured  after  fabrication 
and  the  estimates  of  mass  properties  were  updated.  The  figures  m 
Table  2-5  are  accurate  within  one  percent.  Refer  to  Figure  2-18  for 
axes. 

Table  2-5.  Mass  Properties  of  the  RGG-2  Rotor 


Description 

Ma  ss 
grams 

Moment -of -Inertia 

gm-cm^ 

Sensing  Arms,  per  arm 

170! 

about  axis  X 

13,  129 

about  axis  Y 

51,  023 

about  axis  Z 

44,  694 

Rotor  Assembly,  including  arms 

8312 

about  axis  Z 

30  1,  356 

3.  RGG  Assembly 

The  remainder  of  the  RGG-2  design  has  few  basic  configuration 
changes  compared  to  RGG-1  but  there  are  many  refinements.  A cross 
section  of  the  RGG-2  is  given  in  Figure  2-19. 

a.  Mod  C Bearings 

The  rotor  of  the  RGG  is  suspended  within  the  stator  by  oil- 
lubricated  hydrodynamic  bearings.  The  torque  required  by  the  bearings 
must  be  extremely  constant  to  minimise  the  effect  of  variations  on  the 
RGG  output.  The  bearings  are  made  of  aluminum  with  a thick  layer  of 
hard  anodize.  The  hard  anodize  is  ground  to  a finish  better  than 
4 microinches  rms  on  the  bearing  operating  surfaces.  Bearing  opera- 
ting clearances  are  180  microinches  nominal  radially,  and  100  micro- 
inches at  each  end,  axially.  Neoprene  lip  seals  rubbing  against  the 
pintles  prevent  the  oil  from  escaping.  Figure  2-20  shows  the  assem- 
bled bearing  stators  and  the  pintles  that  attach  to  the  rotors. 
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The  Mod  B bearings  that  have  given  very  reliable  service  on  the 
RGG-1  have  some  drawbacks.  Their  means  for  recirculating  oil  is 
via  a felt  wick.  The  wick  is  a source  of  initial  particulate  contamina- 
tion of  the  oil  after  the  bearing  has  been  disassembled.  However,  in  a 
few  hours  of  operation  the  wick  appears  to  provide  a self-filtering 
action.  Each  Mod  B bearing  has  a vent  to  the  inside  of  the  RGG  to 
permit  operation  in  a vacuum.  The  oil  must  be  introduced  into  the 
wick  in  careful  stages,  allowing  the  air  in  the  oil  to  dissipate  through 
the  vent  (called  "degassing1'  of  the  oil).  If  the  vacuum  is  established 
too  rapidly,  or  the  increment  of  oil  added  is  too  large,  the  oil  foams 
and  is  carried  off  through  the  vent.  After  an  adequate  surplus  of  oil 
has  been  added  and  degassed  to  assure  a re- circulating  oil  supply,  it 
is  necessary  to  keep  the  vent  hole  above  the  mid-point  of  the  bearing. 
This  limits  the  attitudes  into  which  the  RGG-1  can  be  placed. 

The  Mod  C bearing  was  designed  to  operate  in  all  attitudes  by 
removing  the  wick  and  flooding  the  inside  of  the  bearing  with  oil.  In 
order  to  avoid  a one-atmosphere  pressure  differential  across  the  shaft 
seal,  and  to  provide  for  temperature  expansion  of  the  oil,  a soft  dia- 
phragm in  the  form  of  a tubular  rubber  bladder  was  placed  in  the  oil 
reservoir  to  form  the  interface  between  the  oil  and  the  residual  gases 
in  the  RGG.  Figure  2-21  shows  the  relationship  of  parts  in  the  Mod  C 
bearing  stators  and  Figure  2-22  shows  the  operation  of  the  bladder. 

The  inside  of  the  bladder  is  vented  to  the  inside  of  the  RGG. 

The  Mod  C bearing  is  filled  with  oil  like  a floated  gyro,  using  a 
procedure  to  be  described  in  a later  section.  The  two  valves  that  con- 
trol degassing  and  oil  flow  can  be  seen  at  the  top  in  Figure  ?,-20  and 
towards  the  right  in  Figure  2-21. 

Summarizing  the  benefits  of  the  Mod  C bearing  design,  it  retains 
these  features  of  the  Mod  B: 

• Successful  geometry,  clearances  and  grooving 

• Performance 

• Size  - the  bearings  are  interchangeable 
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bladd 


The  Mod  C bearing  has  these  improvements: 

• Wicks  eliminated 

• Bearing  flooded 

• Soft  diaphragm  between  oil  and  gas  provides: 

no  oil  loss  in  any  attitude 
large  reserve  for  oil  loss 

compensation  for  changes  in  oil  volume  with 
temperature 

pressurizes  oil  when  RGG  is  at  atmospheric 
pressure  without  an  oil-to-air  interface 

• Purge  time  reduced,  oil- degassed  separately. 

b.  Bearing  Grooving 

Hydrodynamic  pumping  in  the  Mod  A,  Mod  B,  and  Mod  C 
bearings  is  accomplished  by  shallow  grooving  the  pintle: 

• Helical  grooves  140  microinches  deep  on  the 
cylindrical  journal  surface 

• Spiral  grooves  237  microinches  deep  on  the  thrust 
surface 

These  grooves  were  made  by  sputter-etching.  The  vendor  did  not  hold 
the  drawing  tolerances  on  the  depth,  outline,  or  placement  of  the 
grooves.  In  addition,  the  sputter -etching  left  a thin  nickel  coating  on 
the  thrust  surfaces  which  had  to  be  removed  manually. 

Journal  grooves  with  tolerances  of  130  to  150  microinches  run 
from  100  to  250  microinches  deep.  Most  grooves  were  deeper  on  one 
side  than  the  other  due  to  the  shadowing  effect  of  the  pintle  flange  dur- 
ing the  sputter-etching.  Thrust  grooves  with  tolerances  of  225  to 
250  microinches  run  from  130  to  300  microinches  deep.  Thrust 
grooves  vary  in  width  by  ±33%.  Spare  pintles  purchase:!  for  RGG-1 
have  the  thrust  groove  pattern  0.  0015  inch  off  center  for  one  and 
0.  >03  inch  for  the  other  versus  a drawing  tolerance  of  0,  0005  inch. 


Shaker  Research  Corporation  was  responsible  for  the  Mod  A and 
Mod  B bearing  designs  and  for  the  fabrication  of  the  Mod  A,  Mod  B 
and  Mod  C bearings.  Shaker  calculated  that  the  bearings  would  still 
provide  bearing  stiffnesses  above  the  original  design  goals  and  that  the 
tolerances  on  the  grooving  could  be  relaxed  to  approximately  ±10%  and 
still  provide  stiffness  within  4%  of  optimum. 

It  was  concluded  that  the  four  Mod  C pintles  purchased  for  RGG-2 
were  superior  to  the  Mod  B pintles  that  were  providing  adequate  service 
in  RGG-1,  except  for  one  that  had  blockages  in  the  grooves.  It  was 
replaced.  The  bearings  and  pintles  have  proven  to  be  satisfactory. 

It  should  be  noted  that  roundness  on  the  pintles  and  bearings  is  typically 
5 microinches  versus  a specification  of  20  microinches.  It  was  further 
concluded  that  sputter -etching  is  not  the  best  way  to  form  the  grooves. 
Vapor  blasting  and  other  processes  are  capable  of  more  uniform  results 
and  should  be  utilized  in  any  further  procurement. 

c.  Drag  Cup  Motors 

Drag  cup  type  motors  provide  torque  that  is  relatively  con- 
stant and  free  of  ripple  compared  to  other  types  of  motors.  The  drag 
cup  motors  used  in  RGG-2  were  unchanged  from  those  used  in  RGG-1 
except  for  the  use’  of  black  anodize  on  the  drag  cups.  See  Figure  2-23. 
The  anodize  provides  a more  durable  surface  than  bare  aluminum  and 
avoids  galling  at  the  close  fits.  It  also  reduces  reflections  on  the 
speed  control  slotted  disc  with  less  concern  for  outgassing  compared 
to  the  black  paint  used  on  RGG-1,  The  motor  stator  parts  are  seen 
assembled  in  the  upper  stator  half  in  Figure  2- 24. 

d.  Rotary  Transformers 

The  rotary  transformers  seen  in  Figure  2-25  couple  the  RF 
power  into  the  rotor  and  the  FM  signal  out  of  the  rotor  without  the 
friction  drag  of  slip  rings.  The  transformer  coils  of  RGG-2  were 
bonded  with  an  epoxy  chosen  for  low-outgassing. 
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Figure  2-23.  RGG  drag  cups,  one  with  speed  control  slotted  disc. 


e.  Coupling  Capacitor 

The  ring  capacitor  seen  in  Figure  2-26  provides  a means  to 
transmit  to  the  rotor  the  pulses  used  to  turn  the  differential  torque 
generator  (DTG)  off  and  on.  One  plate  is  attached  to  the  lower  drag 
cup  on  the  rotor  and  the  other  to  the  lower  stator  half.  The  assembled 
clearance  is  0. 005  inch. 

f.  Stator  Assembly 

The  stator  provides  support  for  the  stationary  parts  of  the 
bearings,  motors,  rotary  transformers,  coupling  capacitor  and  speed 
control.  It  also  provides  a vacuum  chamber  so  that  windage  and 
thermal  conductivity  between  the  rotor  and  stator  are  reduced. 

I’he  stator  halves  tor  RGG-2  are  seen  in  Figure  2-27,  1 he 

heater  and  temperature  sensing  wires  have  been  wound  in  spiral 
grooves  on  the  periphery  and  were  later  potted  in  place  with  a heat- 
conducting  epoxy  lormulalion  vailed  Delta -Fond. 
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The  RGG-2  stators  are  anodized  to  reduce  galling  and  provide 
a more  durable  finish.  Military  standard  (MS)  fittings  with  o-ring 
seals  are  used  at  all  vacuum  connections  in  place  of  the  pipe  taps  that 
used  Teflon  ribbon  dope  for  sealing  used  in  RGG-1.  The  o-ring  seals 
provide  more  convenient  assembly  and  disrssembly  and  reduce  con- 
tamination. Also  seen  in  Figure  2-27  are  the  revised  end  caps  that 
have  the  outer  valves  required  for  filling  the  Mod  C bearings. 

The  stators  for  RGG-2  have  tighter  tolerances  on  the  perpendicu- 
larity of  the  bearings.  This  fact,  and  the  improved  alignment  of  the 
rotor,  have  resulted  in  RGG-2  having  less  bearing  friction  than  RGG-] 
(as  shown  by  longer  spin-down  times,  and  less  variation  in  motor 
control  voltage  as  the  stator  is  placed  in  different  attitudes  with  respect 
to  gravity).  The  pintle  bending  in  the  bearings  is  about  30  microinches 
and  will  couple  with  misalignment  of  the  bearing  stators  to  cause  dif- 
ferences in  torque  corresponding  to  differences  in  attitude.  For  the 
RGG-2,  these  differences  are  less  than  ±2.4%. 

g.  PE/LED  Repackaged 

The  photo-electric/light  emitting  diode  (LED)  assembly 
seen  in  Figure  2-28  works  in  combination  with  the  slotted  disc  seen  in 
Figure  2- 23  to  form  the  rotor  speed  sensor.  The  LED  is  mounted  on 
the  bracket  to  the  lower  right  in  Figure  2-28,  Its  light  is  routed 
through  prisms  and  lenses  into  the  vacuum  and  focused  on  the  slot 
edge.  The  light  is  then  collected  on  the  photo-electric  sensor  and 
preamplifier  at  the  top  right  in  Figure  2-28.  The  general  arrangement 
of  the  optical  path  is  seen  in  Figure  2-19. 

For  RGG-2,  the  PE/LED  assembly  was  redesigned  for  ease  of 
fabrication,  reduced  outgassing,  and  reduced  volume  to  accommodate 
a magnetic  shield  over  the  RGG.  The  proven  optical  design  and  cir- 
cuitry from  RGG-1  were  retained. 

h.  Final  Assembly  of  RGG-2 

The  completed  assembly  of  RGG-2  shown  in  Figure  2-2b  has 
the  external  wiring  and  connectors  added.  The  temperature  sensing 
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and  heater  wires  have  been  potted  and  thermostats  installed  at  each 
end  to  protect  against  over -heating.  The  thermostats  are  set  to  open 
the  heaters  at  130  f . The  flanges  that  hold  the  connectors  at  each  end 
have  been  strengthened  to  aid  in  handling  the  unit.  As  shown,  the 
RGG-2  weighs  38  pounds. 

The  mounting  flanges  and  electrical  connectors  of  RGG-2  are 
the  same  as  those  of  RGG-1  so  that  the  units  are  interchangeable. 

RGG-2  was  first  completed  and  ready  for  static  error  coefficient 
measurements  on  24  November  1976.  The  first  spinning  operations 
with  oil-filled  bearings  and  closed-loop  speed  control  were  performed 
on  23  December  1976. 

B.  ASSEMBLY  TECHNIQUES 
1.  General  Considerations 

Great  care  must  be  exercised  in  the  fabrication  of  an  instrument 
t’.iat  is  intended  to  resolve  differences  in  specific  force  of  5 x 10  b dynes 

5 

between  end  masses  that  weight  5 x 10  dynes,  each,  in  earth's  gravity 
(an  enormous  force  ratio  of  one  part  in  10*1),  The  precautions  taken 
in  the  fabrication,  assembly  o.nd  grooming  of  the  RGG-2  sensor 
included: 

• Every  drawing  was  checked  by  the  responsible 
engineer. 

• Vendors  were  selected  b-  proven  performance, 
typically  on  RGG-1  parts. 

• Spares  were  procured  on  all  critical  parts. 

• Special  procedures  were  implemented  to  obtain 
dimensional  stability. 

• Non-ma^netic  materials  and  tools  were  used. 

• Engineering  personnel  witnessed  inspection  of 
critical  parts. 

• All  parts  were  weigned. 
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• Preliminary  assembly  of  all  parts  was  performed 
to  assure  fit. 

• All  parts  were  cleaned  thoroughly. 

• The  sensor  was  assembled  in  filtered-air  bench,  using 
gloves. 

• Thorough  washdown  was  performed  before  the  sensor 
was  disassembled  for  grooming  in  the  filtered  air 
bench. 

2.  Cleanliness 

The  concern  for  cleanliness  has  the  following  objectives: 

• To  avoid  contamination  of  the  bearings  by  particles 
and  volatiles  so  that  torques  from  the  bearings  and 
oil  seals  will  be  constant 

• To  obtain  good  adhesion  for  bonding 

• To  minimize  volatiles  within  the  instrument  so  that  a 
good  vacuum  is  obtained  and  windage  torques  reduced 

• To  minimize  uncertainties  due  to  mass  transfer  on 
the  sensing  arms. 

Final  cleaning  and  assembly  was  accomplished  in  the  flow  bench 
seen  in  Figure  2-30.  The  bench  is  equipped  with  0.  5 micron  HEPA 
(high  efficiency  particle  absorbtion)  air  filters.  Parts  were  enclosed 
in  clean  plastic  bags  if  they  were  to  be  removed  from  the  flow  bench 
or  left  overnight  in  the  flow  bench.  The  flow  bench  is  cleared  and 
cleaned  after  each  operation. 

The  general  procedures  employed  during  final  assembly 
included: 

• All  parts  and  tools  ultrasonically  cleaned  in  E i^on 
PCA  except  pivot  arm  and  stator  halves.  These 
large  parts  were  wiped  with  MEK  and  rinsed  with 
Freon. 

• Bonding  was  performed  with  a space  -proven  low- 
outgassing  epoxy. 

• Screw  fasteners  were  torqued  tightly  and  uniformly. 
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• Lubricants  used  to  prevent  galling  are  low-vapor- 
pressure  and  are  used  sparingly. 

• No  use  of  bare  hands  was  permitted. 

• Tools  were  non-magnetic  or  were  plated  with  non- 
magnetic material. 

One  of  the  problem  areas  encountered  was  lint  from  the  Nylon 
knit  gloves.  The  lint  was  rinsed  off  with  a spray  of  Freon.  Later 
work,  particularly  on  the  bearings,  has  been  done  using  latex  gloves. 
The  latex  swells  in  contact  with  Freon  but  the  assembler  learns  to 
accommodate  the  resulting  loose  fit.  The  Nylon  knit  gloves  are  more 
rugged  and  are  preferred  for  disassembly. 

The  extra  care  given  to  the  RGG-2  in  the  area  of  cleanliness  is 
believed  to  contribute  significantly  to  the  greatly  reduced  uncertainties 
of  its  performance  data  compared  to  RGG-1. 

3.  Rotor  Assembly 

a.  Preloading  the  End  Mass  Bolts 

The  beginning  step  in  the  assembly  of  RGG-2  was  to  bolt  the 
end  masses  into  the  pivot-arm  to  form  the  assembly  shown  in  Fig- 
ure 2-1.  This  was  done  as  early  as  possible  because  the  pivots  are 
much  less  vulnerable  to  damage  when  the  end  masses  are  in  place. 

The  operation  starts  with  the  measurement  to  the  nearest 
0.  0001  inch  of  the  spaces  between  the  arm  plates  for  each  of  the  end 
masses.  This  was  done  with  the  lapped  aluminum  spacers  (used 
during  machining)  in  place  between  the  arms.  The  aluminum  bushings 
in  the  end  masses  were  then  trimmed  so  that  the  end  masses  were 
just  0.  0086  inch  shorter  than  the  actual  spaces.  The  0.  0086  accounts 
for  two  0.  0053  thick  mica  insulators  and  a compression  of  0.  0020  to 
be  applied  by  tightening  the  bolt. 

The  end  masses  were  then  trimmed  to  be  equal  in  mass  within 
a total  spread  of  0.  4 gram.  The  end  masses  and  bolts  were  ultra  - 
soriically  cleaned  and  the  pivot-arm  was  swabbed  and  rinsed  with 
solvent  to  remove  grease. 
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A fixture  was  used  to  spread  the  arms  so  that  the  end  masses 
and  insulators  could  be  inserted  and  the  insulated  bolts  slipped  in 
place.  Before  lightening  the  nuts  on  the  bolts,  the  length  of  each  bolt 
and  the  measurements  across  the  arms  adjacent  to  each  bolt  were 
recorded.  Each  bolt  was  then  tightened  incrementally  using  a wrench 
on  the  bolt  head  versus  a wrench  on  the  nut,  while  the  pivot-arm 
rested  on  a "lazy  susan"  so  that  it  did  not  take  the  torque.  As  pre- 
viously calculated,  each  bolt  stretched  0.  0040  to  0.  0042  in.  while  the 
end  masses  were  compressed  0.  00200  ±0,  00005  inch. 

The  objectives  of  this  procedure  were  to  obtain  a 1700-pound 
preload  on  the  bolts  and  to  avoid  a compression  of  the  pivots  when  the 
bolts  were  tightened.  The  1700-pound  preload  assures  a high  unit 
loading  at  the  interfaces  so  that  the  joints  are  not  likely  to  slip.  The 
0.  002-inch  compression  caused  by  the  preload  would  have  caused  the 
pivots  of  RGG-1  to  yield,  except  that  bending  of  the  arm.  plates  relieved 
it.  Tne  procedure  was  first  used  on  RGG-1S  when  the  spare  pivot-arm 
was  assembled  into  *he  rotor.  The  much  stiffer  arm  plates  of  RGG-2 
would  have  put  higher  compression  loads  in  the  pivots  if  this  procedure 
had  not  been  used. 

b.  Match-boring  the  Rotor 

Initial  alignment  of  the  pivot  axis  with  the  bearing  axis  was 
obtained  by  aligning  the  pivot-arm  and  end  mass  assembly  inside  the 
outer  rotor  and  match-boring  12  holes  through  the  central  belt  of  the 
outer  rotor  and  into  the  center  flange  of  the  pivot-arm.  These  holes 
are  seen  in  Figure  2-16.  Specially  matched  beryllium-copper  align- 
ment pins  are  used  thereafter  to  obtain  a close  match  to  this  initial 
alignment. 

The  set-up  for  the  match-boring  is  seen  in  Figure  2-31.  The 
alignment  dowels  at  top  and  bottom  were  specially  fitted  in  both  diam- 
eter and  length  to  position  the  pivot  arm  properly  within  the  outer 
rotor.  The  eight  large  screws  around  the  belt  were  then  tightened  to 
hold  the  parts  in  exact  alignment  during  the  match-boring  of  the 
12  precision  holes.  The  holes  in  the  outer  rotor  are  larger  than  the 
holes  in  the  flange  due  to  later  requirements  lor  skew  axis  alignment. 
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The  use  of  the  match-bored  holes  is  illustrated  in  Figure  2-15. 
After  the  inner  rotor  assembly  is  positioned  approximately  within  the 
outer  rotor,  the  specially-fitted  alignment  pins  are  used  to  bring  the 
torsion  and  spin  axes  into  alignment  within  200  microradians.  The 
later  operation  of  skew  axis  alignment  is  expected  to  align  the  axes 
within  a few  microradians  as  explained  on  page  61  of  the  March  1976 
R&D  Design  Evaluation  Report. 
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c.  Preloading  the  Pivots 

An  axial  tension  of  10  pounds  was  desired  in  the  pivots.  The 
end  pivots  were  put  in  tension  by  measuring  the  axial  compliance  of 
the  pivots  and  using  this  information  to  trim  the  step  in  the  plate  that 
connects  the  pivot  end  flange  to  the  inner  rotor  (see  Figure  2-9).  As 
the  screws  that  hold  the  pivot  flange  to  this  plate  are  tightened,  the 
gap  between  them  is  closed  by  dishing  the  inner  rotor  and  stretching 
the  pivots  a very  small  amount. 

The  axial  compliance  of  each  inner  rotor  was  measured  as 
67.  5 microinches  per  pound  and  the  stretch  in  the  three  pivots  on  one 
side  of  the  center  flange  was  calculated  as  4.  5 microinches  per  pound. 
The  gap  needed  to  provide  the  10-pound  preload  was  thus  0.  00072  inches 
at  each  end. 

The  preload  is  not  expected  to  be  a uniform  10  pounds  on  all  six 
pivots  because  of  the  influence  of  the  arms  in  bending.  The  stiffness 
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of  the  arms  for  this  type  of  bending  is  estimated  to  be  1.  3 x 10  pounds 
per  inch  so  that  a residual  difference  in  length  between  the  pivots  and 
the  end  masses  of  only  80  microinches  could  cancel  or  double  the  pre- 
load in  the  pivots.  The  3.76-pound  weight  of  a sensing  arm  could  then 
put  a pivot  in  compression. 

Tension  in  the  pivots  is  considered  desirable  to  help  keep  all  six 
pivots  in  precision  alignment.  Ten  pounds  was  chosen  because  it  puts 
a stress  of  only  1273  psi  in  the  smallest  pivot.  The  yield  stress  for 
the  6061-T6  aluminum  alloy  is  40,  000  psi.  Clearly  a higher  preload 
should  be  used  if  it  is  desired  to  maintain  all  the  pivots  in  tension. 

This  subject  should  be  re-evaluated  before  another  sensor  is  made. 
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A related  subject  is  the  axial  vibration  sensitivity.  These  subjects 
deserve  further  study. 


d.  Installation  of  Transducers,  ACA's  and  DTG 

A specific  sequence  of  events  must  be  followed  to  install  the 
piezoelectric  transducers  in  order  to  have  them  unstressed  when  the 
sensing  arms  are  at  rest.  The  sequence  is  constrained  by  mechanical 
clearances  when  working  through  the  access  holes  in  the  inner  rotors 
and  between  the  arm  plates.  The  recommended  sequence  is: 

(1)  Start  with  the  inner  rotors  installed  on  the  pivot-arm/ 
end  mass  assembly  and  the  pivot  spacers  secured. 

The  support  pivots  are  thus  tied  to  the  rotor  in  their 
final  location.  A necessary  previous  step  is  to 
install  the  microbalance  assemblies  on  the  sensing 
arms  because  they  are  inaccessible  with  the  inner 
rotors  in  place.  The  inner  rotors  must  have  all 
wiring  bonded  in  place  before  installation. 

(2)  Install  the  anisoelastic  coefficient  adjusters  (ACA's). 

They  cannot  be  installed  after  the  counterweights 
for  the  transducers  are  installed. 

(3)  Install  the  transducer  mounts;  leave  the  screws  with 
the  free  play  removed  but  not  tight.  The  transducers 
cannot  be  put  in  place  after  the  counterweights  are 
installed. 

(4)  Install  the  counterweights. 

(5)  Put  the  stainless  steel  dummy  transducers  in  place 
complete  with  mica  insulators,  clamps,  and  special 
screws.  Torque  both  ends  to  10  inch-pounds,  then 
tighten  the  screws  that  hold  the  transducer  mounts. 

The  transducer  mounts  are  now  positioned  and  the 
dummy  transducers  can  be  removed. 

(6)  Install  the  transducers  and  torque  their  special  screws 
to  10  inch-pounds.  The  transducers  must  have  lead 
wires  attached  prior  to  installation. 

(7)  Install  the  stops  and  carefully  set  them  for  0,005  inch 
clearance  on  each  side  of  the  end  masses,  using 
shims.  Connect  the  lead  wires  to  the  stops  to  form 
the  differential  torque  generator. 
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(8)  Connect  the  electrical  leads  and  the  one-mil-diameter 
gold  flexure  wires  to  the  transducers.  The  gold  wires 
must  be  the  last  items  installed  as  they  are  very  hard 
to  see  and  are  very  easily  broken. 

A consequence  of  this  assembly  sequence  is  that  the  counter- 
balances must  be  removed  to  change  the  ACA's  and  the  gold  wires 
must  be  replaced  after  each  such  operation.  Another  consequence  is 
that  rotation  of  the  inner  rotors  relative  to  the  center  flange  of  the 
pivot-arm  (in  order  to  preload  the  pivots  in  torsion  and  thus  adjust 
the  axial  vibration  sensitivity)  will  put  a bending  bias  in  the  transducers. 
It  may  therefore  be  worthwhile  to  remove  the  transducers  and  reposi- 
tion their  mounts  (using  the  stainless  steel  dummy  transducers)  if  a 
large  pivot  twist  is  needed.  The  stops  may  also  need  to  be  repositioned. 

e.  Installation  of  Electronics 

The  rotating  electronics  circuit  boards  are  placed  on  top  of 
their  respective  inner  rotors  with  0.080-inch  spacers  to  separate  the 
copper  clad  thermal  shields  of  the  circuit  boards  from  the  end  bells  of 
the  inner  rotors.  The  wires  that  must  connect  the  transducers,  the 
DTG,  and  one  board  to  the  other,  are  connected  by  a small  loop  of 
wire  to  standoff  terminals  on  the  inner  rotors.  The  loops  can  be  seen 
in  Figure  2-3.  The  spacers  are  then  removed  and  the  electronics  are 
suspended  by  the  18  wire  loops. 

A thermistor  is  bonded  into  an  aluminum  disc  that  fastens  to  the 
pivot  spacers.  The  thermistors  on  either  end  of  the  sensing  structure 
give  a good  indication  of  the  temperature  of  the  pivots  and  sensing 
arms. 

The  leads  that  connect  the  transducers,  DTG,  and  electronics 
boards  ire  magnet  wire;  they  are  bonded  into  slots  in  the  inner  rotoi's. 
See  Figure  2-3.  A problem  that  was  difficult  to  diagnose  developed 
where  a wire  was  bent  sharply  over  an  edge  of  the  anodized  inner  rotor. 
The  insulation  on  the  wire  flaked  away  on  the  inside  of  the  bend  and 
made  intermittent  contact  with  the  structure.  Rounded  edges  and  wire 
bonds  with  more  generous  radii  will  be  used  henceforth. 


72 


The  completed  electronics  boards  were  ultra sonically  cleaned 
in  Freon  PCA  before  installation.  The  few  necessary  reworks  were 
accomplished  through  as  small  a hole  as  possible  in  a clean  plastic 
sheet  placed  over  the  board.  The  object  was  to  prevent  flux  and  solder 
from  splattering  into  hard-to-clean  places.  The  flux  was  removed 
with  MEK  solvent  on  cotton  applicators  and  then  the  whole  inner  rotor 
assembly  was  given  a shower  in  clean  Freon  PCA.  This  care  has  paid 
off  in  the  low  outgassing  of  the  RGG-2. 

Another  measure  to  reduce  outgassing  can  be  seen  in  Figure  2-3. 
The  small  holes  in  the  inner  rotor  near  each  standoff  terminal  are  vent 
holes  for  the  air  that  would  otherwise  be  trapped  under  the  screw-in 
terminals. 

The  major  outgassing  sources  in  the  electronic  boards  are  the 
components  themselves  and  the  epoxy-glass  fiber  laminated  boards. 

In  the  future,  the  use  of  ceramic  printed  circuit  boards  must  be 
considered. 

f.  Assembly  of  Inner  Rotor  Into  Outer  Rotor 

The  ability  to  extract  the  sensing  structure  from  the  rotor 
quickly,  make  precise  revisions  in  the  balance  screws,  then  expedi- 
tiously reassemble  the  rotor  and  put  the  RGG  into  operation  on  the  test 
stand  was  a goal  of  the  RGG-2  redesign.  The  grooming  time  for  an 
RGG  is  presently  a few  months  because  a minimum  of  15  disassemblies 
are  necessary  to  accomplish  coarse  balance,  anisoelastic  coefficient 
adjustment,  fine  balance,  and  skew  axis  alignment. 

It  has  become  routine  for  a two-man  team  to  disassemble  the 
rotor,  make  balance  screw  adjustments,  clean  the  subassemblies,  and 
reassemble  the  rotor  in  approximately  four  hours.  The  following 
assembly  sequence  will  help  to  illustrate  the  procedure.  The  proce- 
dure takes  place  in  the  flowbench,  by  personnel  wearing  gloves. 

(1)  Remove  two  of  the  four  screws  that  hold  the  top  pivot 
spacer  and  attach  the  inner  rotor  holder  seen  in 
Figure  2 - 16. 
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(2)  Lubricate  the  periphery  of  the  center  flange  then  lift 
the  inner  rotor  assembly  and  slide  it  carefully  into 
the  outer  rotor  as  seen  in  Figure  2-16.  The  I axis 

of  the  two  subassemblies  must  be  kept  in  approximate 
alignment. 

(3)  As  the  match-bored  holes  in  the  center  flange  become 
visible  through  their  counterparts  in  the  outer  rotor, 
there  will  be  significant  drag  because  the  diametral 
clearance  between  the  center  flange  and  the  outer 
rotor  is  less  than  0.  0003  inch  on  the  6-inch  diameter. 
Move  the  parts  to  attempt  to  engage  the  four 
beryllium-copper  support  posts  of  the  bottom  elec- 
tronics board  in  their  sockets  so  that  the  inner  rotor 
can  continue  to  the  centered  position.  It  may  be 
necessary  to  lay  the  nearly  mated  assembly  on  its 
side  and  guide  the  posts  into  the  sockets  with  a 
conical  tool. 

(4)  Line  up  the  match-bored  holes  as  well  as  possible  by 
eye,  using  three  jack  screws  in  the  holder  to  adjust 
the  height  of  the  inner  rotor  in  the  outer  rotor. 

(5)  Insert  at  least  one  alignment  pin  in  each  quadrant  to 
achieve  precision  alignment  of  the  inner  rotor  in  the 
outer  rotor.  This  must  be  done  carefully  and  with 
the  pins  lubricated  because  the  clearance  of  the  pins 
with  each  part  is  less  than  0,  0001  inch. 

(6)  Insert  the  eight  No.  10-32  screws  in  the  periphery 

of  the  rotor  and  tighten  them  incrementally  to  32  inch- 
pounds.  Check  that  the  alignment  pins  are  free  to 
rotate,  then  remove  them.  The  pivot  arm  center 
flange,  and  thus  the  entire  inner  rotor  assembly,  is 
firmly  attached  to  the  inside  of  the  outer  rotor. 

(7)  Remove  the  inner  rotor  holder  and  replace  the  two 
screws  that  hold  the  pivot  spacer,  torquing  them  to 
12  inch-pounds. 

(8)  Install  the  lid  on  the  outer  rotor,  being  careful  that 
the  support  posts  for  the  upper  electronics  are 
engaged  in  their  sockets.  This  lid  has  a pin  so  that 
axis  alignment  with  the  cup  of  the  outer  rotor  is 
assured.  Torque  the  eight  No.  6-32  screws  that 
hold  the  lid  to  12  inch-pounds,  using  an  alternating 
progressive  pattern.  The  bearings,  rotary  trans- 
formers, drag  cups,  slotted  disc,  and  DTG  coupler 
are  permanently  mounted  to  the  ends  of  the  rotor  so 
“•hey  are  now  properly  aligned  and  secure. 
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(9)  Install  and  torque  the  four  screws  in  each  end  that 
secure  the  electronics  boards. 

(10)  Slip  onto  the  pins  from  the  electronics  boards  that 
project  through  the  vent  holes  in  the  outer  rotor,  the 
two  connectors  at  each  end  from  the  rotary  trans- 
former windings.  Do  the  same  for  the  lead  to  the 
DTG  coupler. 

The  rotor  is  now  fully  assembled  and  resting  on  its  supporting 
fixture,  ready  for  assembly  into  the  RGG  stator. 


4.  Stator  Assembly 

a.  Permanent  Installation  of  Motors 

The  spin  motor  and  rotary  transformer  stators  were  bonded 
into  the  RGG  stator  halves.  Before  the  bonding  took  place,  the  wires 
to  the  rotary  transformers  had  to  be  in  place  in  grooves  cut  under  the 
shoulders  where  the  motor  inner  and  outer  stator  rings  were  to  mount. 
In  the  upper  left  of  Figure  2-24  the  twisted  magnet-wire  leads  of  the 
rotary  transformer  stator  can  be  seen  attached  to  their  feed-through 
terminals.  The  transformer  is  the  centermost  dark  grey  ring.  The 
motor  leads  are  Teflon  insulated.  They  were  held  by  small  aluminum 
clips  that  were  bonded  in. 

Prior  to  bonding,  the  motors  were  checked  by  actual  operation. 
The  lid  of  the  outer  rotor  was  fitted  with  a drag  cup  and  a pintle  and 
was  spun  up  on  a bearing  in  each  stator  half.  One  motor  stator  winding 
was  found  to  have  incorrect  identification  of  leads  so  that  the  motor  at 
first  ran  in  reverse.  Reversing  the  leads  corrected  the  problem. 

A fixture  was  used  to  center  the  motor  and  transformer  stators, 
leaving  a generous  glue  line.  The  adhesive  used  was  Epiphen  825A, 
This  epoxy  formulation  was  used  for  most  bonding  operations  in  the 
RGG  and  proved  to  be  very  strong  and  to  make  a good  seal  if  an  ade- 
quate glue  line  was  provided. 
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An  example  of  the  strength  of  the  bond  occurred  when  the  fixture 
was  not  properly  engaged  and  the  rotary  transformer  and  inner  motor 
stators  were  bonded  eccentrically  into  the  lower  stator  half.  They  had 
to  be  removed.  A special  wheel  puller  was  constructed  to  try  to  save 
the  parts.  After  6 hours  in  the  oven  at  230°F  the  force  necessary  to 
pull  the  parts  out  was  such  that  the  motor  laminations  were  dished  and 
delaminated  and  the  rotary  transformer  ferrite  had  multiple  fractures. 
It  was  difficult  to  remove  the  remaining  epoxy. 

The  alignment  fixture  was  then  reworked  to  permit  visual  inspec- 
tion of  its  engagement.  The  removed  parts  had  to  be  scrapped  and 
replaced.  The  second  bond  was  successful. 

b.  Heater  and  Temperature  Sensing  Windings 

The  heater  windings  seen  in  Figure  2-27  consist  of  a 
22.  1-foot  length  of  Chromel  "A”  0.  015-inch  diameter -wound  bifilar  in 
the  deep  grooves  (see  Figure  2-19)  of  each  stator  half.  The  tempera- 
ture sensing  wire  is  Balco  7066  cut  to  460  ohms  at  75  F (about  19  feet) 
and  wound  bifilar  in  the  shallow  grooves.  The  grooves  were  later 
filled  with  Wakefield  Delta  Bond  heat  conducting  epoxy  to  protect  the 
wires  and  provide  better  thermal  contact.  Trimming  resistors  for  the 
temperature- sensing  wire  were  mounted  from  the  standoff  terminals 
seen  at  the  left  in  Figure  2-27.  The  stator  halves  were  then  complete 
and  ready  for  final  assembly. 

c.  Adjustments  for  Axial  Clearances 

Adjustments  were  needed  to  set  the  total  axial  clearance  of 
the  bearings  to  0.  0002  to  0.  0003  inch  with  the  RGG  operating  at  tem- 
perature equilibrium.  The  coupling  capacitor  to  the  DTG  needed  an 
axial  gap  of  C.  003  to  0.  005  inch  and  both  rotary  transformers  needed 
their  ferrite  cores  axially  aligned  within  0.  005  inch.  To  accomplish 
this,  many  measurements  were  taken  of  the  rotor  and  stator  parts  and 
spacers  were  made  to  fit  under  the  flanges  of  the  bearing  stators.  The 
spacers  can  be  seen  in  Figure  2-19. 
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The  procedure  followed  for  the  RGG-2  was  to  make  the  top  and 
bottom  spacers  the  same  so  that  a mix-up  would  not  affect  the  axial 
locations.  The  value  selected,  0,0340  ±0,0001  inch,  results  in 
0.  0005-inch  nominal  axial  interference  in  the  bearing,  this  to  be 
accounted  for  by  thinning  of  the  thrust  washer  in  the  top  bearing.  The 
various  parts  were  axially  symmetrical  such  that  the  calculated  mis- 
match of  the  rotary  transformer  cores  was  only  0.  0020  inch  at  the 
upper  core  and  0,  0005  inch  at  the  lower  core,  assuming  a 0.  0001  inch 
operating  clearance  in  the  bottom  bearing,  There  is  no  means  for 
observing  this  mismatch  directly. 

The  brass  surfaces  of  both  the  rotor  and  the  stator  of  the  coupling 
capacitor  were  machined  after  bonding  to  their  insulators  so  that  the 
runout  of  each  was  less  than  0.  001  inch  total.  The  height  of  the  stator 
insulator  was  reduced  by  0.  0479  inch  to  provide  a maximum  clearance 
of  0.  0050  inch  between  the  plates. 

At  final  assembly  the  thrust  runner  of  the  lower  bearing  was  in 
final  position.  The  thrust  runner  of  the  top  bearing  was  backed  off  by 
several  mils.  Tightening  the  six  screws  in  the  thrust  plate  (the  light 
colored  disc  seen  in  Figure  2-20)  pushed  the  thrust  runner  forward 
until  the  total  end  play  of  the  rotor  in  the  stator  was  the  desired  value. 

The  value  of  end  play  needed  is  dependent  on  the  difference  in 
operating  temperature  of  the  rotor  and  the  stator,  A figure  of  5 F was 
chosen  based  on  measurements  of  RGG-1,  The  overall  rotor  length  is 
8.900  inches  across  the  pintles  and  the  expansion  of  aluminum  is 
13.  1 x 10^  (in/in)/deg.  F so  the  temperature  correction  is  0.00058  inch. 
Adding  the  operating  clearance  of  0,  00020  to  0,  00030  inch  the  desired 
end  play  was  0,  00078  to  0.  00088  inch. 

The  measurement  of  end  play  was  made  with  the  spin  axis  hori- 
zontal. With  no  force  applied,  the  difference  reading  on  the  dial  indi- 
cator was  0,  00065  inch,  but  with  a few  pounds  of  hand  force  maintained 
at  each  end  of  the  rotor  axial  travel,  the  reading  was  0,00078  inch. 

This  was  considered  satisfactory  so  the  thrust  washer  between  the 
thrust  runner  and  thrust  plate,  see  Figure  2-19,  was  lapped  to  suit  and 
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was  installed.  The  final  measurement  at  that  time  was  0.  00068  inch 
with  no  force  applied,  and  0.  00080  inch  with  several  pounds  force 
applied, 

The  clearance  in  the  coupling  capacitor  was  checked  by  loosening 
the  lower  bearing  with  the  RGG  axis  vertical  and  measuring  the  axial 
motion  of  the  rotor  until  it  came  to  rest  on  the  capacitor  plates.  This 
value  was  0.  0045  inch  versus  the  specification  of  0.  003  to  0.  005  inch. 

It  is  thus  considered  that  all  axial  positioning  requirements  were  met. 

Recently,  the  axial  clearance  in  the  bearings  was  remeasured 
as  0.  00105  inch  with  the  spin  axis  horizontal.  A new  thrust  washer, 

0.  0002  inch  longer  than  the  one  removed,  was  installed.  The  end  play 
was  then  measured  with  the  spin  axis  vertical,  using  a Bently  proxi- 
mity probe  and  inverting  the  RGC.  This  measurement  indicated  an  end 
play  of  0.  00165  inch  with  the  RGG  near  operating  temperature.  Some 
conclusions  are  drawn  from  this  finding: 

• The  axial  clearance  is  larger  when  operating  with  spin 
axis  vertical  than  with  spin  axis  horizontal  because  of 
the  compliance  of  the  rotor  and  stator  end  bells. 

• The  additional  clearance  is  only  about  half  of  the 
indicated  0.  0008  inch.  This  is  because  the  18-pound 
weight  of  the  rotor  is  primarily  reacted  on  the  bottom. 

The  axial  force  in  the  top  bearing  will  be  small  with 
the  larger  clearance.  The  measurement  was  obtained 
with  the  18  pounds  reacting  on  each  end  in  its  turn  as 
the  instrument  was  inverted. 

• The  clearance  cannot  be  reduced  to  accommodate 
vertical  operation  or  else  the  horizontal  operation 
would  be  jeopardized.  Example:  if  the  heat  to  the 
RGG  is  turned  off  during  horizontal  operation,  so 
that  the  stator  cools  rapidly  with  respect  to  the 
rotor,  the  required  spin  motor  excitation  voltage 
soon  increases  significantly.  This  indicates  the 
axial  clearance  is  becoming  too  small. 

\ 

• The  increased  clearance  for  vertical  operation  causes 
no  problem.  The  operating  clearance  for  the  bottom 
bearing  is  near  50  microinches,  whether  the  top 
clearance  is  150  microinches  or  1200  microinches 
(0.00165  -0.0004  -0,00005). 


78 


5. 


Final  Assembly 


The  Final  assembly  procedure  for  RGG-2  is  outlined  in 
Figure  2-32,  The  AF  numbers  designate  assembly  fixtures.  Steps  6 
and  7 are  associated  with  setting  the  bearing  end  play  and  are  normally 
bypassed  during  grooming  operations.  The  procedure  has  been  accom- 
plished in  one  hour  and  45  minutes  with  a two  man  crew,  eliminating 
steps  6 and  7,  including  mounting  the  RGG-2  on  the  test  stand  with 
electrical  connections  made  and  ready  for  excitation. 

6.  Filling  the  Mod  C Bearings  With  Oil 

The  bearings  that  support  the  rotor  run  immersed  in  a highly 
refined  instrument  oil  that  is  confined  by  rotating  seals  around  the 
pintles.  The  interior  of  the  RGG  is  evacuated  to  reduce  windage 
torques  and  thermal  conductivity.  The  pressure  in  the  oil  must  also 
be  reduced  to  a very  low  value  or  it  will  increase  the  friction  of  the 
rotating  seals  and  it  will  leak  past  the  seals.  However,  when  the 
pressure  of  the  oil  is  reduced,  the  air  dissolved  in  it  forms  bubbles 
and  the  oil  foams  to  a volume  many  times  its  original  volume. 

a.  Equipment 

The  solution  of  this  problem  in  the  Mod  C bearings  is  to 
de-gas  the  oil  separately  from  the  bearing,  evacuate  the  interior  of 
the  bearing,  then  introduce  the  oil  into  the  bearing  starting  at  the  bot- 
tom and  filling  upward  so  that  residual  air  will  be  pushed  out  of  a port 
at  the  top  of  the  bearing.  When  the  bearing  is  free  of  bubbles,  valves 
in  the  ports  are  closed  and  the  bearing  is  ready  for  operation.  The 
complete  operation  is  carried  out  with  vacuum  in  the  RGG,  in  the 
bearings,  and  in  the  chambers  and  tubes  containing  the  oil. 

To  prevent  any  leak  in  an  oil  valve  from  pressurizing  a bearing 
and  causing  oil  to  leak  past  the  seal,  the  valves  were  made  in  pairs. 

An  inner  valve  closes  off  the  oil  from  the  vacuum  in  the  interior  of  the 
RGG;  an  outer  valve  closes  the  passage  through  the  RGG  end  cap.  The 
two  valves  can  be  connected  to  pass  oil  from  outside  the  RGG  into  the 
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ROTOR. FULLY  ASSEMBLED 

USE  3 WIRES  AF-8  TO  GUIDE 
ORAG  CUP  INTO  MOTOR  AND 
PINTLE  FLANGE  INTO  FIXTURE 
THEN  REMOVE 

TOP  STATOR,  NO  PE/LED 


INVERT  THIS  ASSY  WHILE 
HOLDING  IT  TOGETHER 

AXIALLY 


AF-7 

REMOVE  BASE  OF  THIS  FIXTURE 
AFTER  INVERSION  AND  INSERT 
GUIDE  WIRE  ASSY  AF-9 


BOTTOM  STATOR 


ALIGN  BALANCE  PORTS 


*8  SCREWS  & NUTS 
TIGHTEN  TO  24  IN-LB 


O-RING  MOISTENED  WITH 
APIEZON  VAC  GREASE 


BEARING  SN-3 

SMEAR  SEAi  & INTERIOR  W»T* 
On  BEFORE  INSTAUING 

AF-9  GUIDE  WIRE  ASSY 
HOLOS  PINTLE 

BOTTOM  STATOR 


INSTALL  BEARING  SN-6  IN  TOP 
STATOR  AS  IN  STFP  3 
USE  1029048-1  SPACER 

EVACUATION  PORT  ALIGNED 
WITH  Y AXIS  BALANCE  PORT 


ELECTRONIC  OIAL  INDICATOR 
PROBE  THRU  PE/LED  OPENING 


BEARING  SN-6 

RGG  AXIS  VERTICAL  IN  AF-10 
CHECK  FOR  FREE  ROTATION  OF 
ROTOR  LOOSEN  6 *6  SCREWS 
HOLDING  LOWER  BEARING  & CHECK 
AXIAL  MOTION  TO  CAP  DRIVER 
COUPLING  CAPACITOR  .OW  ♦ 001 
TORQUE  SCREWS  TO  12  IN-LB. 


BALANCE  PORT 


EVACUATION  PORT 


BALANCE  PORT 


*6  SCREWS  TORQUE  TO  12  IN-LB 
REMOVE  AF-9  GUIDE  WIRE  ASSY 


BEARING  SN-6 

RGG  AXIS  HORIZONTAL 

PUSH  THRUST  RUNNER  TOWARDS 
PINTLE  UNTIL  END  PLAV  IS  00078 
TO  00088  MEASURE  STICKOUT  OF 
SPACER  AND  TRIM  TO  STICKOUT 
.0000  TO  .0001.  CHECK  THAT  END 
PLAY  REMAINS  .00078  TO  .00088 
WITH  *4  SCREWS  TORQUEO  TO 
8 IN-LB.  REMOVE  AF-11  AND 
DIAL  INDICATOR 


Figure  2-32.  Final  assembly  procedure  RGG-2, 


bearing,  or  they  can  be  separated  so  that  each  connects  into  the 
interior  of  the  RGG.  This  arrangement  is  shown  in  Figure  2-33. 

Normal  operation  of  the  bearing  is  with  all  valves  closed  and 
disengaged,  as  illustrated  at  the  bottom  in  Figure  2-33.  For  this 
condition  a leak  in  an  outer  valve  will  not  pressurize  the  bearing  but 
will  simply  represent  a larger  load  for  the  vacuum  pump  used  on  the 
RGG.  A leak  from  the  inner  valve  will  allow  oil  into  the  space  under 
the  end  cap,  Significant  leakage  from  an  inner  valve  is  unlikely 
because  the  pressure  in  the  oil  is  kept  very  low  by  the  soft  diaphragm. 

b.  Procedure 


For  the  bearing-filling  operation  the  apparatus  shown  in 
Figure  2-34  is  connected  to  the  RGG.  The  filling  operation  is  con- 
ducted as  follows: 

(1)  All  fill  and  evacuation  valves  are  opened  and  dis- 
engaged. The  two  separatory  funnels  are  charged 
with  50  to  100  milliliters  of  oil  each.  The  oil  is  Nye 
SRG-40  oil  with  a viscosity  of  15  to  19  centistokes 

at  120F.  The  stopcocks  on  the  separatory  funnels 
are  kept  closed  while  the  RGG  and  filling  apparatus 
are  evacuated  and  leaks  are  detected  and  corrected. 

The  apparatus  is  allowed  to  de-gas  overnight. 

(2)  When  a pressure  less  than  lOOp  (100  micrometers  of 
mercury,  10  Torr)  is  maintained  in  the  filling 
fixture  and  less  than  50p  in  the  RGG,  the  stopcocks 
can  be  opened  slightly  to  permit  oil  to  foam  into  the 
stainless  steel  pots.  The  foaming  is  controlled  so 
that  the  pressure  in  the  filling  apparatus  does  not 
exceed  lOOp.  De-gassing  normally  requires  less  than 
four  hours.  The  stopcocks  are  then  closed  and  the 
vacuum  in  the  fill  fixture  improves  to  less  than  50p. 

(3)  The  0.8-micron  particle  filters  at  the  bottoms  of  the 
pots  restrict  the  flow  of  oil  so  that  it  is  hours  after 
the  start  of  de-gassing  before  a significant  amount 
of  oil  begins  to  collect  in  the  transparent  Tygon 
tubing  that  leads  to  the  fill  ports.  When  this  happens, 
the  outer  valves  of  the  fill  ports  are  closed.  The 
tubing  is  filled  with  oil  by  closing  the  vacuum  valve 

to  the  pot  and  permitting  dry,  filtered  air  to  enter  the 
pot  and  force  the  accumulated  de-gassed  oil  through 
the  filter  and  into  the  evacuated  tube.  The  air  valve 
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is  then  closed  and  the  pot  is  re-evacuated.  Very  few 
bubbles  form  on  the  undisturbed  surface  of  the 
de-gassed  oil  when  vacuum  is  re-established  in  the 
pot.  This  shows  that  the  oil  does  not  absorb  air 
readily. 

f4)  The  inner  and  outer  valves  of  the  fill  and  evacuation 
ports  are  then  engaged  and  opened.  The  interiors  of 
the  bearings  are  thus  connected  to  vacuum  through  the 
fill  apparatus  instead  of  venting  into  the  RGG.  Oil 
now  moves  slowly  into  the  low  parts  of  the  bearings 
and  rises  in  the  bearing  under  the  influence  of  gravity 
on  the  column  of  oil  in  the  fill  tube.  After  several 
minutes,  the  oil  emerges  from  the  evacuation  port 
at  the  top  of  the  bearing.  There  are  a few  bubbles 
and  then  the  oil  becomes  clear. 

(5)  The  transparent  tubing  of  the  evacuation  line  is 
arranged  to  be  almost  horizontal  for  several  inches 
as  it  leads  away  from  the  evacuation  port.  After  oil 
moves  into  this  line  for  about  two  inches  the  fill 
valve  is  closed.  The  low  pressure  head  in  the 
horizontal  evacuation  line  allows  bubbles  that  may 
form  in  the  bearing  to  work  their  way  up  and  out  of 
the  bearing.  If  the  tube  is  not  horizontal,  bubbles 
are  inhibited  by  the  pressure  under  the  column 

of  oil. 

(6)  The  spin  motors  are  now  energized  and  the  rotor  is 
brought  up  to  speed,  approximately  17.  5 rps,  and 
left  running.  This  circulates  the  oil  through  the 
bearing  and  flushes  the  gas  pockets  so  that  any 
trapped  air  or  volatiles  are  brought  out  into  the 
reservoir  where  they  can  work  their  way  to  the 
evacuation  port,  the  highest  point  in  the  bearing. 

The  RGG  stator  temperature  is  set  to  130F, 

Several  hours  are  allowed  to  elapse,  typically 
overnight,  while  the  bearings  are  pumped  via  the 
evacuation  lines.  Bubbles  are  encouraged  to 
escape  via  the  evacuation  ports  by  tipping  the  RGG 
spin  axis  30  or  60  from  horizontal  with  one  end 
up  and  then  the  other.  Several  minutes  are  spent 
in  each  such  attitude.  Usually,  very  few  bubbles 
are  noted  except  those  known  to  be  due  to  slow 
leakage  in  the  tubing  attachments. 
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(7)  When  bubbles  no  longer  come  from  the  bearings,  the 
inner  and  outer  fill  and  evacuation  valves  are  closed 
tightly  and  separated.  The  separation  is  maintained 
by  spacers  as  seen  in  Figure  2-33.  At  this  time  the 
pressure  in  the  fill  fixture  is  typically  30  microns 
and  in  the  RGG  20  microns.  The  tubings  and  fill 
fixture  are  removed,  the  RGG  temperature  control 
is  reduced  from  130F  to  11  OF,  and  the  fill  is  com- 
plete. The  reduction  in  temperature  reduces  the  oil 
volume  and  allows  the  bladder  diaphragm  to  expand. 

c.  Results 


Several  problems  have  been  encountered  during  the  filling 
procedures.  The  largest  problem  was  leakage  in  the  bearing:  o-rings, 
cemented  joints,  one  bladder,  and  three  lip  seals  leaked.  The  motor 
excitation  voltage  was  unusually  high  following  two  fill  operations 
because  oil  had  leaked  into  the  gaps  of  the  rotary  transformers  and 
spin  motors. 

The  exhaustion  of  oil  from  a bearing  is  typically  prece-'ed  by  low 
and  very  irregular  torque  required  from  the  spin  motors  to  maintain 
constant  speed.  When  the  torque  begins  to  climb  again  it  signals  that 
the  bearing  is  in  the  boundary  lubrication  regime  and  the  spin  motor 
must  then  be  stopped  to  avoid  damage  to  the  bearing  surfaces. 

Many  variations  in  the  fill  procedure  were  tried.  The  major 
improvements  were  observed  after  testing  was  instituted  to  insure  that 
the  bearing  and  its  oil  connections  were  leak-tight  before  assembly. 

The  complete  bearing  with  a substitute  pintle  is  pressurized  to  5 psig 
with  air  and  immersed  in  Freon.  If  it  does  not  show  bubbles  alter 
5 minutes  it  is  qualified  for  assembly. 

The  filling  of  the  bearings  with  oil  has  many  pitfalls  because  the 
interior  of  the  RGG  and  the  bearings  cannot  be  observed.  The  only 
indicator  of  bearing  health  is  the  excitation  to  the  spin  motors.  At  the 
present  writing  the  bearings  have  been  running  for  over  a month  on 
fill  number  six.  The  spin  motor  excitation  remains  high,  indicating 
adequate  oil.  Fluctuations  in  the  motor  excitation,  the  sources  of 
which  can  only  be  hypothesized,  keep  the  staff  nervous.  It  is  generally 
felt  that  investigation  of  the  bearing  design  and  filling  techniques  is 
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urgently  needed  to  assure  good  bearing  performance  over  extended 
time  periods. 

C.  ELECTRICAL 

RGG-2  incorporates  several  improvements  in  the  sensor  internal 
electronics.  These  were  straightforward  in  concept  and  implementation 
so  that  they  had  a low  risk  of  failure,  but  the  improved  operation  and 
versatility  are  significant.  These  improvements  have  all  been  opera- 
ting for  several  months  and  are  considered  to  be  proven  features. 

1,  Differential  Torque  Generator 

Electrically  charged  capacitor  plates  are  pulled  together  by 
electrostatic  forces.  This  electrical  property  has  been  utilized  in 
RGG-2  to  introduce  a precise  differential  arm  torque  that  can  be 
turned  on  or  off  by  external  commands  or  signals.  One  of  the  pair  of 
capacitor  plates  is  mounted  on,  and  is  a part  of,  the  arm  motion  limit 
stops  as  discussed  earlier.  The  arm  end  mass  forms  the  other  - the 
ground-side  of  the  capacitor  plate  pair.  The  four  active  capacitor 
plates  are  arranged  as  shown  schematically  in  Figure  2-35. 

The  attractive  force  pulling  charged  capacitor  plates  together  is 

2 

VC 

F = — newtons 

2g 


where: 

V = voltage  across  the  plates  in  volts 
C = capacity  between  the  plates  in  farads 
g = gap  between  the  plates  in  meters 
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The  capacity  of  one  plate  to  one  end  mass  is 


C 


- 12 

KA  10  1 
0.  1 1 30g 


farads 


where: 

K = relative  dielectric  constant  of  air  or  vacuum  = 1.000 

A = effective  area  of  one  isolated  plate  to  an  "infinite"  area 
end  mass  = 4 x 10“5  meters  squared 

_4 

g = capacitor  plate  gap  1,27  x 10  m (0,005  in) 

C = 2.78  x 10“  12  f 

The  total  differential  torque  (DT)  between  the  two  arms  is  four 
times  the  force  (F)  of  one  capacitor  acting  on  a lever  arm  length  which 
is  the  distance  from  the  pivot  to  center  of  plate,  i = 0.  0628  m.  For 
an  applied  differential  voltage  of  5.  00  V,  the  total  differential  torque  is: 

2 

v Cl 

DT  = 4F1  = 4 x — N.m 

2g 

= 6.  87  x 10  8 nt  m 
= 0,  687  dem 

The  voltage  applied  to  the  capacitor  plates  is  a 2u>  square  wave,  0 to 
+ 5.  00  V dc.  The  peak  value  of  the  2w  fundamental  component  of  the 
torque  wave  is  then 


_ 0.687  4 

DT  , = — 5 — x — 

peak  2 


0.  437  dcm. 
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Assuming  the  difference  of  the  transverse  arm  inert  inertias  to  be 
2 

38,270  gmcm  , the  previously  calculated  DTG  torque  of  0.437  dcm 
ideally  will  produce  a principal  channel  output  gradient  of  5715  EU. 

AGp  = 1 x °-4-37-x  10^  = 5715  EU 
* 3.  827  x 104 

This  estimate  is  subject  to  several  errors,  the  largest  of  which 

are 

• Vibration  calibration  errors 

• Arm  mass  capacitive  voltage  divider 

• Capacitor  plate  spacing 

• Applied  capacitor  voltages 

Vibration  calibration  enters  because  the  gradiometer  scale 
factor  is  set  by  measured  balance  screw  change  effects.  That  is,  we 
vibrate  the  gradiometer  at  a certain  vibration  level  that  is  accurate  to 
about  ±5%,  and  then  calculate  the  gradiometer  acceleration  sensitivity- 
coefficient.  Screw  turns  required  to  reduce  this  sensitivity  to  zero 
are  then  calculated  and  the  adjustments  made.  The  gradiometer  is 
again  vibrated  and  the  sensitivity  coefficient  again  calculated.  If  the 
vibration  sensitivity  coefficient  has  not  been  reduced  to  zero,  the 
computer  scale  factor  is  changed  to  account  for  the  "known"  mass 
balance  change  that  was  made.  Since  the  screw  turns  can  not  be  made 
exactly,  and  since  the  masses  of  the  screws  are  not  known  exactly, 
and  since  the  vibration  level  also  is  somewhat  uncertain,  the  absolute 
scale  factor  may  be  in  error  by  as  much  as  ±10%, 

As  discussed  in  a previous  section,  the  original  arm-current- 
loop  was  opened  by  insulating  the  masses  from  the  clamping  bolts  and 
the  clamping  bolts  from  the  arms.  These  insulating  sections  form  a 
capacity  voltage  divider  and  thus  the  actual  voltage  applied  to  the 
capacitor  is  reduced  by  about  6%.  Since  the  differential  torque  is 
proportional  to  the  square  of  applied  voltage,  the  actual  torque  reduc- 
tion due  to  this  effect  is  about  12%. 
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The  capacitor  plate  spacing  is  also  quite  critical.  The  capacitor 
force  equation  was  written  above  using  the  symbol  C for  the  capacity. 
However,  if  we  replace  C by  its  own  equation,  the  force  equation 
becomes 


2 - 12 
r,  _ v KA  10 
X - 2 — 

0.  226  g 

Since  the  nominal  gap  is  only  0,005  inch,  an  error  of  ±200  microinches 
(4%)  produces  a torque  error  of  ±8%. 

The  voltage  applied  to  the  torquing  capacitors  is  derived  from  a 
regulated  supply,  coupled  by  an  FET  logic  gate  to  a resistor  voltage 
divider.  The  divider  voltage  is  then  chopped  by  a saturating  transistor. 
The  absolute  accuracy  of  this  combination  is  estimated  to  be  about 
±5%  in  voltage,  resulting  in  a torque  uncertainty  of  about  ±10%, 

Although  the  absolute  accuracy  of  the  calculated  torque  is  not 
high,  the  stability  of  the  generated  torque  should  be  excellent.  The 
application  of  the  DTG  will  be  discussed  in  a subsequent  section  of 
this  report  and  it  will  be  shown  that  generated  torque  stability  is  by 
far  the  most  important  feature  of  the  DTG, 

The  delta  printout  due  to  the  application  of  the  DTG  is  4702  EU. 
This  is  equal  to  82%  of  the  previously  calculated  estimate  of  5715  EU. 

In  view  of  the  possible  error  sources  discussed  above  this  js  consid- 
ered to  be  a good  check  on  theory. 

The  DTG  is  excited  by  applying  a 2-w,  0-  to  5-volt  square  wave 
to  the  capacitor  plates.  This  square  wave  is  produced  by  triggering 
a very-high-speed  bistable  flip-flop.  The  flip-flop  is  triggered  by 
spikes  coupled  into  the  sensor  rotor  through  a small  rotary  capacitor 
at  one  end  of  the  rotor.  The  spikes  are  generated  by  differentiating  a 
square-wave  TTL  logic  signal  which  is  generated  by  the  slot-corrected 
photocell  pulses  from  the  encoder  disc.  Thus,  the  DTG  is  driven  by  a 
precisely  regulated  voltage  that  is  precisely  phase-locked  to  the  RGG 
rotor.  The  phasing  is  such  that  all  of  the  signal  appears  in  the  GP 
channel  at  0 phase. 
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2.  Extra  Signal  Channels  and  Monitor  Capability 

RGG-2  provides  three  separate  signal  channels  and  one  spare. 
Their  designations  are 

• Normal  gain  - 2oo  filtered 

• Low  gain  - 2to  filtered 

• Low  gain  - unfiltered 

The  gradiometer  also  allows  an  accurately  known  test  signal  to 
be  injected  at  the  signal  channel  input  to  test  the  channel  gain  and  phase 
shift.  In  addition,  the  differential  torque  generator  (DTG)  can  be 
excited  selectively  and  independently. 

The  internal  sensor  power  supply  unregulated  and  regulated  dc 
voltages  can  be  monitored,  and  the  resistance  of  a pair  of  precision 
thermistors  can  be  measured.  These  thermistors  are  embedded  in 
the  end-pivot  termination  structures  and  thus  allow  an  accurate  esti- 
mation of  sensor  end-pivot  temperature  to  be  made. 

These  extra  signal  and  monitor  capabilities  of  RGG-2  have 
already  proven  to  be  very  useful. 

3.  Sensor  Electronics  Mounted  on  Outer  Rotor 

The  internal  sensor  electronics  printed  circuit  boards  (PCB's) 
for  RGG-2  are  similar  to  those  of  RGG-1  except  that  they  are  flat  and 
they  have  one  extra  layer  of  copper  cladding  on  the  boards.  This  extra 
layer  of  copper  provides  a relatively  low  thermal  resistance  path  for 
the  individual  electronic  components  and  also  connects  to  the  mounting 
studs  which  provide  the  final  heat  sink  path  to  the  outer  rotor. 

One  of  the  electronics  boards  can  be  seen  in  Figure  2-3  tempo- 
rarily mounted  on  the  inner  rotor.  The  four  large  studs  standing  up 
from  the  top  surface  of  the  board  provide  the  final  mount. 
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Mounting  of  the  PCB's  on  the  outer  rotor  has  removed  all  heat 
sources  from  the  inner  rotor.  Thus,  heat  can  be  conducted  to  or  from 
the  arm  and  pivot  structure  only  through  relatively  high  thermal 
resistance  paths  to  large,  high-capacity  masses,  and  this  results  in 
a long  thermal  time  constant  for  the  tuned- rotor  frequency  shift  with 
temperature.  This  is  exactly  what  is  needed  for  the  temperature 
compensation  concept  discussed  in  a subsequent  section. 
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SECTION  3 

RGG  ENVIRONMENTAL  OPERATIONAL 
COMPENSATION  CONCEPTS 


Practical  airborne  environments  could  generate  gravity  gradio- 
meter  output  errors  unless  the  environmental  effects  are  measured  and 
compensated.  It  is  shown  in  a subsequent  section  that  modern,  high- 
quality  inertial  platforms  have  a small  residual  angular  jitter  about  one 
or  more  of  their  axes  unless  the  platform  is  especially  designed  and 
constructed  to  reduce  the  residual  jitter.  This  angular  platform  jitter 
can  generate  gradiometer  output  errors.  Such  special  platforms  are 
welt  within  the  state-of-the-art,  but  they  are  large  and  expensive  com- 
pared to  conventional  platforms.  A concept  of  compensating  for  the 
angular  jitter  of  a conventional  inertial  platform  is  discussed. 

Another  operational  problem  relates  to  the  precise  control  of  the 
gradiometer  internal  (arm-pivots)  temperature.  It  is  shown  elsewhere 
in  this  report  that  the  gradiometer  stator  temperature  can  be  controlled 
to  the  required  accuracy.  However,  in  a practical  airborne  environ- 
ment the  internal  temperature  may  vary  slightly  over  long  periods  of 
time.  A method  of  detecting  and  compensating  for  these  internal  tem- 
perature variations  is  described. 


A.  ANGULAR  RATE  COMPENSATION 

Transverse  angular  velocities  of  the  RGG  stator  produce  rotational- 
field  specific  force  gradients  whose  average  values  (low-frequency  com- 
ponents) appear  directly  as  part  of  the  gravity  gradient  output  of  the 
sensor.  In  moving-base  applications,  rotational  field  gradients  are 
minimized  by  mounting  the  gravity  gradiometers  on  a stable  platform, 
but  the  residual  rotational  field  gradients  may  still  require  real-time 
compensation  to  produce  acceptable  performance. 

In  theory  the  compensation  of  rotational  field  gradients  is  quite 
simple,  i.e.,  the  filtered  squares  and  products  of  the  appropriate  angu- 
lar velocities  are  subtracted  from  the  gravity  gradiometer  output 
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signals.  In  practice,  the  rotational  field  compensation  problem  is  a 
little  more  complex.  First,  a suitable  measurement  of  each  angular 
velocity  must  be  made,  i.e.  , with  sufficient  accuracy  over  a large 
band  of  frequencies.  Second,  the  squares  and  products  of  these 
measurements  must  be  formed  with  sufficient  accuracy,  bandwidth, 
and  dynamic  range.  Finally,  the  resultant  squares  and  products  must 
be  smoothed  by  a filter  which  simulates  the  gravity  gradient  signal 
filter  process,  and  the  resultant  smoothed  functions  must  be  subtracted 
from  the  gravity  gradient  measurements. 

In  anticipation  that  available  gyros  may  not  have  all  of  the  required 
characteristics  for  rotation  field  gradient  compensation,  consideration 
is  being  given  to  an  instrument  with  the  functional  characteristics  of 
an  angular  differentiating  accelerometer.  This  device  has  a second - 
order  transfer  function  between  input  inertial  angular  velocity  (w.)  and 
its  output  signal  (u>m)  as  shown  by  (1). 


w 


m 1 S2  + 2aS  + 6 2 

* n 


U) . 
1 


(l) 


More  specifically,  the  device  provides  a passive  "high  pass"  measure 
of  inertial  angular  velocity. 

It  has  been  determined  that  when  the  output  of  this  sensor  is 
squared,  filtered  and  subtracted  from  the  squared  and  filtered  input 
function,  the  result  is  equivalent  to  a second-order  low-pass  filter 
acting  on  the  input  rate  insofar  as  the  resultant  rotational  field  gradient 
is  concerned.  This  can  be  demonstrated  as  follows:  For  illustrative 

purposes,  let  the  input  rate  be  a periodic  function  of  arbitrary  amplitude 
and  frequency  as  in  (2). 


w.  (t)  * W Sin  (wt) 


(2) 
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The  resultant  output  function  (com)  is  also  periodic  with  amplitude  and 
phase  modified  by  the  measurement  transfer  function  as  in  (3),  where 
K and  4>  represent  the  amplitude  and  phase  of  the  transfer  function  at 
the  input  frequency. 


wm  (t)  = KW  Sin  [cot  + cj>] 


The  difference  of  the  average  values  of  the  squares  of  the  input  and 
measured  rates  is  given  by  (4). 


<u>.2  - co  2>  = 1/2  W2  [1  - K2] 
l m 1 J 


The  square  of  the  amplitude  function  of  (1)  is  given  by  (5),  and 
its  difference  from  unity  is  given  by  (6). 


,2  2.  .22 
(PQ  - w ) +4Q-W 


- p 4 + (4a2  - 2(3  2)  w2 

0 - k2)  = 

(p02  - co2)  + 4o2co2 


When  the  measurement  transfer  function  damping  is  set  to  \j2/2,  the 
second  term  in  the  numerator  of  (6)  vanishes  to  yield  (7). 


(1-K“)|  = -r—4 

a = Po^  LPq  + w 


Thus,  from  (4)  and  (7)  the  difference  of  the  average  values  of  the 
squares  is  given  by  (8). 
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1/2  W2 


Nov.*,  let's  filter  the  input  rate  (w^)  by  a second  order  low-pass 
filter  to  form  a new  output  rate  defined  by  (9). 


o 7 7 

S'"  *5*  2 p J -r  p 
ro  ro 


U). 
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(9) 


From  the  input  rate  definition  of  (2),  the  average  value  of  the  square  of 
(9)  is  given  by  (10). 


1/2  W2 


+ U) 


2 


(10) 


Observe  that  (10)  is  identical  to  (8)  and  that  the  process  which  produced 
(10)  is  therefore  equivalent  to  the  process  which  produced  (8).  Each  of 
these  processes  is  illustrated  in  the  block  diagrams  of  Figures  3-1  and 
3-2. 

Performance  evaluation  of  the  rotation  field  compensation  process 

is  simplified  considerably  with  the  aid  of  the  equivalent  process  of 

Figure  3-2.  For  example,  consider  that  the  gravity  gradiometer  stable 

platform  has  a 15-Hz  stabilization  bandwidth  and  that  it  has  a 2-arc- 

second  jitter  amplitude  at  this  frequency.  This  represents  a rate 

amplitude  of  about  one  milliradian  per  second  with  an  uncompensated 

2 

output  gradient  of  about  250  EU,  i.  e.  , (1  /4  W ).  If  the  corner  frequency 
of  the  filter  ( (3q/ 2tt ) is  set  at  1 Hz,  the  attenuation  of  the  equivalent 
filter  at  15  Hz  is  225,  Thus,  the  equivalent  rate  after  filtering  is 
approximately  5 microradians  per  second  with  a residual  output  of 
approximately  0.005  EU.  This  represents  a reduction  ratio  of 
50,000:1 . 
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The  attenuation  of  rotation  field  errors  will  be  less  spectacular 
at  lower  frequencies,  but  it  is  expected  that  this  techniqu  * of  rotation 
field  compensation  will  prove  to  be  a very  practical  method  of  achiev- 
ing the  performance  objectives  of  operational  moving-base  gravity 
gradient  measurement  systems  in  the  future. 

B.  DTG  AUTOMATIC  TEMPERATUR  E COMPENSATION  CONCEPT 

The  resonance  frequency  of  the  RGG  differential  mode  is  a func- 
tion of  the  temperature  of  the  internal  pivot-arm  structure.  As  a 
result,  internal  temperature  changes  cause  changes  in  the  gain  and 
phase  of  the  RGG  signal  process  which  result  in  output  signal  changes. 
These  output  signal  changes  can  be  kept  within  acceptable  bounds  by 
stabilizing  the  gain  and  phase  of  the  RGG  signal  process.  This  can  be 
accomplished  by  one  of  three  methods:  (1)  direct  internal  temperature 
control,  (2)  correlated  rotor  speed  control,  and  (3)  closed-loop  sig- 
nal process  control.  This  latter  rr.vihod  is  the  basis  of  the  DTG 
Automatic  Temperature  Compensation  Concept. 

The  DTG  is  a powerful  new  feature  of  RGG-2  which  can  alleviate 
the  necessity  for  either  super-precision  temperature  control  of  the 
pivot-arm  structure  or  the  necessity  for  speed  changes  to  compensate 
for  minor  temperature  changes.  Either  alternative  would  be  difficult 
to  implement,  the  first  for  obvious  reasons  and  the  second  because 
speed  changes  in  themselves  cause  minor  variations  of  temperature. 

Simply  stated,  the  DTG  compensation  scheme  requires  the 
measured  DTG  output  to  be  compared  with  a fixed  value:  any  deviation 
from  the  norm  can  be  used  to  cause  the  computer  to  correct  the  phase 
and  magnitude  of  the  measured  gradient  signal.  Thus,  the  gradiometer 
output  signal  remains  unaffected  by  the  changed  temperature  condition. 
This  DTG  compensation  scheme  is  made  possible  because  the  RGG 
system  is  linear  over  the  small  temperature  changes  which  can  be 
expected  at  the  pivot-arm  structure. 
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In  Section  2.C.1,  the  Differential  Torque  Generator  (DTG)  is 
discussed  in  detail.  It  was  stated  for  stabilized  temperature-speed 
conditions,  that  the  delta  DTG  output  signal  appears  as  a plus  (+)  signal 
in  the  GP  channel  with  zero  phase  shift.  (The  "delta"  DTG  signal  is 
’ defined  as  that  change  in  the  gradient  output  signal  which  is  attributed 

X 

to  the  added  differential  torque  supplied  during  the  DTG  "on"  periods). 

5 It  is  important  to  note  that  the  DTG  introduces  a precisely  repro- 

ducible signal  magnitude  at  zero  phase  when  the  sensor  is  at  its  refer- 
ence temperature.  Second,  the  DTG  can  be  turned  on  and  off  at  pre- 
: cisely  controlled  intervals.  More  specifically,  the  DTG  can  be  ener- 

gized  in  the  following  sequence  continuously:  35  rev  ON/35  rev  OFF/35 
rev  ON/etc.,  where  35  revolutions  = 2 sec.  The  time  versus  delta- 
■ * output-response  of  the  sensor  under  this  condition  will  be  approximately 

4 

'[j  as  shown  in  Figure  3-3.  A special  computer  subroutine  can  be  used  to 

take  a continuous  one -half-hour  moving  window  average  of  the  delta 
signal  difference  between  the  DTG  ON  and  OFF  periods,  in  both  the 
GP  and  GC  channels.  Although  the  magnitude  of  the  difference  can  be 
calculated,  it  will  be  much  easier  to  measure  it.  This  delta  signal  is 
expected  to  be  of  constant  magnitude  and  zero  phase  angle  for  a con- 
stant temperature  sensor.  Of  course,  this  constant  delta  torquing  sig- 
nal will  be  subtracted  from  the  printed  output  values  so  that  the 
measured  gradients  are  not  changed  by  the  DTG  signals. 

If  the  temperature  of  the  RGG  sensor  should  change  slowly— it 
has  a thermal  time  constant  of  hours  as  previously  discussed— the 
phase  and  magnitude  of  the  output  will  then  be  adjusted  accordingly 
and  the  correct  values  will  be  printed.  In  essence  we  are  saying  that: 

• The  gradiometer  has  a linear,  predictable,  stable 
response  to  temperature  changes. 

• The  DTG  will  induce  a constant-magnitude,  constant- 
phase  arm  torque  that  can  be  demodulated  at  a 
relatively  high  frequency  with  respect  to  the  system 
averaging  times. 
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• That  fay  demodulating  the  delta  DTG  component 

signals,  we  can  detect  and  correct  for  signal  phase 
and  magnitude  changes  due  to  sensor  temperature 
changes,  so  precisely,  that  the  errors  in  the  true 
signal  remain  within  the  error  budget  even  though 
the  sensor  resonant  frequency  shifts  by  a signifi- 
cant amount. 

We  realize  that  the  ultimate  signal  detection  process  will  probably 
be  more  exotic  than  a simple  moving  window  filter  and  that  the  ON-OFF 
cycle  timing  may  differ  from  the  two- second  example  just  described. 
However,  this  simple  concept  is  easy  to  visualize  and  fundamentally 
sound.  Because  of  the  DTG  tests  which  have  been  performed  to  date 
on  RGG-2,  we  have  a very  high  expectation  that  the  DTG  compensation 
scheme  will  operate  exactly  a.'  hypothesized. 
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SECTION  4 

RGG-2  SYSTEM  OUTPUT  DATA  FORMAT 

Since  the  RGG-2  has  additional  signal  channels,  monitor 
capabilities,  and  sensor  logic  states,  formats  and  operating  details 
vary  considerably  from  those  of  RGG-1.  Therefore  a detailed  descrip- 
tion of  the  RGG-2  data  printout  and  logic  state  settings  is  provided  in 
Appendix  B. 
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NEW  EXTERNAL  ELECTRONICS 


Since  a new  set  of  external  electronics  was  required  for 
independent  operation  of  RGG-2  some  improvements  were  made  in  the 
circuits  and  all  of  the  packages  were  condensed.  Numerous  convenience 
features  were  added.  Figure  5-1  shows  all  of  the  new  external  electro- 
nics mounted  in  a single  rack  with  some  room  to  spare.  The  more 
important  elements  of  the  system  are  discussed  in  the  following 
paragraphs. 

A.  TEMPERATURE  CONTROL 

The  new  temperature  control  and  its  power  supply  are  the  two 
units  at  the  top  of  the  rack.  The  controller  uses  the  original  concept 
of  bifilar  heater  wires  wound  between  lands  on  the  RGG  sensor  stator. 

On  top  of  the  lands  are  bifilar  wound  Balco  temperature  sensing  elements 
that  form  a four-arm  bridge,  along  with  two  precision  high- stability 
resistors.  This  bridge  is  excited  by  a 1-KKz,  10-V  rms  stable  oscilla- 
tor. The  bridge  output  unbalance  is  amplified  by  high-gain  tuned  filters 
and  then  phase-sensitive  demodulated  to  dc.  The  dc  gain  of  the  con- 
troller is  very  high,  approximately  18  kilowatts/deg  F,  but  feedback 
limits  the  gain  to  l/lOO  this  at  anything  over  a few  l/lOO  Hz.  Due  to 
the  long  thermal  time  constant  of  the  RGG,  this  factor  provides  the 
extremely  well  regulated  average  temperature  that  is  required. 

In  addition  to  the  closed-loop  control  circuit,  an  open-loop  moni- 
tor channel  displays  the  temperature  control  bridge  unbalance  directly 
on  a panel  meter.  The  least  readable  division  on  this  meter  is 
0.0002  F (0.01  F full  scale).  As  might  be  expected  this  monitor 
fluctuates  continuously  about  an  average  hang-off  of  0.002°F.  The 
absolute  accuracy  of  the  monitor  is  probably  not  better  than  a few  tenths 
of  one  degree  F,  but  since  we  are  interested  only  in  a stable  tempera- 
ture, not  an  accurate  one,  the  absolute  accuracy  of  the  monitor  is  of 
little  importance. 
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B. 


NEW  ANALOG  ROTOR  SPEED  CONTROL  SERVO 


The  analog  section  of  the  speed  control  servo  was  redesigned  for 
two  reasons.  First,  it  was  physically  much  larger  than  necessary, 
and  second,  the  amplitude  of  the  voltage  for  the  spin  motor  reference 
phase  was  not  as  stable  as  was  desired.  The  importance  of  the  refer- 
ence phase  amplitude  stability  arises  for  „he  following  reason.  The 
servo  motors  are  normally  operated  with  nearly  equal  reference  and 
control  phase  amplitudes,  for  example,  15.00  and  11.30  V rms, 
respectively. 

These  voltages  generate  a specific,  rotor  torque  level  and  a 
specific  watt  loss  level  in  the  rotor  drag  cups.  The  loss  in  the  drag 
cups  causes  a specific  temperature  rise  of  the  rotor  and  thus  a definite 
sensor  resonance  operating  speed.  The  control  field  voltage  varies 
slightly,  but  the  variations  are  small  and  the  average  nearly  constant. 
Thus  the  rotor  temperature  rise  is  nearly  constant  and  the  sensor 
remains  tuned  to  resonance.  However,  if  the  reference  phase  voltage 
varies,  the  control  field  must  change  to  compensate  and  the  average 
rotor  drag  cup  loss  changes  and  hence  the  rotor  temperature. 

We  monitor  the  control  phase  voltage  of  the  servo  motors  almost 
continuously  during  normal  operation  as  an  overall  evaluation  of 
probable  system  performance.  This  is  discussed  in  more  detail  in  a 
subsequent  section. 

C.  SIGNAL  CONDITIONER  IMPROVEMENTS 

The  concept  of  the  signal  conditioner  has  been  discussed  in  depth 

in  previous  reports.  Briefly,  for  test  purposes  we  generate  1-,  2-, 

3-,  and  4-w  square-wave  and  sine-wave  reference  signals  of  various 

fixed  and  adjustable  amplitudes.  These  test  signals  must  be  precisely 

phase  locked  to  the  photocell  pulses  for  the  spinning  sensor  rotor. 

♦ 

The  signal  conditioner  for  RGG-1  did  not  have  a 3-w  signal  capa- 
bility and  if  the  sensor  rotor  speed  was  changed,  the  sine  wave  filters 
had  to  be  readjusted  to  get  the  proper  output  phase.  The  new  signal 
conditioner  panel  corrects  both  of  these  problems. 
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D.  BUILT-IN  MONITORS 


In  Figure  5-1  on  the  right  hand,  near  the  center  of  the  top  half 
of  the  rack,  a small  oscilloscope  and  a digital  multimeter  are  visible. 
These  two  monitor  elements  allow  almost  all  of  the  system  electrical 
signals  to  be  measured,  checked,  and  evaluated  simply  and  rapidly. 
They  have  proven  to  be  great  time  savers. 

E.  PRINTING  TERMINAL 

A General  Electric  Co.  Terminet  30  was  selected  for  the  new 
printing  terminal.  It  is  a relatively  quiet,  rugged,  continuous -duty 
device.  It  has  a cartridge  ribbon  that  lasts  for  weeks  of  continuous 
operation  and  a fan-fold  sprocket  feed  paper  supply  that  is  also  adequate 
for  several  weeks  of  continuous  operation.  This  terminal  is  a signifi- 
cant improvement  over  a conventional  teletype. 
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RGG-1  BALANCE  TUBE  INSPECTION 

During  the  month  of  June  1976,  RGG-1  was  completely  disassembled 
for  the  first  time  since  February  197  5,  when  transducers,  balance  tubes, 
and  components  on  the  sensing  structure  were  installed.  It  is  true  that 
RGG-1  was  partially  diassembled  many  times  during  the  grooming 
cycles  from  April  1975  through  May  1976,  but  RGG-1  was  never  dis- 
assembled to  the  extent  that  the  balance  tubes  could  be  examined 
visually.  It  had  been  known  for  many  months  that  the  balance  tubes 
were  not  electrically  functional,  but  this  fact  had  presented  no  problems 
since  none  of  the  experimental  activities  involved  ultra  precision  balanc- 
ing of  the  sensor.  In  fact,  the  type  of  laboratory  activities  up  to 
June  1976  did  not  even  require  adjustment  of  the  small  balance  screws. 
Thus,  the  malfunctioning  balance  tubes  were  considered  to  be  a very 
low  priority  problem. 

During  the  June  1976  disa.-s  ?mbly,  the  balance  tubes  were  exam- 
ined under  high  magnification,  and  all  of  the  fused  quartz  tubes  exhibited 
one  or  more  modes  of  failure.  In  most  cases,  the  quartz  was  fractured 
at  the  tube  ends  near  the  epoxy  seals  which  both  bond  the  electrodes  to 
the  quartz  tube  and  seal  the  tube  ends  to  prevent  leakage.  The  frac- 
tures in  the  quartz  permitted  small  amounts  of  mercury  and  electro- 
lyte to  escape  from  the  capillaries,  thereby  rendering  the  tubes 
inoperable. 

Our  shelf  stock  of  spare  balance  tubes  was  then  examined  and  to 
our  surprise,  most  of  these  tubes  had  also  failed,  and  in  a similar 
manner.  Thus,  the  high-g,  vacuum  environment  of  the  RGG-1  sensor 
was  exonerated  as  a contributing  factor  in  these  failures.  Liaison  with 
the  vendor,  Curtis  Instruments,  soon  revealed,  to  his  surprise,  that 
his  shelf  stock  also  exhibited  the  same  problems. 

The  fundamental  problem  apparently  concerns  the  use  of  epoxy 
in  direct  contact  with  fused  quartz,  a material  which  is  described  as 
a "super  cooled  liquid,"  As  the  epoxy  cured,- it  simply  fractured  the 
quartz  at  or  near  the  margin  line  of  the  epoxy  on  the  quartz  surface. 
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The  use  of  quartz  had  been  chosen  by  the  vendor,  in  lieu  of 
glass,  to  avoid  electrolyte  contamination,  a problem  which  had  been 
known  to  be  caused  by  leaching  of  sodium  from  the  glass.  Thus*  one 
problem  was  avoided  but  another  created.  Unfortunately,  the  general 
fracturing  phenomenon  caused  by  epoxy  in  contact  with  quartz  is 
rather  well  known  and  should  have  been  foreseen. 

Thus,  the  tube  parameters  should  have  been  considered  in 
more  detail  before  selecting  the  particular  epoxy-quartz  combination 
used  in  the  manufacture  of  the  balance  tubes.  Our  prior  purchase  of 
balance  tubes  on  an  earlier  contract  yielded  no  similar  problems 
simply  because  the  standard  commercial  glass  tubes  were  purchased. 
Such  tubes  were  not  considered  useful  for  the  final  RGG  configuration 
for  several  reasons,  including  the  fact  that  the  electrical  leads  were 
made  of  a magnetic  material. 

Subsequent  to  the  discoveries  of  the  failed  tubes,  discussions 
were  held  with  the  vendor  which  produced  a proposed  plan  of  action  to 
evaluate  combinations  of  tube  materials  and  cements.  It  is  believed 
if  such  a plan  had  been  implemented  that  the  balance  tube  requirements 
would  have  been  satisfied.  However,  further  work  in  this  area  was 
terminated  due  to  a careful  evaluation  of  program  priorities  which 
considered  the  factors  of  test  objectives,  problem  solving  priorities 
and  funds  availability.  In  brief,  the  problem  with  the  balance  tubes 
was  neither  a serious  one  nor  one  which  required  further  effort  at 
the  time. 

As  of  February  1977,  the  laboratory  work  with  RGG-1  and 
RGG-2  has  yet  to  produce  levels  of  sensitivity  which  either  confirm 
or  deny  the  need  for  a super-precision  balance  capability.  However, 
RGG-2  was  assembled  with  the  balance  tube  mounting  brackets  and 
the  necessary  electrical  components  in  anticipation  of  a retrofit 
program. 

Our  general  experience  with  inertial  instruments  indicates  the 
probability  that  minor  mass  shifts  will  occur  with  time.  Thus,  it  will 
be  highly  desirable  to  counteract  such  unbalances  without  disassembly 
of  the  sensor.  Two  alternative  candidate  solutions,  the  use  of  balance 
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SECTION  7 


STATIC  BALANCE  ADJUSTMENTS  OF  RGG-2 

During  the  adjustment  cycles  of  RGG-1  and  RGG-1S  it  was  learned 
that  the  first  screw  change  from  "as  manufactured"  to  some  reasonable 
balance  level  required  large  movements  of  large  screws.  These  large 
changes  frequently  used  all  of  the  screw  travel  capability;  even  when 
some  travel  remained,  fine  balance  changes  could  be  made  only  by 
using  fractional  turns  on  heavy  screws.  To  alleviate  these  problems 
a tare  weight  concept  was  instituted  and  an  attempt  was  made  to  opti- 
mize the  remaining  adjustments.  These  operations  are  discussed  in 
the  following  paragraphs. 

A.  THE  TARE  WEIGHT  CONCEPT 

As  mentioned  above,  relatively  large  mass  changes  are  required 
to  bring  the  gradiometer  from  the  "as  manufactured"  condition  to  some 
semblance  of  practical  balance.  Instead  of  turning  all  available  screws 
many  turns  to  bring  about  these  large  changes,  it  was  decided  to  leave 
all  of  the  screws  alone  except  those  in  the  center  plane  of  the  arm 
masses.  Then,  instead  of  turning  these  screws  many  turns,  their  mass 
was  changed  by  turning  off  the  ends  of  the  screws  or  replacing  them 
with  a different  size.  This  method  is  quite  effective.  The  required 
large  first  moment  and  second  moment  changes  are  accomplished  with- 
out moving  the  majority  of  the  screws  from  their  initial  center  position. 
After  the  tare  weight  changes  are  made,  the  trim  adjustments  can  then 
be  made  using  relatively  large  numbers  of  turns  on  small  screws  with- 
out running  out  of  travel  range.  The  tare  weight  concept  requires  a 
special  calculation  that  is  discussed  in  detail  in  Appendix  D. 

B.  BALANCE  SCREW  ADJUSTMENT  COMPUTATION 

After  the  RGG  vibration  sensitivities  of  the  gradiometer  have 
been  measured  on  the  vibration  stand,  the  balance  changes  required  are 
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overdetermined.  That  is,  the  net  balance  change  required  can  be  made 
by  a number  of  different  screws  or  combination  of  screws.  If  a poor 
combination  is  selected  it  is  possible  to  run  out  of  screw  travel  before 
the  best  possible  balance  is  attained.  A special  computation  method 
has  been  devised  to  overcome  this  problem  and  it  is  discussed  in  detail 
in  Appendix  C. 

C.  ADJUSTMENT  TRIAL  RESULTS 

When  the  gradiometer  is  in  the  "as  manufactured"  condition  the 
estimated  scale  factor  may  be  in  error  by  quite  a la,fge  factor.  There- 
fore the  first  measurement  of  the  sensor  vibration  sensitivities  and 
subsequent  adjustment  is  actually  a scale  factor  calibration.  Table  7-1 
shows  the  balance  sequence  trials  for  RGG-2.  It  can  be  seen  in  this 
table  that  for  the  first  adjustment  the  assumed  scale  factor  was  in  error 
by  a factor  of  almost  exactly  2.  The  adjustment  was  in  the  right  direc- 
tion to  reduce  the  sensitivity  coefficient  to  zero  but  we  overshot  by  100%. 
(This  was  due  to  an  engineering  error  since  the  scale  factor  is  actually 
known  to  far  better  than  100%.  ) The  next  step  amounted  to  another  tare 
weight  calculation  and  it  was  quite  successful.  In  this  (12/17/76) 
column,  most  attention  should  be  paid  to  T6,  the  "sum-mode  missmatch". 
The  correction  of  this  coefficient  requires  large  inertia  changes  of  the 
arms,  and  small  percentage  errors  in  these  changes  may  show  up  as 
Tl,  T2,  T3  and  T4  errors. 

The  results  of  the  first  real  trim  of  the  error  coefficients,  based 
on  static  (non- rotating)  vibration  tests,  are  shown  in  the  12/29/76 
column;  the  results  are  quite  satisfactory.  Since  time  on  the  contract 
was  running  out,  and  since  the  coefficients  may  change  when  the  sensor 
is  rotating,  the  static  balance  tests  were  terminated  after  the  second 
trim.  (Time  did  not  permit  dynamic  (rotating  sensor)  error  coefficient 
estimates  on  RGG-2  under  this  contract.) 

Table  7-1  is  given  in  terms  of  Tl , T2,  etc.  , instead  of  K1 , K2, 
etc.  , that  are  actually  used  by  Hughes  for  screw  turn  calculations. 

The  "T's"  refer  to  tensor  element  value  and  the  goals  are  shown  in 
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terms  of  the  requirements  for  the  hypothesized  AFGL  environment. 

Also,  the  T1  and  T2  and  T4  and  T5  coefficients  are  grouped,  since  in 
a random  environment  they  would  not  be  separately  identifiable.  It  is 
believed  that  this  terminology  will  be  more  useful  to  the  reader  than 
our  usual  K values. 

Table  7-1  lists  numbers  in  a column  entitled  "factor-to-go"  for 
the  T1  through  T6  error  coefficients.  These  numbers  are  based  on 
the  coefficient  estimates  made  using  the  5 January  1977  test  data  (after 
the  second  trim  of  the  balance  screws).  With  the  exception  of  T3,  the 
coefficient  factors-to-go  offer  promise  that  our  original  AFGL 
coefficient  goals  can  be  met.  By  contrast,  however,  the  T3  error 
coefficient,  often  referred  to  as  the  "Yankee  Screwdriver  Effect", 
stands  out  because  it  is  so  large.  This  is  not  surprising  since  no 
attempt  had  been  made  on  RGC-2  to  adjust  this  error  source.  We  know 
that  2-w  coaxial  vibrations  excite  this  error  source  and  we  hypothesize 
its  cause  to  be  a slight  twist  in  the  arm  support  structure.  Two  possible 
corrective  (adjustment)  methods  are  contemplated.  " As  discussed 
earlier,  we  have  provided  a method  of  introducing  a controlled  amount 
of  twist  into  the  pivot  structure.  Early  tests  on  RGG-1  demonstrated 
that  such  a twist  can  change  the  magnitude  of  T3.  The  second  method 
of  control  involves  an  adjuster  which  becomes  an  integral  component  of 
the  sensor.  The  adjuster  concept  is  known  but  has  yet  to  be  designed. 
Time  was  not  available  under  this  contract  to  investigate  and  demon- 
strate the  effectiveness  of  either  of  these  solutions. 
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SECTION  8 


DYNAMIC  BALANCING  OF  THE  RGG-2  ROTOR 

Rotating  reaction  forces  are  present  at  the  RGG  spin  bearings  if 
the  rotor  is  not  perfectly  balanced.  These  reaction  forces  shake  the 
test  platform  of  the  laboratory  VIALS,  are  detrimental  to  bearing  per- 
formance, and  results  in  motion  of  the  RGG  stator  that  may  contami- 
nate test  data. 

The  rotor  of  the  RGG-2  was  dynamically  balanced  on  25  and 
26  January  1977  using  techniques  developed  on  RGG-1.  Each  RGG  has 
16  radial  tapped  holes  in  a plane  at  each  end  of  the  rotor  as  seen  at  the 
lower  left  in  Figure  2-9.  Beryllium-copper  screws  in  these  holes  are 
adjusted  to  correct  unbalance. 

The  setup  for  dynamic  balance  is  to  suspend  the  RGG  on  four  long 
rods  so  that  the  only  significant  resistance  to  horizontal  motion  of  the 
RGG  stator  is  the  inertia  of  RGG  and  the  suspension  brackets.  The  RGG 
is  suspended  with  its  spin  axis  horizontal.  Two  geophones  are  mounted 
on  the  brackets  at  nodes  such  that  each  geophone  is  sensitive  only  to 
the  reaction  forces  introduced  into  the  plane  of  the  balance  screws 
nearest  to  that  geophone.  The  RGG-2  was  mounted  so  that  both  balance 
ports  faced  45  degrees  down  from  horizontal  and  a slight  overpressure 
of  dry,  filtered  air  was  maintained  .in  the  stator  to  prevent  debris  from 
entering  the  stator  when  a balance  port  was  removed  to  make  screw 
adjustments.  The  rotor  is  spun  at  synchronous  speeds  by  the  spin 
motor  to  obtain  unbalance  readings  on  the  geophones.  The  geophone 
output  voltages  are  demodulated  with  respect  to  the  master  pulse  from 
the  PE/ LED  to  provide  the  angular  location  of  the  needed  balance 
correction. 

The  first  measurement  on  RGG-2  indicated  the  need  for  about 
7 gram-centimeters  of  correction  in  each  balance  plane,  assuming  a 
scale  factor  of  0.578  gm-cm/millivolt  based  on  experience  with  RGG-1. 
The  angular  orientation  found  on  RGG-1  was  assumed  and  found  to  be 
correct  within  one  degree.  The  correction  made  was  to  remove  a 
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No.  8-32  beryllium  cooper  set  screw  0.375  in.  long  from  each 
balancing  plane  and  to  bottom  the  0.25  in.  long  screws  that  were  pre- 
viously used  to  lock  the  0.375  in.  screws  in  mid  travel. 

The  sequence  of  corrections  is  indicated  in  Table  2-6.  Test 
results  from  the  first  correction  provided  revised  scale  factors  for  the 
geophones.  The  first  correction  provided  balance  improvement  by  a 
factor  of  better  than  six.  The  second  correction  utilizing  the  new  scale 
factors,  improved  the  top  balancing  plane  by  a factor  of  eight  and  the 
bottom  by  a factor  of  32.  The  bottom  plane  was  then  out  of  balance  by 
only  0.04  gm/cm  and  was  into  the  noise  level  of  the  instrumentation 
such  that  the  phasing  (angular  location  of  the  unbalance)  could  not  be 
determined . 

One  last  correction  was  attempted  in  the  top  balancing  plane. 

It  involved  1.00  turn  of  one  screw  and  0.38  turn  of  another.  This  cor- 
rection could  not  be  verified  because  the  bearings  were  low  on  oil  as 
indicated  by  the  spin  motor  excitation.  Operation  of  the  RGG-2  on  the 
Laboratory  VIALS  subsequent  to  refilling  the  bearings  showed  that 
table  motion  due  to  rotor  unbalance  was  undetectable. 
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Table  8-1.  1 ••  Balance  Corrections  on  RGG-2 


First  Iteration 

Top  (+Z) 
Plane 

Bottom  (-Z) 
Plane 

Initial: 

Geophone  output,  millivolts 

12.68 

12.35 

angle 

1 

-vj 

C 

-92° 

Scale  factor  used,  gm  cm/mv 

0.  578 

0.578 

Indicated  unbalance,  gm  cm 

7.33 

7.  14 

After  correction: 

Geophone  output,  millivolts 

1.99 

1.91 

angle 

-74° 

-35° 

Second  Iteration 

Initial  (Geophone  as  above) 

Scale  factor  used,  gm  cm/mv 

0.679 

0.639 

Indicated  unbalance,  gm  cm 

1.351 

1.220 

After  correction: 

Geophone  output,  millivolts 

0.24 

0.06 

angle 

-25° 

±1° 

Indicated  unbalance,  gm  cm 

0.  163 

0.038 
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SECTION  9 


RGG-2  TEST  DATA  SUMMARY 


A.  RGG-2  ORIENTATION  TEST 


1.  Test  Description 


Orientation  testing  of  the  RGG  is  used  to  determine  stator- 

2 

fixed  bias  and  to  estimate  g and  g sensitivities  of  the  instrument.  The 
tests  are  conducted  by  positioning  the  RGG  stator  at  various  angular 
orientations  relative  to  an  axis  fixed  in  the  earth's  gravity  field.  After 
each  orientation  change,  the  instrument  is  allowed  to  stabilize,  and  the 
total  signal  output  of  each  RGG  channel  is  recorded  as  a function  of 
orientation  angle.  The  data  samples  are  taken  at  equal  and  integral 
orientation  angle  increments  for  a complete  spatial  revolution  of  the 
stator,  and  the  resulting  samples  are  processed  to  determine  the  spatial 
fourier  coefficients  of  the  output  function.  The  significance  of  these 
coefficients  depends  on  the  specific  test  conditions,  and  the  preliminary 
tests  on  RGG-2  were  restricted  to  the  following  three  specific  conditions: 

• Spin  axis  vertical  (SAV)  with  stator  orientation  increments 
of  45°  about  the  spin  axis. 

• Spin  axis  horizontal  (SAH)  with  stator  orientation  incre- 
ments of  450  about  the  spin  axis. 

• Spin  axis  tumble  (SAT)  at  15°  orientation  increments  in 

a fixed  vertical  plane  normal  to  the  RGG  stator  transverse 
reference  axis  (x). 

The  first  two  tests  were  used  to  estimate  case-fixed  biases,  and 

2 

the  last  test  was  used  to  estimate  g and  g sensitivities. 

2.  Test  Results 

The  data  for  all  tests  was  fitted  to  a five-parameter  Fourier 
function  of  the  following  form: 


G = a + a, 
o 1 


Cos  y + bj  Sin  y + Cos  2y  + b^  Sin  2y 


PRECEDING  PAGE  BLANK-NOT  FILMED 


In  each  case,  the  quality  of  the  function  fit  is  evaluated  by  the  bias  and 
standard  deviation  of  the  fitting  error.  The  quality  of  the  data  is  judged 
on  the  basis  of  its  standard  deviation,  and  the  significance  of  each 
coefficient  estimate  is  determined  by  its  size  relative  to  the  curve 
fitting  and  data  error  measures. 

The  standard  deviation  of  the  data  from  the  spin  axis  vertical 
orientation  test  is  negligible  (1.2  EU),  and  the  principal  gradient 
channel  fitting  errors  are  +1.7  EU  Bias  and  5.3  EU  STD  DEV.  The 
cross-gradient  channel  fitting  errors  are  +0.03  EU  Bias  and  16.7  EU 
STD.  DEV.  The  significant  coefficient  estimates  from  this  test  are  as 
follows: 

Principal  Gradient  Channel  Bias  +27  EU 

Second  Harmonic  Amplitude  750  EU 

The  second  harmonic  amplitude  is  due  to  the  local  gravity  field  and  to 
the  magnetic  field  sensitivity  of  the  sensor.  These  influences  have  not 
been  separated. 

The  standard  deviation  of  the  data  from  the  Spin  Axis  Horizontal 

Orientation  test  is  approximately  44  EU,  and  the  curve  fitting  errors 

have  less  than  0.  1 EU  Bias.  The  standard  deviation  of  the  curve  fitting 

errors  are  287  EU  and  172  EU  for  the  principal  and  cross-gradient 

channels,  respectively.  The  bias  coefficient  estimates  for  both  channels 

are  within  the  curve  fitting  errors,  i.e.  , less  than  150  EU.  The  second 

harmonic  amplitude  was  approximately  36,000  EU.  This  amplitude  is 

the  result  of  the  g - sensitivity  of  RGG-2,  its  magnetic  sensitivity,  and 

the  local  gravity  gradient  field.  It  is  estimated  that  the  uncompensated 
2 

g sensitivity  is  contributing  approximately  33,000  EU,  that  the  magne- 
tic sensitivity  is  contributing  approximately  750  EU  and  that  the  local 
gravity  field  is  contributing  approximately  2250  EU. 

3 . Summary  and  Conclusions 

The  preliminary  orientation  tests  on  RGG-2  met  the  objectives 

of  providing  stator-fixed  bias  estimates  and  of  providing  estimates  of 

2 ... 
the  g sensitivity  of  the  instrument.  The  stator-fixed  bias  estimates 
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for  each  RGG  channel  in  both  spin  axis  orientations  are  presented  in 
Table  9-  1 . 


Table  9-1.  Stator- Fixed  Bias  Estimates 


RGG  Spin  Axis 
Orientation 

Principal 
Gradient  Bias 

Cross 

Gradient  Bias 

Vertical 

+ 26.9  EU 

- 2.2  EU 

Horizontal 

-154.0  EU 

-130.  7 EU 

lift 

T2145 


Estimates  of  g sensitivity  were  made  from  both  the  SAH 

orientation  test  and  from  the  spin-axis  tumble  test  (SAT).  In  both  cases, 

the  sensor  output  data  was  corrected  on  the  basis  of  an  assumed  local 

2 

gravity  field.  The  g sensitivity  estimates  are  in  close  agreement  as 
indicated  by  Table  9-2. 

No  significant  "g"  sensitivity  could  be  observed  from  these 

tests . 


2 

Table  9-2.  g Sensitivity  Estimates 


RGG-  Test 

g2  Sensitivity 

SAH 

+33,284  EU/g2 

SAT 

+33,387  EU/g2 

T2146 


Although  a few  preliminary  test  runs  had  been  made  on  RGG-2 
in  December,  the  first  significant  tests  were  started  on  Monday, 

10  Jan  1977.  At  that  time,  the  spin  bearings  had  been  filled  and  run  in, 
the  sensor  temperature  had  stabilized,  and  a good  internal  vacuum  had 
been  attained.  The  sensor  was  mounted  on  the  vibration  isolation  test 
stand  for  all  of  the  tests  discussed  in  the  following  paragraphs.  The 
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arms  of  the  sensor  had  been  balanced  by  the  static  balance  procedures 
discussed  in  a previous  section,  but  no  rotating  balance  adjustments  had 
been  made.  In  addition,  the  sensor  rotor,  as  a whole,  had  not  been 
dynamically  balanced;  this  unbalance  was  sufficiently  large  that  it 
caused  the  whole  test  mount  to  vibrate  at  a significant  level. 

In  this  poorly  trimmed  and  unadjusted  condition  the  test  results 
discussed  in  the  following  paragraphs  were  obtained  during  the  week  of 
10  Jan  1977. 

B.  SPIN  AXIS  VERTICAL:  TRANSIENT  RESPONSE  AND 

5 HOUR  RUN 

One  of  the  most  impressive  gradiometer  demonstrations  is  to 
show  its  time  response  to  a proximate  mass.  Figure  9-1  shows  the 
transient  response  of  RGG-2  to  a 35-kg,  short,  stubby,  lead  mass 
cylinder.  A highly  simplified  estimate  of  the  gradient  due  to  this  mass 
at  0.  3 meters  is 


rp  - <GYY  - GXX)  _ 3 GM 
^ ‘ 2 "2  1*7 

= 151  EU 

This  calculation  neglects  the  size  effect  of  both  the  mass  and  the 
gradiometer.  It  assumes  that  the  gradiometer  is  a point  and  the  mass 
is  a point;  both  assumptions  are  obviously  untrue.  Nevertheless,  the 
computer  printout  indicates  a delta  gravity  gradient  change  of  130  EU 
for  this  particular  test.  The  computer  evaluated  the  sensor  signal 
noise  as  being  approximately  1.0  EU  during  the  nontransient  periods  of 
this  test.  Since  the  sensor  was  quite  stable  during  this  demonstration 
it  was  also  possible  to  record  the  presence  of  personnel  standing  in  the 
vicinity  of  the  gradiometer.  Although  these  latter  records  are  impres- 
sive, they  have  no  technical  value  and  are  not  reproduced. 

4 
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1-12-77 


RESPONSE  TO  36  kg  MASS 


EU  AT  THE  TENSOR  ELEMENT 
500  SECONDS  


Figure  9-1.  RGG-2  transient  response  plot  to  a 35  kG  mass  at  0.  3 m. 
Spin  axis  vertical. 


It  should  be  noted  that  the  analog  channel  used  to  generate  these 
time  response  curves  is  a monitor  and  display  channel  only.  It  is  not 
an  instrumentation  grade  channel  and  is  not  used  for  data  taking  pur- 
poses. All  RGG  data  is  derived  from  the  computer  printout. 

While  RGG- 2 was  in  the  spin  axis  vertical  attitude  and  mounted 
on  the  vibration  isolation  system,  a 5-hour  run  was  made.  In  addition 
to  the  conventional  printout,  a paper  tape  was  punched  with  the  same 
data.  This  tape  was  then  loaded  into  an  off-line  computer  and  each 
data  point  plotted  on  a graph  as  shown  in  Figure  9-2  for  the  principal 
gradient  tensor  term  and  in  Figure  9-3  for  the  cross  gradient  tensor 
term.  The  ordinates  for  these  two  plots  are  in  EU  and  the  abscissa  is 
the  count  of  the  data  points  - one  every  10  seconds. 

Considering  the  trim  and  adjustment  level  of  RGG-2  at  that 
time,  the  goal  of  1.0  EU  is  shown  to  be  near  at  hand. 


c. 


SPIN  AXIS  HORIZONTAL:  TRANSIENT  RESPONSE  AND 
3 HOUR  RUN 


After  the  spin  axis  vertical  tests  described  in  the  paragraphs 
above,  the  sensor  was  rotated  to  the  spin  axis  horizontal  attitude  and 
allowed  to  stabilize.  The  transient  response  test  was  then  repeated 
and  the  resulting  graph  is  shown  in  Figure  9-4.  This  figure  repre- 
sents a landmark  for  the  Hughes  gravity  gradiometer  program.  It  is 
the  first  transient  response  graph  with  the  spin  axis  horizontal  that 
demonstrates  a worthwhile  gradiometer  capability.  This  relatively 
small  delta  mass  signal  (119  EU)  was  detected  in  the  correct  channel, 
riding  on  top  of  the  35,590  EU  unadjusted  anisoelastic  bias  signal. 

In  addition  to  the  transient  response  proximate  mass  tests, 

5-hour  and  3-hour  stability  runs  were  made  (spin  axis  horizontal). 

The  5-hour  test  produced  an  acceptable  drift  run.  However,  a change 
in  the  computer  speed  control  servo  gain  significantly  reduced  the  noise 
in  the  signal  so  a second  run  was  made.  The  second  test  was  run  under 
computer  control  from  11:00  PM  to  2:00  AM  and  was  limited  to  3 hours 
(due  to  an  operator  oversight).  The  3-hour  run  is  shown  in  Figures  9-5 
and  9-6. 

It  will  be  noted  that  the  drift  and  noise  figures  of  merit  are 
approximately  an  order  of  magnitude  larger  than  similar  figures 
obtained  fcr  the  vertical  spin  axis  orientation.  These  results,  although 
short  of  the  goal  are  surprisingly  good  considering  the  state  of  sensor 
grooming  at  the  time  the  tests  were  made.  It  is  expected  that  superior 
resuits  will  be  obtained  with  RGG-2  where:  1)  the  anisoelastic  coefficient 
is  adjusted;  2)  the  arms  are  balanced  to  the  proper  level;  3)  the  sum 
mode  coupling  coefficient  is  minimized  for  horizontal  spin  axis  opera- 
tion, and  4)  the  rotor  has  been  dynamically  balanced. 

D.  ANGULAR  RATE  SCALE  FACTOR  TESTS 

As  has  been  stated  many  times,  no  gravity  gradiometer  can 
distinguish  between  a gravity  gradient  and  the  square  of  an  angular  rate 
input.  After  RGG-2  had  demonstrated  a long-time  stability  and  a noise 
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ilUit 


OPTION: 


Figure  9-5.  R GG-principal  gradient  noise  and  t 


Figure  9-6.  RGG  No.  2 cross  gradient  noise  and  trend  plot  spin  axis  horizon 


of  less  than  10  EU  per  channel  with  the  spin  axis  horizontal,  a test  was 

made  on  1/14/77  to  measure  this  angular  rate  sensitivity. 

With  the  gradiometer  spin  axis  horizontal,  the  vibration  test 

stand  was  oscillated  about  its  vertical  axis  at  a peak  rate  of  7.88  x 
-4 

10  rad/sec  squared  at  20  Hz,  a frequency  not  harmonically  related 
to  the  spin  speed.  The  data  were  taken  in  the  following  sequence: 

• Apply  angular  rate 

• Allow  2-minute  stabilization  time 

• Take  1 -minute  data  average 

• Remove  angular  rate 

• Allow  2-minute  stabilization  lime 

• Take  1-minute  data  average 

• Repeat  above  12  times 

The  delta  outputs  were  averaged  (with  due  regard  for  sign  changes)  and 
the  average  output  signal  was 

GP  = 176.15  EU  ; GC  = 0. 3 EU 

The  theoretical  output  signal  for  our  scaling  is 


GP  = —■  x 109  = 155.3  EU 


This  13.4%  scale  factor  discrepancy  remains  to  be  investigated. 

E.  WINDAGE  TESTS 

Due  to  the  open  rotor  structure  of  RGG-1  and  RGG-1S,  when- 
ever the  pressure  in  the  sensor  changed  a few  tens  of  microns,  the  arms 
windmilling  in  this  new  atmosphere  caused  a significant  change  in  the 


i, 

1. 


output  signal.  RGG-2  was  designed  so  that  the  outer  rotor  is  nearly 
enclosed,  except  for  a few  small  holes  at  the  ends,  to  reduce  this 
windage  effect. 

At  the  time  that  we  attempted  to  make  windage  effect  measure- 
ments on  RGG-2,  the  spin  bearings  were  operating  erratically  and 
critical  tests  were  impossible.  However,  it  was  possible  to  determine 
that  the  windage  effect  for  RGG-2  was  less  than  1/20  that  of  RGG-1  or 
RGG-1S  and  is  probably  even  better  than  that.  In  fact,  RGG-2  was 
operated  with  the  internal  pressure  equal  to  one-half  atmospheric  pres- 
sure and  the  signal  changed  by  only  1000  EU.  This  is  a dramatic  change 
from  RGG-1  which  changed  by  tens  of  thousands  of  EU  when  the  internal 
pressure  was  allowed  to  increase  to  one  thousand  microns.  Thus,  we 
conclude  that  the  excessive  internal  pressure  sensitivity  problem  of 
RGG-1  has  been  corrected  in  RGG-2. 
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APPENDIX  A 


WINDAGE  EFFECTS  ON  ROTATING  GRAVITY 
G RADIOMETER  AT  LOW  PRESSURE 


SUMMARY 

Calculations  have  been  made  of  the  windage  torque  on  the  rotor 

of  the  rotating  gravity  gradiometer  at  17.  76  rps  in  air  at  approximately 

-1-5 

120F  at  pressures  of  10  and  10  torr.  Neglecting  end  and  cutout 

- 3 - 6 

effects  the  torques  are  4.  3 x 10  and  1.  03  x 10  in.  -lbf  at  the  higher 
and  lower  pressures,  respectively.  Heat  transfer  between  air  and 
rotor  or  stator  surfaces  is  3.6  x 10  Btu/ft  sec  and  less.  Flow  and 
geometric  parameters  indicate  no  torque  fluctuations  from  Taylor 
vortex  instabilities. 


CONDITIONS 


Calculations  of  windage  effects  on  the  rotor  of  the  rotating  gravity 
gradiometer  (RGG)  have  been  extended  to  the  following  conditions  in 
air: 

-1  -5 

Pressures  10  to  10  torr 

(0.  2785  to  2.  785  x 10"5  psf) 

Temperatures  110F  to  130  F 

(570°  to  590°R) 

Referring  to  the  cylindrical  flow  geometry  shown  in  Figure  A-l, 
w = 17.  76  rps,  dj  = 2r  = 6.  562  in.  , = 2r^  = 6.  687  in.  , L = 6.  574  in. 

Effects  of  cylinder  ends  and  surface  cutouts  have  been  omitted. 


WINDAGE  TORQUE 

The  degree  of  gas  rarefaction  is  measured  by  the  Knudsen  number 


K = 
n 


(1) 
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OUTER  CYLINDER 
(STATOR) 


INNER  CYLINDER 
(ROTOR) 


Figure  A- 1 


Cylindrical  flow 
geometry 


where  the  mean  free  path  X is  computed  from  the  kinetic  theory  relation 


X,  cm  = 5.  09  x 10 


-2  r t > k]  r_i 

L 298  J Lp, 


IQ"1 
torr_ 


(2) 


Under  the  above  conditions,  eqs.  (1)  and  (2)  and  the  following 

table 


X,  cm/ /K 

n 

p,  torr 

110  F 

130  F 

10"1 

0.  054//0.  34 

0.  056/ /0. 352 

10-5 

540//3400 

560//3520 

show  that  the  flow  between  cylinders  is  free-molecular  (K^  > 10  approx 
imately)  at  the  lower  pressure  and  transitional  (between  slip  flow  and 
free-molecular)  at  the  higher  pressure.  Variation  due  to  temperature 
is  negligible,  so  an  average  temperature  T = 120F  can  be  used  here- 
after within  the  accuracy  of  these  estimates.  Thus,  the  Mach  number 
M at  the  rotor  periphery  is 


wr, 


rev  0 rad  3.281  in 
1 7.  76 x 2tt x 


M = 


JvRT 


sec 


rev  12  in/ft 


0. 0258 


(3) 


'1. 4 x 1716 


ft‘ 


x 580  R 


sec 


A number  of  studies  (References  1 through  6,  for  example)  con- 
sider this  rarefied  Couette  flow  problem.  The  essential  requirement 
for  solution  in  the  region  between  slip  and  free  molecular  flow  is  that 
approximations  to  the  collision  integral  or  velocity  distribution  function 
be  made  in  the  governing  Boltzmann  equation,  which  replaces  the 
Navier-Stokes  equation  for  continuum  flows.  It  is  usually  assumed 
(as  guided  by  experiments)  that  molecules  reflect  diffusely  after 
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impingement  on  typical  smooth  metallic  surfaces,  and  that  tangential 
and  normal  momentum  accommodation  coefficients  are  near  unity.  It 
was  assumed  in  using  the  equations  of  References  1 and  3 that  the 
(constant)  surface  temperatures  of  rotor  and  stator  were  equal.  Fur- 
thermore, in  Reference  3 equations,  Prandtl  number  = 0.  715  was 
assumed.  In  all  cases  specific  heat  ratio  y of  1. 4 for  air  was  used. 

The  torque  on  the  rotor  is  obtained  from  surface  shear  stress 
r by  the  relation 


M 

o 


2ttt^  Lt 


(4) 


Some  of  the  references  present  frictional  drag  coefficient  or  C^., 
from  which  the  torque  can  be  obtained  using  the  definition 


C 


f 


(5) 


where  p and  p are  density  and  pressure,  respectively. 

The  solutions  for  rotor  torque  of  References  1,  2,  3,  5,  and  6 
are  plotted  in  Figure  A-2  as  a function  of  Knudsen  number,  with  the 
two  specified  pressure  levels  marked.  Although  different  series  expan- 
sions in  high  or  low  K were  used,  all  theories  produce  a reasonably 
consistent  curve.  In  Reference  2 only  graphical  results  are  available, 
allowing  the  single  point  comparison.  The  second-order  expansion 
equations  of  Reference  3 (for  low  K^)  are  quite  lengthy  to  compute,  but 
the  values  shown  at  = 0.  34  would  probably  agree  even  better  with  the 

curve  if  higher-order  terms  were  available.  From  Figure  A-l  it 

3 6 

appears  that  torques  of  about  4,  3 x 10  in.  Ibf  and  1. 03  x 10  in.  lbf 

- 1 -5 

correspond  to  pressures  of  10  torr  and  10  torr,  respectively. 
Experiments  indicate  reasonable  good  agreement  with  a theoretical 
C^M  curve  for  air  and  argon. 
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TORQUE  ON  CYLINDER 


The  entire  cylindrical  surface  area  of  the  rotor  was  used  in 
ea  (4).  A rough  approximation  to  the  effect  of  cutouts  on  torque  would 
be  to  reduce  the  shear  area  by  the  amount  of  total  cutout  area.  More 
rigorous  analysis  is  not  presently  considered.  It  should  be  noted  that 
for  solid  concentric  cylinders,  Taylor  vortex  instability  and  torque 
fluctuations  have  been  found  when  the  Taylor  number 


T = 


>41.  3 


(6) 


In  the  present  case, 


T = 0.  021 9 (7) 

where  p = absolute  viscosity  = 4x10  1 slug/ft  sec 

ft2 

R = gas  constant  =1716 ^ for  air 

sec  R 

Hence  the  Taylor  number  T = 0.  0153  for  p = 10  ' Torr  (0.  278 
psf),  is  far  below  the  instability  level,  and  would  be  still  lower  at  the 
lower  pressure.  Therefore,  it  can  be  concluded  that  such  flow  insta- 
bility should  not  occur. 

HEAT  TRANSFER 

It  was  found,  from  the  heat  transfer  equations  to  first  order  in 

Reference  3,  that  heat  transfer  rates  from  the  air  to  either  rotor  or 

-5  2 

stator  were  approximately  10  Btu/ft  sec.  For  the  case  when  the 
rotor  was  at  120F  and  the  stator  at  1 10F,  the  simplified  flat-plate 
Couette  flow  model  reported  in  Reference  6 was  used  to  estimate  heat 
transfer  rate.  Heat  transfer  rate  versus  Knudsen  number  thus  computed 


1 

1 


C 


__si 
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is  shown  in  Figure  A-3.  The  rate  is  proportional  to  the  temperature 
difference  (AT,  R)  between  the  surfaces  in  relative  motion.  At  the 
higher  specified  pressure  of  0.  1 Torr,  q = 3.  6 x 10-3  Btu/ft2sec.  At 
the  lower  pressure  of  10-5  Torr  9 = 5.  7 x 10"7  Btu/ft2sec. 

For  future  calculations  of  either  torque  or  heat  transfer  variation 
with  Knudsen  number  (i.  e. , pressure  and  temperature)  it  is  suggested 
that  the  pertinent  equations  of  Reference  3 be  programmed  to  obviate 
lengthy,  tedious  hand  calculations. 


FOR  AT  = 10°  R 

BETWEEN  ROTOR  AND  STATOR 


KNUDSEN  NO.  K, 


Heat  transfer  rate  between  rotor  and  air  at  low  pressure. 
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APPENDIX  B 


RGG-2  DATA  PRINTOUT  DESCRIPTION  AND  FORMAT 


Figure  B-l  shows  an  RGG-2  data  heading  printout  and  data 
record.  The  various  features  are  discussed  in  the  following  para- 
graphs. The  recorded  environmental  data  will  be  interleaved  with  this 
data. 

RGG-2 

1,14,77  9:36  TNO  1 BIAS  -70.2000  0.0  0.0  0.0000 

MI-MS*  59.  59.  55.  65.  73.  76.  100.  67. 

ARMI  0.5029  0.7368  ARM2  0.5208  0.5087  TU-FAC  13680. 

LAST  BAL  4,10.76  10:28.  SPEED  575792.00  0.01  2W  = 34.7348 

SERVO  0.004  0.800  GAIN  21.13439  FAC  0.0643500 


S.L.  1000  0010 

1000  0000 

GP=0. 5* (GYY-GXX) 

GC=GXY 

COND 

3P 

GC 

MAG 

PHA 

FM-CAR 

OCT.  ERR 

2W  AVE 

2W245 

35592. 1 

-4780.3 

35911.6 

-7.65 

219615.9 

0 

2W245 

35595.6 

-4779.3 

35915.0 

-7.65 

219609.1 

0 

2W245 

35599.6 

-4778.6 

35918.8 

-7.65 

219625.3 

-1 

2W245 

35604.0 

-4786.0 

35924.2 

-7.66 

219624.5 

0 

2W245 

35600.7 

-4785.6 

35920.9 

-7.66 

219615.3 

0 

2W245 

35597.8 

-4779.0 

35917.2 

-7.65 

219616.3 

0 

2W24  5 

35590.9 

-4774.4 

35909.7 

-7.64 

219625.8 

0 

2W245 

35594.2 

-4776.4 

35913.3 

-7.64 

219632.3 

0 

2W  AVE 

8=N 

35596. 9=P 
35916. 3=MAG 

-4780.0= 
5.66  = 

=C  4. 

=SMAG 

19=SP  3.81=SC 

-7. 6479=PHA 

DELTA  FROM  LAST  AVERAGE 

126. 0=P  9 . 2=C  1 26. 3=MAG  4.1940=PHA 


Figure  B-l.  RGG-2  Heading  and  Sample  Data  Printout 


RGG-2  Identifies  the  sensor  being  tested. 

1,  14,77  9:36  Month,  day,  year,  and  time  of  test.  This  flag  will 

also  be  printed  every  half  hour  during  the  data  print- 
out periods. 

TNO  1 Test  number 

BIAS  -70.200  0.0  0.0  0.0000 

The  first  and  fourth  terms  are  data  rotation  angles 
in  degrees.  They  are  always  added  together  arith- 
metically in  the  computer.  During  testing,  the 

145 


PRECEDING  PAGE  BLANK- HOT  FIU43D 


fourth  term  will  be  determined  by  the  characteristics 
of  the  sensor  itself  and  the  internal  electronics.  It 
is  not  expected  that  it  will  be  changed  during  the 
course  of  the  test.  The  first  term  is  used  to  correct 
for  the  phase  of  an  excitation  signal  such  as  a vibra- 
tion. The  second  and  third  terms  can  be  used  to 
remove  constant  components  from  the  printout.  In 
the  example  shown,  if  the  operator  types; 

BIA-70.  2 35596.9  -4780.0 

only  the  differences  between  the  sensor  signals  and 
these  constant  terms  will  be  printed. 

M1-M8  = 59.  59.  55.  65.  73.  76.  100.  67. 

These  are  the  encoder  disc  slot  corrections.  They 
are  times  in  1/10  microsecond  increments  and  each 
unit  count  represents  about  2.4  arcseconds. 

ARM1  0.  5029  0.  7368  ARM2  0.  5208  0.  5087  TU-FAC  13680. 

LAST  BAL  4,  10,  76  10:28 

These  items  applied  to  the  use  of  the  mercury 
micro-balance  tubes  (currently  not  being  used). 

SPEED  575792  0.01 

The  first  number  determines  the  10  megahertz 
counts  per  revolution  10,000,000/575792  = 1 
= 17.  3674  RPS.  The  second  determines  the  percent 
overspeed  allowed  before  computer  shut  down. 

SERVO  0.004  0.800 

These  are  the  computer  multipliers  for  the  digital 
Gravity  Gradient  Instrument  (GGI)  Sensor  rotor 
speed  control  servo  before  digital  to  analog 
conversion. 
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GAIN  21.  13439 

This  is  the  ratio  of  the  sensor  normal  gain  amplifier 
to  the  low  gain  amplifier. 

FAC  0.  0643500 

This  is  the  factor  that  relates  the  delta  FM  signal 
plus  zero  crossing  per  octant  of  the  encoder  disc  to 
the  EU  printed  out  in  the  GP  and  GC  columns. 

S.  L.  1000  0010  1000  0000. 

This  shows  the  state  of  the  GGI  Sensor  and  computer 
logic  at  the  time  of  printout.  Table  B-l  explains  the 
functions  of  the  various  bits.  The  S.  L.  can  be 
changed  during  the  course  of  a text  and  the  new 
states  are  always  printed  out  when  a change  is  made. 

GP  = 0.  5*(GYY  - GXX)  GC  = GXY 

This  heading  item  merely  defines  the  gravity  gra- 
dient tensor  terms  that  Hughes  will  be  printing  in 

the  data  columns.  The  data  print-outs  are  in  EU 
-9  -2 

units  (10  sec  ).  X and  Y refer  to  the  GGI  Sensor 
stator  coordinates. 

COND  GP  GC  MAG  PHA  MG-CAR  OCT.  ERR 

These  are  the  column  headings  for  the  GGI  data 
printouts. 

COND  shows  that  the  2W  signal  is  being  printed  and 
the  245  shows  that  the  data  is  being  averaged  in  a 
245  revolution  (14  sec)  moving  window. 

GP  and  GC  columns  are  the  principal  and  cross 
terms  of  the  gradient  tensor  as  shown  above. 

MAG  is  the  root- sum- square  of  GP  and  GC.  This 
is  printed  merely  as  a convenience. 

PHA  is  the  phase  of  the  MAG  term  in  degrees  cal- 
culated from  arctan  (GC/GP). 

FM-CAR  is  the  average  carrier  frequency  in  Hertz 


147 


of  the  frequency  modulated  GGI  Sensor  output  signal. 
This  is  a monitor  function  only. 

OCT.  ERR  is  a sample-data  print-out  of  the  10  mega- 
hertz count  error  in  the  zero  octant  at  the  instant  of 
print-out.  This  is  a speed  control  monitor  function 
only. 

2W  AVE  Signals  the  operator  that  the  computer  sense  switches 
have  been  set  so  that  the  computer  will  start  accum- 
ulating the  average  of  the  GP  and  GC  columns. 

Print  outs  occur  every  10  seconds  (175  sensor  rotor 
revolutions)  for  AFGL  data  and  every  20  seconds 
(350  sensor  rotor  revolutions)  for  SSM  data.  The 
print  out  period  is  selected  by  setting  a computer 
sense  switch. 


2W  AVE  8 = N 


At  the  end  of  the  data  averaging  period  this  print 
out  shows  the  number  of  lines  of  data  in  the  average. 


35596.  9 = P and  -4780.  0 = C 


These  are  the  N data  point  averages  - in  EU  - of  the 
GP  and  GC  columns  respectively.  The  computer  is 
programmed  to  always  store  the  last  calculated 
averages  of  GP  and  GC. 

4.  19  = SP  a \d  3.  81  = SC 

These  are  the  biased  estimates  (use  N instead  of 
N-l  in  the  calculation)  of  the  standard  deviation 
about  the  averages  (means)  of  GP  and  GC 
respectively. 

35916.  3 = MAG  and  5.  66  = SMAG 

These  are  the  root-sum-squares  of  the  P and  C, 
and  SP  and  SC  respectively. 


148 


w ' 


-7.6479  = PHA 

Is  the  average  phase  of  MAG  in  degrees  with  5 
significant  figures. 

i DELTA  FROM  LAST  AVERAGE 

This  is  a print  out  option  that  is  selectable  by  the 
! use  of  an  S.  L.  switch  as  explained  in  Table  B-l. 

j This  is  saves  time  and  possible  errors  when  meas- 

uring the  delta  signal  change  caused  by  external 
influences  such  as  magnetic  fields,  proximate  mass 
or  vibration. 

Table  B-l  lists  the  sensor  logic  (S.  L.  ) states  for  the  GGI  Sensor 
(RGG-2)  and  the  computer.  Logic  states  are  changed  by  setting  the 
desired  S.  L.  switches  ON  (or  OFF)  and  pushing  the  SET  button  on  the 
I GGI  Sensor  RF  power  supply.  Logic  states  can  be  set  singly  or  in 

j appropriate  combinations. 

Table  B-l.  GGI  Logic  States 


S.  L.  STATE 

CLEAR 

❖Normal  gain  filtered  sensor 
signal 

10 

❖ Low  gain  filtered  sensor 
signal 

9 + 10 

❖ Unfiltered  sensor  signal 

1+9+10+5+CD 

Monitor  unregulated  DC  supply 
for  sensor  internal  electronics 

2+9+10+5+CD 

Monitor  regulated  DC  supply 
for  sensor  internal  electronics 

1 +2+9+1 0+5+CD 

Monitor  internal  temperature  of 
GGI  Sensor 

* 4+CD 

Applies  an  internal  differential 
torque  to  the  GGI  Sensor  arms. 
Can  be  applied  during  any  of  the 
modes  above. 

T2147 
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Table  B-l.  GGI  Logic  States  (Continued) 


5tCD 


Injects  a square  wave  test  signal 
to  the  input  of  the  GGI  Sensor 
internal  electronics.  Can  be 
applied  during  any  of  the  modes 
* above. 


Calculates  delta  from  the  last 
average  of  any  of  the  modes  above 

Start  computer,  any  of  above 
modes  at  TIM  ft  3 in  minutes 
based  on  a 24  hour  clock.  Stop 
computer  at  TIM  ft 4 in  minutes 
based  on  a 24  hour  clock. 


T2147 
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APPENDIX  C 


VIBRATION  TESTING  OF  THE  NON -SPINNING  RGG  FOR 
COEFFICIENT  ESTIMATION  AND  COMPENSATION 


INTRODUCTION 

Non-spinning  tests  of  the  RGG  inner-rotor  were  developed  and 
implemented  early  in  the  construction  and  assembly  processes  of 
RGG-1.  The  purpose  of  these  tests  was  to  make  preliminary  error 
coefficient  estimates  in  order  to  determine  the  initial  arm  mass  balanc- 
ing requirements.  Because  of  the  uncontrolled  environment,  these 
tests  were  relatively  crude,  and  all  of  the  more  precise  balancing 
adjustments  had  to  be  based  on  spinning  tests. 

During  the  past  year,  significant  improvements  have  been  made 
in  non-spinning  test  technology.  It  is  anticipated  that  all  of  the  coarse 
balance  screw  adjustments  can  be  made  on  the  basis  of  non-spinning 
test  data  and  that  it  may  be  possible  to  make  the  fine  balance  screw 
adjustments  from  the  non-spinning  data  as  well. 

The  improvement  of  the  non -spinning  test  technology  is  the 
direct  result  of  the  ability  to  conduct  these  tests  in  the  controlled 
environment  of  the  stator.  Under  these  conditions,  the  RGG  arms  are 
shielded  from  ambient  air  currents,  temperature  stability  is  main- 
tained, and  the  rotor  angular  orientation  can  be  set  precisely  for  each 
test  condition.  Asa  result,  significant  improvements  in  test  repeat- 
ability have  been  achieved,  and  error  coefficient  separation  on  the 
basis  of  the  angular  harmonics  of  rotor  position  has  been  made  possible. 

The  purpose  of  this  appendix  is  to  describe  the  new  non-spinning 
test  concepts  and  to  present  the  error  coefficient  estimation  equations 
associated  with  these  concepts.  An  additional  purpose  is  to  present 
a set  of  adjustment  influence  equations  for  RGG-2. 


NON-SPINNING  TEST  CONCEPTS 

The  non-spinning  test  concepts  of  the  RGG  are  based  on  the 
ability  to  estimate  differential  mode  input  torque  changes  from  the 
observed  output  signal  changes  which  result  from  linear  or  angular 
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vibration  inputs  to  the  RGG  stator  at  the  differential  mode  resonant 
frequency.  This  is  achieved  by  employing  the  excitation  frequency  in 
the  RGG  signal  detection  process  and  by  using  a priori  knowledge  of  the 
signal  process  transfer  functions.  Under  these  conditions,  the  linearized 
and  normalized  differential  mode  torque  is  related  to  the  input  vibralion 
functions  by  (1). 


# [k,  - 

+ [k2  - 2K7C. 

[ 


2K_C . + 2KqC.  + K,riC, 

7 jg  8 ig  10  kg 


n. 

i 


. - 2K0C . - K0C.  n. 

ig  8 Jg  9 kg  j 


+ K,  - KqC.  + KinC. 

3 9 jg  10  ig 


(1) 


n. 


+ K.w.  + K,w. 
4 l 5 j 


+ Vk 


The  C.  , C.  , and  C,  are  the  direction  cosines  of  the  gravity  vector 
ig  Jg  kg  _ ° 

in  the  rotor  reference  frame  (ijk). 

To  illustrate  the  concept  of  error  coefficient  separation  on  the 

basis  of  the  angular  harmonics  of  rotor  position,  it  is  convenient  to 

expand  (1)  in  stator  coordinates  (xyz)  as  a function  of  the  relative  rotor 

angular  position  (a).  A general  form  of  the  expansion  of  (1)  is  presented 

as  (2),  and  the  coefficients  of  (2)  are  defined  by  (3)  through  (7). 

e A Ag  + cos  a + Bj  sin  a + A^  cos  2a  1-  sin  2 a (2) 


An  A K,n  + K,  w 
0 = 3 z 6 z 


(3) 


A,  = K.n  + K ,n  +K.u  + K,w  - I< 

1 lx  2 y 4x  5 y 9 


C n + C n 

zs  y yg  ZJ 


+ K 


10 


C n t C n 
zg  x xg  z 


(4) 
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li 


' 'T5«  -fv  !-•»->  -iv^- 


-V  / *->'■«*—'’ 


ft! 


I 


B.  = K.n  - K0n  + K.w  - Kcw  + K_  C n 
1 1 y 2 x 4 y 5 x 9 zg  : 


+ C n 
x xg  z 


C n + C n 
[ zg  y yg  zj 

_ C n + C n + 2K0  C n - C n 

7 |_  xg  y yg  x J 8 [ xg  x yg  yj 

B,  = +2K-  C n - C n + 2K0  C n + C n 

2 7 l xg  x yg  yj  8 |_  xg  y yg  xj 


Az  - -2K 


(5) 

(6) 
(7) 


When  the  coefficients  of  (2)  are  constants,  they  can  be  estimated 
from  the  following  one-cycle  averages: 


1 2 it 


_1_ 

2rr 


6 da 


(8) 


’2tt 


n 


l 

T r 


t cos  nord  a 


(9) 


B 


n 


Jr*  2 it 

£ sin  nadcr 

0 


(10) 


The  five  coefficients  in  (2)  can  be  estimated  from  a set  of  sampled 

values  of  (2)  as  well.  For  example,  consider  a set  of  eight  samples, 

« , taken  at  the  uniform  intervals  of 
n 


*n  A (n  - 1)  (f). 


These  eight  samples  can  be  combined  to  form  the  following  coefficient 
estimates: 
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(11) 


*0  = { [*2  + e4  + e6  + ‘s]  <12> 

Ai=i[<i-i5]  (13) 


A‘  = 2Vr[<2'<4'  '6  + <8]  (l4) 

Bj  = I [<3  - <7]  <14) 


A 

1 

2\ 

r 1 

B1 

!Y  |_£2  + *4  " ^ 6 " e 8 J 

(16) 

A 

1 

= 4 

f "I 

A2 

[el  " e3  + €5  " €?J 

(17) 

A 

B2 

1 

4 

" 4 4 + ^ 6 " -J 

(18*) 

The  foregoing  algorithms  can  be  employed  to  separate  and  esti- 
mate the  various  RGG  error  coefficients  when  these  algorithms  are 
applied  to  RGG  output  data  samples  obtained  from  selected  excitation 
and  orientation  test  conditions.  For  example,  consider  the  special 
case  where  the  stator  xz  plane  is  horizontal  and  the  y axis  is  positive 
vertical.  In  this  case,  the  gravity  vector  direction  cosine  on  y (C  r ) 

y 8 

is  negative  one,  and  the  remaining  two  (C  and  C_  ) are  zero.  The 

8 ^8 

resultant  coefficients  of  (4)  through  (7)  are  simplified  to  those  given  by 
(1  9)  through  (22). 
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A1  = Kl"x  + K2ny  + V2  + K4“x  + K5"y  <19> 

B1  = Kl"y  ' K2nx  ‘ K10nz  + K4“y  ' K5“x  <20) 

A2  * 2K7nx  + 2K6ny  <21> 

B2  = 2K?ny  - 2K8nx  (22) 


When  a single  excitation  function  is  used  for  each  data  set,  (19)  through 
(22)  maybe  employed  to  make  estimates  of  each  of  the  error  coefficients 
in  these  equations. 


LABORATORY  TESTS  AND  COEFFICIENT  ESTIMATION 

Having  discussed  some  of  the  non-spinning  test  concepts,  it  is 
appropriate  to  describe  the  laboratory  tests  that  are  being  used  to  esti- 
mate error  coefficients.  These  tests  are  constrained  to  two  stator 
orientations  (z  - vertical  and  horizontal)  and  to  three  excitation  forms 
(vertical  vibration,  horizontal  vibration,  and  angular  vibration  about 
the  vertical). 

In  the  z axis  vertical  orientation  with  the  x axis  parallel  to  the 
direction  of  horizontal  vibration,  the  three  excitation  forms  are 
expressed  in  stator  coordinates  by  (23),  (24),  and  (25). 


(23) 


(25) 


Under  these  restricted  conditions,  the  coefficients  of  (3)  through  (7) 
are  specialized  to  (26)  through  (30). 
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LK1  * K10jnH 

(27  j 

[_K2  * K9]nH 

(2s; 

0 

(29; 

0 

(3o; 

Data  samples  of  RGG  output  signal  changes  are  obtained  for  each  exci 
tation  form,  and  the  algorithms  of  (11)  through  (16)  are  employed  to 
extimate  the  error  coefficients  in  (26)  through  (28).  Separation  of  the 
cross-anisoelastic  coefficients  is  possible  if  data  is  obtained  for  the  z 
axis  in  both  the  positive  and  negative  vertical  orientations.  The  esti- 
mation equations  are  given  by  (31)  through  (36). 

K3  = -Vnv)/nv  {31 

*6  = V-v^v 

K,  = C-A . (n.r)  | + A (n  ) I 1 /2n„  (33 


When  the  z-axis  is  horizontal  and  the  y-axis  is  vertical,  the  three 
stator  excitation  forms  are  described  by  (37),  (38),  and  (39). 


lized  to  (40)  through  (44). 


B. 


= nTT  sin  L t + 6tt 
H L e HI 

(37) 

= ny  sin  [Uet  + cj>vJ 

(38) 

= ciy  sin  [„et  + By] 

(39) 

coefficients  of  (3)  through  (7)  are 

specia- 

0 

(40) 

^lnH  + ^2nV  + ^5^V 

(41) 

Kinv  - ^2nH  + ^4^V 

(42) 

^7nH  + 2Kgny 

(43) 

: 2K7ny  - 2KgnH 

(44) 

Data  samples  of  RGG  output  signal  changes  are  obtained  for 
each  excitation  form,  and  the  algorithms  of  (13)  through  (18)  are 
employed  to  estimate  the  error  coefficients  in  (41)  through  (44). 
These  estimates  are  presented  as  (45)  through  (54). 


A 

kih 

= Aj(r,H)/nH 

(45) 

A 

K1V 

A 

= B1(nv)/ny  . 

(46) 
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J 


A 

A 

K2V 

(47) 

A 

A 

K2H 

(48) 

A 

A 

K4 

(49) 

A 

A 

K5 

(50) 

A 

K7H 

A 

= A2(nH)/2nH 

(51) 

A 

K7V 

A 

= B2(ny)/2nv 

(52) 

A 

K8V 

A 

~ A2^nV^2nV 

(53) 

A 

K8H 

= -B2(nH)/2«H 

(54) 

SCALE  FACTOR  ESTIMATION 

Earlier  it  was  stated  that  the  non-spinning  test  concepts  are 
based  on  a priori  knowledge  of  the  RGG  signal  process  transfer  func- 
tions. In  particular,  the  accuracy  with  which  arm  mass  balance  adjust- 
ments can  be  determined  from  the  error  coefficient  estimates  depends 
directly  on  the  scale  factor  between  differential  torque  inputs  and  RGG 
signal  outputs.  Fortunately,  a method  of  estimating  this  scale  factor 
from  a test  of  the  non-spinning  RGG  has  been  devised. 

This  scale  factor  estimation  technique  is  based  on  the  use  of 
transverse  angular  velocities  to  produce,  accurately,  known  rotational 
field  gradient  inputs.  The  rotational  field  input  gradient  to  the  RGG 
differential  mode  is  defined  by  (55)  in  rotor  coordinates. 

AT  \ -w.u>  (55) 

J U>  J 
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When  the  stator  z-axis  is  horizontal  and  the  y-axis  is  vertical, 
a periodic  angular  velocity  about  the  vertical  (u^)  produces  the  rotor 
angular  velocity  components  defined  by  (56)  and  (57)  as  a function  of 
the  relative  rotor  angle  (a). 


w . 


1 


Wy  sin  a 


(56) 


CO 


j 


to 


cos  a 


(57) 


Substitution  of  (56)  and  (57)  into  (55)  yields  the  input  gradient  function 
of  (58). 


AI\.  = sin2a  (58) 

i]  2 V 

J w 

If  the  excitation  frequency  is  set  equal  to  one-half  the  differential  mode 
resonant  frequency  (wq/2),  the  input  gradient  function  will  contain  a 
component  at  the  difference  mode  resonant  frequency  which  will  propa- 
gate through  the  RGG  signal  process  v/ith  the  same  scale  factor  as  do 
the  other  non-spinning  test  signals.  The  input  angular  velocity  and  its 
square  are  shown  in  (59)  and  (60), 


Substitution  of  the  periodic  component  of  (60)  into  (58)  yields  the  input 
rotational  field  gradient  of  (60). 

| = ^-W^sinZocos^WQt  + Z^j  (61) 
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This  input  gradient  function  leads  to  the  principal  and  cross-gradient 
output  functions  given  by  (62)  and  (63),  respectively. 

G = --jW^sin2o'sin  26  (62) 

p 4 

G = + -7  sin  2 a cos  24>  (63) 

c 4 

When  the  rotor  angle  (a)  is  set  to  odd  multiples  of  ±45°,  the  input 

2 

rotational  field  gradient  amplitude  is  maximized  at  W /4.  This  yields 
a very  respectable  input  gradient  amplitude  for  practical  input  rate 
levels.  For  example,  a peak  rate  of  one  milliradian  per  second  has  an 
associated  input  gradient  amplitude  of  250  EU.  It  is  anticipated  that 
with  this  amplitude,  the  scale  factor  can  be  estimated  to  within  a few 
percent  without  difficulty. 

COEFFICIENT  ESTIMATION  SUMMARY 

In  practice,  the  transverse  motion  sensitivities  (K^,  K^,  K^, 

Kj.,  K^,  Kg)  are  estimated  with  the  z-axis  horizontal,  and  the  axial 

motion  sensitivities  (K0  and  K,  ) are  estimated  with  the  z axis  vertical. 

J 0 _ 

With  the  z-axis  horizontal  and  the  y-axis  vertical,  the  rotor  is  locked 
to  the  stator  such  that  their  reference  coordinates  coincide.  This 
position  of  the  rotor  defines  the  zero  of  the  relative  rotor  angle  {<*). 

The  stator  is  then  subjected  to  the  excitation  functions  of  (37),  (38), 
and  (39)  with  the  excitation  frequency  set  equal  to  the  differential  mode 
resonant  frequency  of  the  RGG.  The  output  signal  changes  for  each 
excitation  form  are  observed  and  recorded.  The  rotor  position  is 
indexed  by  45°,  and  the  process  is  repeated  until  eight  data  points  for 
each  of  the  three  excitation  forms  are  obtained.  This  data  array  is 
modeled  by  Table  C-l  which  lists  the  output  signal  changes  (t)  for  each 
excitation  form  and  for  each  rotor  orientation  angle  (a). 

The  coefficient  estimates  are  obtained  from  (45)  through  (54)  using 
the  general  algorithms  of  (13)  through  (18).  The  specific  estimation 
equations  using  the  data  of  Table  C-l  are  given  by  (64)  through  (73). 
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Table  C-l.  Output  Signal  Data  Array 
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Outputs  due 

to  Indicated  Excitation  Form 
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£2W 

£2V 

90 

<3H 

€3W 

£3V 
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C4H 

£4W 

£4V 
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e5H 

£5W 

£5V 
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£6H 

£6W 

f6V 
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< 

7H 

£7W 

C7V 

315 

£8H 

rr* 

OO 

3 

£8V 

A 

kih 

T2148 

= 

i 

1H 

£5H. 

|/2“h 

(64) 

A 

K1V 

= 

_£  3V  “ 

£7v] 

/2ny 

(65) 

A 

f 

1 

(66) 

K2V 

“ 

L'iv- 

£5vJ 

/ 2nv 

A 

. 

1 

K2H 

_£  7H 

C3hJ 

/2nH 

(67) 

A 

K4 

= 

[*3W  ' 

£7W. 

] /2Wy 

(68) 

A 

K5 

! 

[£1W  ' 

£5W. 

] 

(69) 

■ [* 

1H  " 

£3H  + 

£5H 

- (?Hj/8nH 

(70) 
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K7V  = 

£2V  ‘ 

£4V  4 £6V  ‘ 

£8vj 

/8nv 

(71) 

11 

> 

CO 

[‘iv  - 

£3V  + £5V  " 

6 7V  j 

/8nv 

(72) 

A 

K8H 

>H- 

e + £ - 

2H  8H 

£6H 

/8nH 

(73) 

As  stated  previously,  the  axial  motion 

sensitivities  (K^, 

K&)  are 

estimated  from  data  taken  with  the  z-axis  vertical.  Only  two  excitation 
forms  are  used  for  this  process  (ny,  d>y).  Once  again  the  rotor  is 
indexed  to  eight  uniformly  spaced  positions,  and  the  RGG  signal  output 
changes  for  each  excitation  form  in  each  of  the  eight  positions  is 
recorded. 

The  desired  coefficient  estimates  are  based  on  (31)  and  (32)  using 
the  average  of  (11)  and  (12).  The  specific  estimation  equations  are 
given  by  (74)  and  (75). 


A 


c + ; 

IV  T 2V 

€ ^ 

1W  2W 


+ €3V  + e4V  + £5V  + £6V  + C7V  + £8vJ/8nV  (74) 
+ €3W+  £4W  + £5W+  £6W+  67W+  f8\v]  /8wy('5) 


ADJUSTMENT  INFLUENCE  EQUATIONS 


The  RGG  arm  mass  balance  configuration  constrains  the  avail- 
able changes  of  mass  distribution  to  planes  normal  to  the  RGG  torsion 
axis.  Each  end  mass  has  adjustment  screws  whose  positions  can  be 
changed  in  one  direction  only  (either  radially  or  tangentially).  The  net 
results  of  changes  in  the  adjustment  screw  positions  are  the  first  moment 
changes  of  each  arm  shown  in  (76)  and  (77)  in  terms  of  the  net  changes 
in  the  radial  and  tangential  first,  moments. 


6pi 

x*  ' 

= i6P,r  +j6Pu 

(7b) 

= r6P2i+RP2l. 

(77) 
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The  concomittant  second  moment  changes  are  proportional  to  the 
first  moment  changes  and  to  the  axial  positions  (h^  and  hfc)  of  the  radial 
and  tangential  first  moment  changes  as  in  (78)  and  (79). 

5[A»flc]  * - VPlr-VP2t  <78> 

6 [Av]  = - hr6P2r  - VPn  <7’> 

The  first  and  second  moment  changes  in  (76)  through  (79)  produce 
changes  in  the  differential  and  dynamic  arm  mass  balance  coefficients 


as  in  (80)  through  (83). 

‘ Kj  = fg/nc]  [6Plt  - «P2r]  (80) 

6K2  = [g/oc]  [6P2t  - 6Plr]  (81) 

SK4  = [hr6Plr  + VP2t]/,lC  <82> 

SK5  = [hr6P2r  + ht6Plt]/nC  <83> 


In  order  to  determine  the  mass  moment  changes  required  to 
reduce  a set  of  coefficient  estimates  to  zero,  simply  replace  the 
coefficient  increments  in  (80)  through  (83)  with  the  negative  of  the 
coefficient  estimates  and  solve  the  resultant  set  of  equations  for  the 
required  first  moment  changes.  This  solution  is  presented  as  (84) 
through  (87). 
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The  sum-mode  mismatch  coefficient  (K^)  is  a function  of  the 
difference  of  the  arm  polar  inertias  and  the  differential  polar 

inertia  change  required  by  the  estimate  of  this  coefficient  is  given  in 
(88).  As  indicated,  this  sensitivity  is  a function  of  the  sum-mode 
natural  frequency  (Pq)  and  the  difference -mode  natural  frequency  (wq). 


MAtkk)  = 


A 

- 1 K, 


Application  of  (84)  through  (88)  requires  quantification  of  the 
parameters  in  these  equations.  The  latest  parameters  for  RGG-2  are 


as  follows: 


C = 38,  268  gm  - cm 


= 217.8  rad /sec 


Pq  = 138. 5 rad/sec 


= 1.933  cm  (outer-coai  se) 
=1.  140  cm  (inner-coarse) 


h = 3.073  cm  (outer-coarse) 


h = 0.000  cm  (inner-coarse) 
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= 1.  933  cm  (fine) 


= 2.  502  cm  (fine) 


When  the  first  moment  changes  are  constrained  to  the  outer-coarse 

adjustment  screws,  (39)  through  (92)  apply.  When  the  fine  adjustment 

screws  are  used,  (93)  through  (96)  apply.  In  these  equations,  the  mass 

moment  changes  are  in  gm-cm,  and  the  error  coefficients  are  in  EU/g 
2 

or  EU-sec  . 
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6P.  = 10"° 

lr 


A _g 
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10  ° 1.  51  K2  - 764  K4J 

[-2.40  K1  - 764  K5] 

r a a i 

1.  51  - 764  K5  J 

[-2.40  K2  - 764  K4] 

[l.  70  K2  - 863  K4] 

[-2.  20  K1  - 863  K5] 

[l.  70  K}  - 863  K5] 


863  K5] 


a _« 

6P2t  - 10 


A A ' 

20  K2  - 863  K4 


The  differential  polar  moment  sensitivity  for  RGG-2  is  obtained 

by  substituting  the  appropriate  parameters  into  (88).  The  result  is 

2 2 

given  by  (97)  where  the  units  are  (gm-cm  ) and  (EU-sec  ). 

6(A$kk)  = -5.  637  x 10-5  K6  (17J 
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The  individual  balance-screw  turns  required  to  obtain  the  calcu- 
lated first  and  second  moment  changes  are  not  unique.  However,  a 
unique  method  of  determining  balance  changes  has  been  established, 
and  this  has  proven  successful  in  actual  practice.  For  convenience  in 
describing  the  process,  it  is  divided  into  two  parts.  In  the  first  part, 
the  radial  and  tangential  adjustment  screws  on  each  arm  are  assumed 
to  move  as  four  individual  groups  to  satisfy  (89)  through  (92)  or  (93) 
through  (96).  In  the  second  part,  the  changes  required  to  satisfy  (97) 

(on  the  basis  of  a minimum  polar  inertia  change)  are  determined. 

Generally  there  are  four  adjustment  screws  of  equal  mass  in 
each  group.  The  number  of  turns  required  for  each  screw  in  a group 

for  part  one  of  the  procedure  are  obtained  from  (98)  as  a function  of 

/\ 

the  required  first  moment  change  ( 6P),  the  individual  screw  mass  (m), 
and  the  screw  pitch  (A0/Ah). 


|60  | 


A0 

Ah 


‘ /\ 

| 6PI  /4m 


(98) 


For  the  second  part  of  the  procedure,  it  has  been  determined 

that  the  most  practical  technique  is  to  adjust  the  differential  polar 

inertia  with  one  group  of  screws  on  one  arm  only.  This  technique  has 

the  potential  benefit  of  minimizing  the  resultant  uncertainty  in  the  final 

adjustment  by  minimizing  the  number  of  screws  to  be  adjusted.  All 

of  the  four  screws  in  the  group  used  to  satisfy  (97)  are  to  bo  moved  in 

the  outward  or  inward  direction  such  that  no  first  moment  changes 

occur.  The  required  screw  turns  are  ol.ained  from  (99)  as  a function 

/\ 

of  the  required  polar  moment  change  (6A$^_^),  the  individual  screw 
mass  (m),  the  total  average  displacement  of  the  screw  in  the  adjust- 
ment direction  (11q)  from  the  arm  axes  of  symmetry,  and  the  screw 
pitch  (A  0/Ah). 
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The  balance  screw  turns  calculated  on  the  basis  of  (98)  and  (99) 
are  combined  linearly  into  one  set  of  adjustments,  and  the  results  are 
rounded  to  the  resolution  limit  of  the  adjustments.  In  order  to  vali- 
date the  re  solution- limited  adjustments,  the  actual  moment  changes 
that  they  produce  are  calculated.  These  moment  changes  are  then  used 
to  calculate  the  resultant  error  coefficient  changes  for  comparison  with 
the  original  coefficient  estimates  used  as  input  data. 
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APPENDIX  D 

TARE  WEIGHT  SELECTION  FOR  INITIAL  ARM  BALANCING 


INTRODUCTION 

It  has  been  determined  through  experience  that  the  initial  arm 
balance  of  the  RGG  should  be  accomplished  by  adding  tare  weights  of 
selected  mass  to  the  arms  at  predesignated  positions  on  the  arms. 
During  this  process,  the  normal  balance  screws  are  located  at  their 
center  positions  for  use  in  subsequent  balance  iterations.  The  purpose 
of  this  appendix  is  to  describe  a method  of  tare  weight  selection  based 
on  prior  knowledge  of  the  position  of  each  tare  weight  mass  center  and 
based  on  the  prior  estimates  of  certain  motion  sensitivity  coefficients. 

TARE  WEIGHT  POSITIONS  AND  COORDINATES 

Each  arm  has  (by  definition)  four  coplanar  tare  weight  positions. 
Each  tare  weight  mass  center  is  displaced  radially  from  the  arm  polar 
axis  (k)  by  a fixed  distance  (r^),  and  each  of  these  radial  directions  is 
displaced  by  the  angle  (a)  from  the  longitudinal  axis  of  symmetry  of 
each  arm.  Additionally,  each  tare  weight  plane  is  displaced  from  the 
RGG  rotor  reference  plane  by  the  axial  distance  (1q),  positively  lar 
arm  No.  1 and  negatively  for  arm  No.  2 in  terms  of  the  rotor  axial 
reference  axis  (k). 

For  convenience  in  tare  weight  selection,  two  non-orthogonal 
coordinate  sets  are  defined  in  Figure  D-l  by  the  unit  vectors  u^,  Vj, 
and  u^,  v^.  These  unit  vectors  concide  with  lines  joining  tare  weight 
pairs  such  that  the  first  mass  moments  of  the  tare  weights  may  be 
expressed  directly  in  terms  of  tare  weight  mass  differences  in  the 
non-orthogonal  coordinate  sets.  As  will  be  discussed  later,  this 
approach  eases  the  difficulty  of  selecting  eight  tare  weights  to  adjust 
five  coefficients. 
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FIRST  MOMENT  EQUATIONS 

The  first  moments  of  each  arm  must  be  changed  to  reduce  the 
differential  and  dynamic  arm  mass  unbalance  coefficients  (Kj, 
and  K^,  K^)  on  the  basis  of  prior  estimates  of  these  parameters.  The 
changes  in  these  parameters  which  result  from  the  first  moment 
changes  on  each  arm  are  described  by  equations  (1)  through  (4). 


(g/i?C)  jAPjj  - Ap^J 

(1) 

(gh C)[aP.2  - Ap.J 

(2) 

(lQ/vC)  [ap.j  + Api2] 

(3) 

(l0/TjC)[APjl  + Apj2J 

(4) 

The  first  moment  changes  in  (1)  through  (4)  are  related  to  the 
tare  weight  first  moments  by  (5)  through  (8;. 


Apil  = [Apul  + Apvl]  cos  “ 

apji = hvi  - apuJ sina 


ipi2  = [Apu2  - Apv2]  sin“ 


Apj2  = [Apu2  + ^2]  cos  “ 


lne  first  moment  changes  should  be  selected  such  that  the  resul- 
tant coefficient  changes  are  equal  and  opposite  to  the  coefficient  esti- 
mates. When  this  constraint  is  imposed  on  (1)  through  (8),  the  required 
tare  weight  first  moments  are  related  to  the  coefficient  estimates  by 
(9)  through  (12). 
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|_Apu2  + Apv2j  cosa+  [Apul  " ApvlJ  sin0;  = L7? c / g J Ki  (9) 

[Apul  + Apvl]  COSQ!  + [Apv2  “ Apu2]  Sina  = \?C/%\  ^2  (10) 

[Apv2  " Apu2]  Sin0;  ' [Apul  + Apvl]  COSQ!  = [^^o]  *4  (11) 

[APul  - Apvi]  sin<v  - [Apu2  + Apv2^  cosa  = [pC/1o] 

In  order  to  select  the  tare  weights  on  the  basis  of  (9)  through  (12), 
it  is  convenient  to  describe  the  tare  weight  first  moments  in  terms  of 
the  radial  position  (r^)  and  the  mass  differences  on  each  coordinate, 
i.  e.  , M^,  Mvj,  M^2>  ^v2  aS  *n  (13)  through  (16). 


Apul  = r0Mul 

(13) 

Apvl  = r0M„l 

(14) 

Apu2  = r0Mu2 

(15) 

Apv2  = r0Mv2 

(16) 

When  (13)  through  (16)  are  substituted  into  (9)  through  (12),  an 
equation  set  for  the  tare  weight  mass  differences  is  obtained  as  shown 
in  (17)  through  (20). 

[MuZ  + Mv2] 

cos  a + [mu1  - Mvl]  sin  q = ^C/grQ 

A 

K1 

(17) 

Ku  + Mvi] 

cos  a + |^Mv2  - Mu2j  sin  a = ^C/grQ 

A 

k2 

(18) 

- m J 

sina  - . + M ,1  cos  a = ["nC/l„r„ 

1 K. 

. (19) 

g*nr  ■ i>>  'v-  ■ 


Mul  " Mvl]  sina-  [Mu2+MVz]  COsa  = [T|C/10r0_ 


A 

Kr 


(20) 


The  solution  of  (17)  through  (20)  may  be  expressed  in  terms  of 
four  constants  (A^,  A^,  A^,  A^)  as  shown  in  (21)  through  (25). 
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(21) 

(22) 

(23) 

(24) 


(25) 


POLAR  MOMENT  EQUATIONS 

The  polar  moment  difference  of  the  arms  must  be  changed  to 
reduce  the  sum-mode  mismatch  coefficient  (K^)  within  the  constraints 
imposed  by  the  first  moment  requirements  described  in  the  previous 
section.  The  sum-mode  mismatch  coefficient  change  produced  by  a 
change  in  the  diflerence  of  the  arm  polar  moments  is  described  by  (26). 


AK, 
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A#  - A$2 

«n2  - 

r]C 

0 0 J 

_ __ 

(26) 
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The  required  polar  moment  change  is  just  the  negative  of  the 

A 

sum-mode  mismatch  coefficient  estimate  (Kg)  as  described  by  (27). 


2' 

A^  - A4>2 

= nc 

1 - 

'ca 

_po_ 

(27) 


where 


Uq  = Differential  Mode  Natural  Frequency 


Pq  = Sum  Mode  Natural  Frequency 


The  polar  moment  changes  that  arise  by  adding  the  tare  weights 
may  be  written  directly  from  Figure  D-l  as  (28)  and  (29). 


A $ = r 

1 r0 


[ml 


+ m^  + m^  + m^ 


A$- 


2 

= ro 


m^  + m^  + m^  + mg 


(28) 

(29) 


A unique  solution  for  the  required  tare  weight  masses  does  not  exist, 
but  a unique  method  of  tare  weight  selection  does  exist)  The  method  is 
based  on  the  use  of  a common,  but  arbitrary,  additive  mass  at  each  tare 
weight  location.  These  additive  masses  are  designated  as  Anij  for  arm 
No.  1 and  Am^  for  arm  No.  2.  The  individual  masses  are  expressed  in 
terms  of  the  previously  defined  differential  masses  as  follows: 


m 


m 


m 


1 


l 


2 


Amj  + M ^ & 


m,  = Am,  ; M , > 0 
3 1 vl 


Am)  & m3  = [Aml  " Mvl]  : Mvl  < 0 

Amj  & m4  = jAmj  + MuJ  ; MuJ  > 0 
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m. 


= [Amj  - MuJ  & m4  = Amj  ; < 0 


Using  the  above  definitions  for  the  individual  tare  weight  masses  on  arm 
No.  1,  it  is  possible  to  express  the  polar  motnent  change  of  (28)  by  (30). 


A$i  = rQ  jjlAmj  + |Mul|  + |Mvl|J 


(30) 


Similarly,  the  individual  tare  weight  masses  on  arm  No.  2 are  defined 
r , [Mu2  and  Mv2] 

[im2j 


in  terms  of  the  differential  masses  M _ and  M 0 and  the  additive 

u2  v2 


mass 


as  follows: 


mr  = 


Am^  + Mu2 


& m_  = Am,  ; M 0 > 0 
7 2 u2 


m5  = Am2  & m?  = [Am2  - ; Mu2  < 0 


m6  = [Am2  + Mv2]  & m8  = Am2  ; Mv2  > ° 


m6  = Am2  & mg  = [Am.,  - Mv2J  ; Mv2  < 0 


The  polar  moment  change  of  (29)  is  expressed  as  (31). 

A*2  = r02[4Am2  + fMu2f  + |Mv2*] 


(31) 


Now  take  the  difference  between  (30)  and  (31)  and  substitute 
the  result  into  (27)  to  obtain  (32). 
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The  additive  mass  difference  is  obtained  from  (32)  as  (33). 


r-  -| 

r A -i 
TlCK6 

r con 

n 

Amj  - Am^ 

= 

„ 2 

1 “ «2 

- 

0 j 

po  J 

If  the  rhs  of  (33)  is  positive,  Am^  can  be  set  to  zero  to  yield  a unique 
solution  for  Am^  and  if  the  rhs  of  (33)  is  negative,  setting  Am^  to  zero 
gives  a unique  solution  for  Am^.  Once  the  additive  masses  (Amj, 

Am^)  are  defined,  all  of  the  individual  tare  weight  masses  are  defined 
by  the  logic  statements  preceeding  (30)  and  (31). 


SUMMARY  OF  TARE  WEIGHT  SELECTION 

The  tare  weight  selection  process  is  straight  forward  using  the 
following  recipe: 


Input  Data 

Solve  for  (A^,  A^,  A^,  A^)  from  (21)  through  (24). 

A a A A A 

Coefficient  estimates  (K,,  K0,  K.,  K_ , K,). 

1 c.  4 t>  o 


Differential  Mass  Parameters 


Solve  for 


M . , M . , M - , M 0 
ul  vl  u2  v2 


from  (25). 


Additive  Mass  Parameters 

Solve  for  (Am^  - Am^)  from  (33)  and  select  Amj  and  Am^. 
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Tare  Weight  Mass  Selection 

Use  differential  and  additive  mass  parameters  in  logic 
statements  preceeding  (30)  and  (31)  to  define  tare  weight 
ma  s s e s . 

TARE  WEIGHT  GEOMETRY 

The  tare  weight  geometrical  parameters  for  RGG-1  and  RGG-1S 
may  be  derived  from  the  following  definitions: 

Tq  = 5.  558  cm 

r^  sin  a = 1.816  cm 

Tq  cos  a = 5.253  cm 

1q  = 1.  653  cm 

4 2 

t}C  = 4.  1 x 10  gm  - cm 


The  resultant  parameters  computed  from  (21)  through  (24)  are  as 
follows: 


A 


A 


A 


A 


1 


2 


3 


4 


5.76  x 10  9 gm/(EU/g) 
1.99  x 10"9  gm/(EU/g) 
3.42  x 10"6  gm/(EU-Sec2) 
1.  18  x 10“6  gm/(EU-Sec2) 
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The  tare  weight  parameters  for  RGG-2  are  computed  from  (21) 
through  (24)  using  the  following  constants: 

Vq  = 5. 486  cm 
Tq  sin  a = 1.  580  cm 
Tq  cos  a - 5.  253  cm 
1Q  = 1.  140  cm 
HC  = 3.  8268  x 104  gm  - cm2 
The  resulting  parameters  for  RGG-2  are  as  follows: 

A ^ = 6.  18  x 10  ^ gm/(EU/g) 

A ^ = 1.  86  x 10"^  gm/(EU/g) 

A3  = 5.  31  x 10'6  gm/(EU-Sec2) 

A4  = 1.  60  x 10'6  gm/(EU-Scc2) 

COEFFICIENT  CHANGE  VERIFICATION 

After  the  tare  weights  have  been  selected,  it  is  advisable  to 
calculate  the  resultant  influence  on  the  RGG  motion  sensitivity  coeffi- 
cients to  ensure  that  the  calculated  coefficient  changes  are  approxi- 
mately equal  in  magnitude  and  of  opposite  sign  to  the  original  coeffi- 
cient estimates.  This  objective  is  accomplished  without  difficulty  in 
two  steps:  (1)  calculate  the  appropriate  mass  moment  changes  for 

each  arm  and  (2)  calculate  the  motion  sensitivity  changes  from  the 
mass  moment  changes. 
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The  numerical  coefficients  required  to  evaluate  the  mass  moment 
changes  and  coefficient  changes  were  defined  previously  for  both 
RGG-1  and  RGG-2  with  the  exception  of  the  sum  and  difference  mode 
natural  frequencies  (p^  and  Wq).  These  frequencies  are  estimated  for 
each  RGG  to  be  as  follows: 


Unit 

0o(rad/sec) 

u>g(rad/sec) 

RGG-1 

120.  0 

223.  0 

RGG-2 

138.  5 

217.  8 
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